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Definition of The
Transducer Workshop

History

The Workshop is sponsored by the Vehicular Instrumaentation/
Transducar Committee, Telemetry Group, of the Range Com-
manders Council. This committee develops and implemaents
standards and procedures for transducaer applications. The
previous workshops, beginning in 1960, were hald at two year
intervals at or near various U.S. Govemmaent instatlations around
the country.

Attendees

Aftendess are working-level paople who must solve real-life
hardware problems and are strongly oriented to the practical
approach. Their field is making measurements of physical
parameters using transducars. Test and project pacple who
attand will benefit from exposure to the true complexity of
transducar evaluation, selection, and application,

Subjects

Practical problems involving transducers, signal conditioners, and
read-out devicas will be considered as separale components and
in systems. Engineering tests, laboratory calibrations, transducer
developments, and evaluations represent potential applications of
the ideas presented. Measurands include force, pressure, flow,
acceleration, velocity, displacement, temperature, and others.

Emphasis

The Workshop

1. Is a practical approach to the solution of measurement
problems,

2. Strongly focuses on transducers and related instrumen-
tation used in measurements engineering,

3. Has a high ratio of discussion lo presentation of papers,
and

4. Allows atlendees to share knowledge and expenience through
open discussion and problem solving.

Goals

The workshop brings together those people who use transducers
to idenlify problems and to suggest some solutions, identifies
areas of common inerest, and pravides a communication channel
within the community of transducer users. The primary goals are
to:

1. Improve the coordination of information regarding transducer
standards, test tachniques, avaluations, and application practices
among the national test ranges, range users, range contrac-
tors, other transducer users, and transducer manufacturars;

2. Encourage the establishment of speciai sessions so that attend-
aes with measurement problems in specific areas can form
subgroups and remain 1o discuss these problems after the
workshop concludes; and

3. Solicit suggestions and comments on past, present, and future
Vehicular instrumentation/Transducaer Committee eforts.

General Chairman
Stephen F, Kuehn
Sandia Nationa) Laboratories
P.O. Box 5800
Depantment 2645
Albuguerque, NM 87 185-5800
(505) 844-8383

Program
MONDAY, JUNE 21, 1993

2000 Social Hour, at the Bahia Resort Hotel, courtesy of the
Vehicular instrumentation/Transducer Committee. All
attendees welcome!

TUESDAY, JUNE 22, 1893
0730 REGISTRATICON

0800 Steve Kuehn, General Chairman
Seventeenth Transducer Workshop
Introductions: Ray Faulstich, Chairman
Vehicular Instrumentation/Transducar
Committee, RCC/TG

0830 Session 1: Transienl Measurements
Chaimman: Charles Buillock, Amny Research Laboratory

Cochairman: John Rupp. Dugway Proving Ground

@ Pyro-Shock, Impact and Other Transients: Some
Thoughts cn "TOM' Total Quality Maasurements,”
Peter K. Stein, Stein Enginaering Services

® "A Miniature Blast-Gauge Charga Amplifier System,”
James L. Rieger and Robert Weinhardt, Naval Air
Warfare Center Weapons Division

e *Small Diameter Bar Gauges for Fast Response
Airblast Measurement,* Carl Peterson and
Phil Coleman, S-Cubed

1000 BREAK

1015 @ °*Novel Applications of Miniature Hopkinson Bar
Sensor,” W. Randolph Davis and W. Scott Walton,
Aberdaen Proving Ground

8 ‘Isolation of a Piezoresistive Accelerometer Used in
High Acceleration Tests,” Vesta |, Bateman, Fred A.
Brown, and Neil T. Davie, Sandia National Laborato-
fies.

xiv




@ "Dynamic Pressure Calibration Instruments and Sensor
Transient Responsa,” James F. Lally, PCB Piezotronics,
Inc.

e ‘Compact Fast Response Transducer for Direct Heat Flux
Measurement," James G. Faller, Aberdeen Proving Ground

1215 LUNCH

1330 Session 2: Data Acquisition
Chairman: William Shay, Lawrence Livermore Labs

Cochairman: Daniel Skelley, Naval Air Warfare Center
Aircraft Division

e "A Comparison of Video Compression Techniques for
instrumentation,* James L. Rieger and Sherri L.
Gattis, Naval Air Warfare Center Weapons Division

o 'Distribution of Solar Flare Data Using Available
Communication Channel," James L. Rieger and David
Rosenthal, Naval Air Warfare Center Weapons Division

# ‘Information Capture in Real Time at High Speed,*
Harry A. Shamir, Colorcoda, UnlLimited

® "Micro-Pressure Sensors’ (Mini-paper), Ben Granath
and Dave Jaros, PCB Piezotronics, Inc.

1515 BREAK

1530 @ ‘A Program to Validate Inspection Technology for Aging
Aircraft,” Patrick L. Walter, Sandia National Laboratories

s “A Pressure Sensor Modute tor Space Shuttle Main En-
gine Fuel Application,” Seun K. Kahng, Qamar A. Shams,
and Vincent B. Cruz, NASA Langley

® 'High Frequency Data Gathering through Digital Data
Acquisition,” Paul V. Vilihard, McDonnell Douglas Aero-
space

e "DIDO" A Versatile Signal Conditioner for Hostile and
Noisy Environments,' Charlie Gilbert, Mark Groethe, and
Phi! Coleman, S-Cubed

WEDNESDAY, JUNE 23, 1993

0800 Session 3: Calibration Techniques
Chairman: Richard Krizan, Patrck AFB

Cochaiman: Roger Noyes,
EGA&G Energy Measurements, inc., Las Vegas

® "Static Versus Dynamic Calibration of Miniature Pres-
sure Transducers,” David Banaszak and Gary Dale,
Wright Laboratory

e "Measurement of Frequency Dependent Sensitivity and
Phase Characteristics of Eddy Current Displacement
- Transducers,” B. T. Murphy, G. Rombado, and J, K,
Scharrer, Rockwell Intemational

1000
1015

1215
1330

1830

e ‘The Effects of Cable Connections on High Frequency
Accelerometer Calibration,” B. F. Payne, National Insttute of
Standards and Technology

e ‘Smart Sensors,” Steven C. Chen, PCB Piszotronics, Inc.
BREAK

‘Sman Sensors® Panel Discussion
Moderator: Richard Talmadge, Wright Laboratory

Panel Membaers: Rabert D. Sill, Endevco Corporation
Steven C. Chen, PCB Piezotronics, Inc.
John Gierer, McDonnell Douglas Aerospace
John Judd, Vibra-Matrics, inc.

LUNCH

Tour of Endevco Corporation facilities, San Juan Capistrano,
Califomia

Banquet at Hotel

THURSDAY, JUNE 24, 1993

0800

1000

1015

1215
1230

Xv

Session 4: Applications

Chairman: William Anderson, Naval Air Warfare Center
Aircraft Division
Cochairman: James L. Rieger, Naval Air Warfare Center
Weapons Division

o "Development of the BOA Missile Angle-of-Attack Sensor,”
Steven J. Meyer and Edmund H. Smith, Naval Air Warfare
Center Weapons Division

e 'Acceleration and Force Transducer Errors,” Wayne Tustin,
Equipment Reliability Group

e 'Performance Evaluation of Dynamic Pressure Sensors and
Accelerometers Using a Particle Impact Noise Detector,”
Martha Pierce Willis, Rockwell intemational

e "A Miniature, Digital Accelerometer for Real-Time Measure-
ments,* John Cole and Doug Braun, Silicon Designs, Inc.

BREAK

® ‘An Ultrasonic Angular Measuremant Systam,® Justin D.
Redd, Air Force Flight Test Center

e ‘Commercial Pressure Transducers for Military and
Aerospace Applications,” Daniel R. Weber and William
Maitland, Data Instruments, Inc.

& "Dynamic Force and Strain Gauge Applications Using PVDF
Polmer Sensors,” Donald E. Johnson, Ktech Corporation

e 'Danish Accreditation in the Field of Acoustics,” Torben
Licht, Bruel & Kjaer

CLOSING REMARKS: General Chairman
WORKSHOP CONCLUDES




General Information

The Seventeenth Transducer Workshop will be held June 22-24,
1993, at the Bahia Resort Hotel in San Diego, Califomia.

Registration

The registration consists of a completed registration form, a wntten
“Murphyism,"” and a fee of $100.00 {payable in advance or at the
door) to:

Ray Faulstich, Treasurer
Transducer Workshop

P. 0. Box 235

Yuma, AZ 85366-0235

A "Murphyism” can describe any measurement attempt that went
awry with the objective of leaming from our errors and keeping our
feet on the ground. it should be something generic rather than
common human oversight: something from which we can leam.
The tone should be anonymous so no person, organization, or
company is embarrassad. While a "Murphyism” is nota
requirement, submissions are strongly encouraged and the best
will be included in the program.

Advanca registration is desirable. Please use the enclosed
registration form, include a check or money order for $100.00
payable to the Transducer Workshop, and mail to the Workshop
Treasurar by May 21, 1993, (Note: Purchase orders are not
acceptable,)

The registration fee covers the cost of coffee, taa, soft drinks,
doughnuts, evening banquet, and a tour. A copy of tha workshop
proceedings is supplied to all altendeas. Late registration will be
provided at the workshop regisiration desk in the hotel.

Hotel Accommodations

Bahia Resort Hotel

998 West Mission Bay Drive
San Diego, California 92109
(619) 488-0551

A lixed block of rooms has baen reserved at special rates for the
Transducer Workshop. The following rates include tax and are
valid for the weekends preceding and following the workshop:
Single $77, Double $87, Triple $97, and Quadruple $107. Please
mention the RCC/TG Transducer Workshop when making
reservations. Eary hotel reservations are strongly encouraged.
Rotel reservations must be raceived by May 21, 1993 for these
rales to apply.

Guests

No formal program will be planned for spouses or guests.
Howaever, they will be most walcome at the Social Hour on Monday
and the banquet on Wednesday ($20.00 additional par guest tor
the dinner).

Xvi

Tour - Wednesday Afternoon

A tour of Endevco is planned for Wednesday, June 23, 1893.
Please indicate on the registration form if you will be accompanied
by guests so that adequate transportation will be provided.

Format and Background

Workshops are just what the namae implies: everyone should
come prepared o contribute something from their knowledge and
experience. In a workshop, the attendees bacome the program in_
the sense that the extent and enthusiasm of their participation
determine the success of the workshop.

Participants will have the opporiunity to hear what their collsagues
have been doing and how it went; 1o explore areas of common
interest and common problems; and to offer ideas a-.< supjges-
tions about what's needed in transducers, techniquaes, and

applications.
Additional Information
May ba obtained from the General Chairman, or.

Committee Chairman and Treasurer
Raymond Faulstich
U.S. Amy Yuma Proving Ground
STEYP-RS-EL ’
Yuma, AZ 85365-9110
{602) 328-6382
DSN 899-6382

Facilities Chairman
Lawrence Sires
Naval Air Wartare Center Weapons Division
Code C3213
China Lake, CA 93555-6001
(619) 939-7404
DSN 437-7404

Papers Chairman
John Ach
Wright Laboratory
WUFIBG
Wright-Patterson AFB, OH 45433-7006
(513) 255-5200, Ext. 300
DSN 785-5200, Ext. 300




SESSION 1

TRANSIENT MEASUREMENTS




PYRO-SHOCK, IMPACT, EXPLOSIONS AND OTHER HIGH-SPEED TRANSIENTS:

SOME THOUGHTS ON "TQM" — TOTAL QUALITY MEASUREMENTS

by Peter K. Stein, President
Stein Engineering Services, Inc.
5802 E. Monte Rosa
Phoenix, AZ 85018-4848

Telephonse & Telefax: (802)--845—4603

Seventesnth Transducer Workshop
Range Commanders Council
San Diego, California, June 22-24, 1993

ABSTRACT

The measurement of a high speed transient requires, in
general, the reproduction of its wave shape.

Preventing the achievement of this mission are distortions
due to Input-Output Amplitude characteristics, to Magnitude
vs. Frequency and Phase vs. Frequency characteristics plus
the response of the measurement system to extraneous
environmental influences. Problems of rise-time, undershoot
and psak—depression are also present.

The author will refer to these Distortion Mechanisms as
Amplitude Distortion, Magnitude Distortion and Phase
Distortion, for short.

Diagnostic data about the measurement system and
about its performance in the operating environment are
necessary in order to validate the acquired data. The
requirements are given in the paper.

Data analysis and interpretation are not God-given rights
guaranteed by the Constitution. They are rights which the
Measurement Engineer has to earn through the Data
Validation process. Before measurements may be analyzed or
interpreted they must be raised to the ievel of Total Quality
Measurements - the forgotten TQM.

This paper presents techniques, based on the Unified
Approach to the Engineering of Measurement Systems (Ref
1), which achieve these aims.

The data validation processes are all internal, within the
measuremsent system and the acquired data. No comparison
with theoreticat or predicted value is aver suggested.

Measurement Systems must, however, be designed to
accommodate these validation procedures. The procedures
must be built into the test program. They cannot, in general,
be added after-the-fact.

One of several requirements discussed in this paper is
the ability to provide Zero excitation - bridge supply ~ interro-
gating input — power -~ whatever nomenciature is used, to
impedance-based fransducers such as resistance-strain-
gage-based trans-ducers and strain gages. Preferably such a
choice should be computer programmable.

Such a check is mandatory for all explosively initiated
tests. All chemical explosions are accompanied by magnetic
and electric fields. In automotive air bag inflation tests, for
example very large electrostatic discharge voltages have
been observed.

The list of manutacturers known to the author and who
provide signal conditioning with such an option, is very short
indeed and a sad commentary on modern signal conditioning
design (see Appendix).

Procedures similar to the ones described in this paper for
strain-gage-based and piszoelectric transducers are given in
Ref 1 for thermocouples. The bulk of the methods given in
this paper are, however, applicable to all transducers for all
fransient measurements in all disciplines.

3

THE WAVE SHAPE REPRODUCTION OF A TRANSIENT

The measurement of a high speed transient requires, in
general, the reproduction of its wave shape.

As shown in Ref. 1, the reproduction of the wave shape
of any signal requires;
+  Operation in the distortion-free linear range of the

Input-Qutput Characteristics.
Any Non-Linearities in the input-Output Characteristics result
in the creation of frequencies at the Output which were not
present at the Input, known as Frequency-Creation (see aiso
Ret. 2). These created frequencies may be higher than or
lower than the input frequencies; sums and differences of
them; integer or non-integer multiples or sub-multiples of the
input frequencies and of their sums and differences, etc. No
amount of filtering may be able to hide the effects of those
created frequencies. The rasult is Wave Shape Distortion due
to Amplitude-Based mechanisms.

+  Operation in the flat range of the Magnitude vs.
Frequency-Response Characteristics.

Operation outside this range results in Wave Shape Distortion

due to Magnitude vs. Frequency-Based mechanisms.

+  Operation in the linear portion of the Phase Shift
vs. Frequency-Response Characteristics or in the
Constant Time-Delay portion of the Time-Delay vs.
Frequency-Response Characteristics.
Since the derivative of the phase shift curve with respact to
frequency is the Time Delay of the signal through the
measurement system, Consiant Time Delay is a consequence
of Linear Phase Shift. Operation outside these ranges resuits
in Wave Shape Distortion due to Phase vs. Frequency-Based
mechanisms.

Data Validity Diagnostic Procedures

The measurement of high speed transients also requires
additional diagnostics to assure data validity. Since these
have been discussed extensively in Ref. 1 only an abstract of
the essence of the problems and approachss to their solution
will be given here.

Any publication which does not present avidence of these
diagnostic validity checks contains data which cannot really
be interpreted as representing the process for which the
experimental observations are reported in that paper. Without
the validation procedures presented here, the acquired data
do not represent Total Quality Measurements.

Note that nowhere is there even a hint or suggestion to
compare the experimental data with theoretical predictions.
Thesa are usually less valid than the data! Once the data are
validated they become the criterion to which any theory is
compared.
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A PRIORI KNOWLEDGE REQUIRED

Before a Transient Measurement can be planned,
executed or interpreted, the following knowledge must exist
about the Measurement System being used, and the Process
being investigated.

About the Measurement System

The Linearity (input—Output) Characteristics and the
Frequency-Response Characteristics for Magnitude and
Phase must be known for the Measurement System.

For the Frequency-~Response Characteristics for
Magnitude, the Roll-Off-Characteristics at both ends of the
curve must be known to at least one or two decadss below
the lower 3 dB point and above the upper 3 dB point. If those
Roll-Off—Chadracteristics can not be obtained, then the
Transient Response of the system to a Step must be known,
both to an expanded and a compressed time scale.

It will be seen that these latter data are contained in the
Shunt Calibration record and are of extreme importance in
the data interpretation.

No transient record can be interpreted without the above
information being available.

About the Process

The Amplitude vs. Frequency-Content of the original
signal as emitted by the Process must be known so that the
frequency response and linearity specifications can be
established for the measurement system. This knowledge
also permits selection of sampling rates and/or carrier
frequencies for minimum data loss during its acquisition. (See
alsoRefs 1, 3)

The Horse Before the Cart ?

The Measurement Engineer finds him/er-self in the
usual Closed-Loop quandary of needing to know the answer
before the question can be phrased — i.e., the frequency
spectrum of the signal and the amplitudes, before the
measurement system can be selected to observe them.

in the case of steady-state signals, the solution is easier
than for transient measurements, because preliminary obser-
vations can be made which are not possible in transient situa-
tions. The design process takes only time. Ref. 1 provides a
step-by-step process for the planning of both types of test
which will be summarized here only for the transient case.

For transient measurements, the diagnostic process
requires channel capacity. In parallal with whatever
measurement system has been selected, there must be a
totally analog measurement channel to provide the data on
amplitudes and frequencies before anti—aliasing filters for
purposes ot either sampling criteria or channe! separation
criteria (Ref. 3) have distorted the original data.

Such analog channels must contain only analog
components such as cathode ray oscilloscopes or direct—
record analog magnetic tape recorders along with analog (AC
or DC) amplifiers and signal conditioning. No FM systems are
permitted and no transient capture systems are permitted,
since those have already been pre-filtered resulting in
perhaps unwitting data distortion.

It is true that the old analog systems did not have much
amplitude—reproduction accuracy — but they had sufficient
frequency~reproduction capabilities to provide the information
needed here,

How to Break the Closed Loop

Tha methodologies presented above may seem ditficuit

to apply, but it the mission is to acquire defensible, provably
valid, Total Quality Measurements, there is only one other
choice: the data validation methods which will be discussed,
which permit the foilowing conclusion 1o be reached, if it
applies;

These data, as oblained, have not been infiuenced
(distorted) by the measurement system used, or through its
environment, by more than x percent.

It the validation methods presented in this paper are
applicable, then the pre-test or paraflel-analog-channei
diagnostic procedures identified above, may be omitted

In most practical applications the validation methods
discussed below are the only viable ones.

DOCUMENTING THE SYSTEM RESPONSE TO A STEP

It is customary to through-—calibrate measurement
systems with step inputs or with repeated step inputs such as
a square wave. These steps are usually produced by one of
two means and can be used to document the Rise Time and
Undershoot Characteristics of the Measurement System
forward of the injection point. Time scale expansion (for FRise
Time ) or contraction (for Undershoot) may have to be used.

To factor in the characteristics of the component(s)
behind the injection point, the techniques presented in this
paper can be used.

The Production of Step Inputs
Resistance Injection — Shunt Calibration:

A Calibration Resistoris switched in parailel with one ot the
strain gages (or other resistively-based transducers) to
produce a step—change in resistancea which propagates
through the measurement system. if the switch is turned on
and off periodically such as by a contact modulator (chopper),
a pulse train (or square wave) of resistance injection is
obtained. The repetition rate for such a modulator must be
properly selected or reproduction of the peak-peak value,
which carries the calibration signali, will not occur. See Ref. 1.

It the Calibration Resistor, R, is switched directly across
the strain gage, R, then the unit resistance change which has
been produced is:

ARR= —R/(R+R,)

Otherwise other effects such as lead wire resistances must be
taken into account. Note that there is a relationship
ostablished during the calibration of the transducer itself

ARMR =K. AQ

where Q is the measurand acting on the transducer. It is
thus possible to compute a AQgmuateg bY the Rcshunt
operation by equating the above relationships.

M yengtated = —(1K)R/(R+ Re)

A direct relation ship between AQ and R, can aiso be
obtained during the transducer calibration process, not relying
on any equations or assumptions ~ a preferred procedure.

So fong as the switching time rise-time is lese *han 1 Sth
the output step rise~time, the time~expanded (short—term)
portion of the response to that step represents the System
Rise-Time, t.,, from the transducer terminals forward.

The systam Undershoot Characteristics are determined
from the time-compressed (long-term) portion of the response
1o that step.

4
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Voltage / Current Injection:

Maasurement systems which incorporate thermocouples,
piezoelectric transducers or other transducers with self-
generating responses, but even some strain-gage~based
systems, may be through-calibrated by injecting a step or
square wave of voitage or current. The rise~time of the
response 1o that step will represent the rise time of the
measurement system forward from that transducer, provided
the rise—time of the input step is less than 1/5th that of the
output step {(see Section on Upper Frequency Limit).

The system Undershoot Characteristics are determined
from the time-compressed (long-term) portion of the response
to that step.

THE FREQUENCY RESPONSE CURVE FOR MAGNITUDE

Wave shape distortion of a transient is possible due to
insufficient bandwidth and / or due to resonances. In both
cases, the signals may stiil be in the linear, distortion-free
range of the Input-Output Characteristics, but the wave shape
will have been compromised.

Non-Resonant Frequency Response Curve
Upper Frequency Limit: Rise Time

Since every system exhibits an upper frequency limit,
every measuremen sysiem will exhibit nse-time problems.

Fig. 1 illustrates a typical flat frequency response curve
with several time constants or upper frequency break-points
limiting high—frequency behavior. The absolute values of the
asymptotic slopes identity the order of the differential equation
needed to model the system in that frequency range. The
ultimate roll—off slope is indicated here by "-p® and should be
known.

Each unit of slope is the equivalent of 20 dB/decade,
since there are, by definition, 20 dB in every decade. By
consequence there are 6.02 dB in every octave (doubling or
halving of frequency), which is usually rounded off to 6
dB/octave. The numerical slopes have more physical meaning
to the measurement engineer. The -3 dB point, half power
point, -30% response point, upper frequency limit, f,, is
arbitrarily defined as the frequency at which 3 dB (about
29.7%) of the signal has been lost due to magnitude-based
distortion. Only in a first order system is that frequency
meaningful in terms of systemn characteristics. it represents
the meeting point of the two asymptotes which govern such a
first-order systern.

Fig. 2 illustrates the transient response to a step which a
1st-order, 2nd-order, p-th order system would have,
depending on the final value of the roll-off siope.

The 10% to 80% rise~time is defined as the time it takes
for the signal to rise from 10% of its value to 90% of its final
value. Itis a concept totally ditferent from time—constant or the
36.9% or 83.1% response times. Those numbers are
associated only with first-order systems where they represent
measures of the one and only existing time constant. The
systems shown have multiple time constanis or break
frequencies and only the rise time concept may be applied.

There is a convenient relationship which is the resuit of a
limit theorem in puise amplifier design which refates the two
concepts in the frequency and the time domains for systems
with an infinite ultimate roll-off slope at infinite frequency.

r 2-3 GBX'ﬂ HZ) } [',(1mgqx‘n secs) = 035210%.

The relationship applies only to monotonic, non—
resonant systems, and the 10% tolerance accounts for finite
roi—off slopes. (Refs. 4, 5, 6). It does not apply to spatially
averaging transducers such as side-mounted strain gages or
pressure transducers, which exhibil resonant humps. For
systemns with 10% — 25% overshoot, Ref. 7 suggests a limit
value of 0.45.

The same referances present ancother fimit theorem from
puise amplifier design considerations:

Rise times for an infinite number of series-connected
components add as the square root of the sum of the
squares of the individual components.

———

YIE (09

the individual component rise times

t(-!
where

L]

This also raquires a roll-off slope in the magnitude vs.
frequency domain which approaches infinity as frequency
approaches infinity.

For finite ultimate roll-off slopes, the approximation,
afthough not good enocugh for data ccimecticn, can be used for
data validation through the application of a deviation
minimizing design philosophy.

Let to = nse time observed from the data
t.s = measurement system rise time
te.p = phenomenon rise time
tro = Vt.g? + 1.0 (see Fig. 3)

a tep % {to) . vli-m =t (tn)

The symbol = means: is approximately

where m = [(t.aAle)] =  known

and n = error made due to neglect of m?

The following table can be constructed:

Value of m Maximum Error due to Neglect of n
13 6%
1/4 3%
15 2%
110 2%

So long as the observed rise time is at least 5 times the
system rise tims, the rise-time distortion due to the
measurement system is less than 2%, a not unreasonable
target for transient data.

This criterion can be usad to establish, before a test even
starts, the limiting value of acceptable / believable rise times
onh a test.

tr.o-acceptable > 5. 4y fOr better than 2% rise time validity.

Thus, even though nothing may be known about the process
being observed, the influence of the measurement system on
the observation can be estimated. Even if the approximation
were 20% in error, the rise time validity would be only 3%
instead of 2% — deviation minimizing design principles.

Applications Note:

in Hopkinson / Davies Bar applications for accelerometer
calibration at high "g" levels, the strain-rate, l.e., the rise-
time of the strain-time record is the calibration signall The
above validation procedures must be applied. In Hopkinson /
Davies Bar applications for determining the rise time of strain
gages, the above validation procedures must aiso be applied.
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FI16. 1: FREQUENCY RESPONSE CURVE FOR MAGNITUDE SHOWING ASYMPTOTIC LIMITS
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Lower Frequency Limit: Undershoot

Direct (DC) Coupled Systems:

Unless the measursment system is Direct (DC) Coupled,
there may undersh:oot in its output when a step or a pulsa is
applied at its input.

Governed by integer—Slope Roil-Offs:

Fig. 4 illustrates a typical flat frequency response curve
with several time constants or lower frequency break—points
limiting low-frequency behavior. The absolute values of the
asymptotic slopes identify the order of the differential equation
needed to model the system in that frequency range. The
ultimate roll-off slope is indicated here by "g" and should be
known.

The same comments translating slopes into decibels
apply as did to the Upper Frequency Limit. Slopes of xq =
+20.q dB/decade or approximately 48.q dB/octave. Again, the
numerical slopes are more informative to the measurement
engineer than the dB values. The -3 dB point, hall power
point, -30% response point, lower frequency limit, t,, is
arbitrarily defined as the frequency at which 3 dB (about
29.7%) of the signal has been lost due to magnitude—
distortion. Only in a first order system is that frequency
meaningful in terms of system characteristics. it represents
the meeting point of the two asymptotes which govem such a
first-order system.

Undershoot to a Step Input:

Fig. 5 illustrates the transient response which a 1st—
order, 2nd-order, 3rd—order, g-th order system would have,
depending on the final value of the roli-off slope. See also
Refs. 4, 5, 8. A time-compressed record of the shunt
calibration or voitage injection step wiil thus reveal the
system order: the number of zero-crossings, plus 1.

The Undershoot is defined as the maximum negative
excursion of the response per unit of maximum positive
response, usually expressed in percent.

Physical Response Explanation:

Any system with a frequency response for magnitude
which is a straight line of slope q and a frequency response
curve for phase which is q.x/2 is a g-th order differentiator. it
the frequency response of the system goes from slope 0 in
the flat, high-frequency portion, thraugh 1, 2, 3, etc., to q at
the low-frequency end, then the system can act only as an
imperfect g-th order diftarentiator. This argument provides a
physical explanation of tha apparent osciilations in an over~
damped, non-resonant system, as illustrated in Fig. 8. These
are not resonances, they are valiant attempts of the system to
act as a an approximate—qg-—th order differentiator.

Second-Order System Criteria

For a 2nd-order system, let the low-frequency break
points be {, < 1, with b = f A, < 1; then Fig. 7 relates the
ratio, b, to the undershoot, U in the curve with the arrow to
left. It should be noted that for 1% undershoot, the break
points must be a factor of 100 apart! for 5% undershoot thay
must be separated by a factor of about 13. The curve with the
arrov:- to the right permits determination of the zero-crossing
time T,

Practical Application: A piezosiectric transducer
connected to an AC-coupled ampilifier would represent a

7

typical 2nd—order system of the type being discussed.

Equivalent 2nd-Order System: Given the two break
points f, and 1, it is possible to calculate the pure 2nd-order
systern with the same behavior characteristics as the one
obtained by series-connecting two first-order systems (Ref. 8).

f, = undamped natural frequency = ity fo)
h =damping ratio =  (fa#fp) / 2V{T o l0)

The two time constants would, of course, ba:

ta= 1/[2 = 1] w=17[2 xty)
Those values could be substituted into the general equations
for steady stals and transient responses of the totaily—
equivalent 2nd—order system found in Ref. 8.

Underghoot to a Square Pulse input;

Whereas only 2nd-and-higher order systems showed
undsrshoot to a step, even first-order system exhibit
undershoot to a pulse. The phenomenon is illustrated in Fig. 8
for a square puise of duration “a* The responsa of a low-
frequency limited, high-pass first-order system to a step is:
a'x Attime t = a, the valus of the function is: 8%  at which
point the -1 step occurs. Therefore the undershoot

U=1—e ¥ —ah

For values of U < 0.1 the approximation is excellent.
For higher-order systems different criteria must be used.

Practical Application: if the maximum permissible
undershoot, Una is (1/2) small scale division on the read—out
or haltf the least significant bit, a reasonable design objective
has been set. Since one can not interpret such signals, their
existence should cause no problems. For a tst-order system
such as an AC-coupled CRO observing a strain gage output
expected 10 a square pulse, then:

Then the maximum observed pulse width for which the
undershoot will be lass than maximum is:

Amex < U 1 k

where k> 1 is a pulse shape factor tor pulses perhaps
more gentle than a square pulse. See aiso Refs. 9, 10, 11.
For a square puise, k=1.

As the data ars acquired during the test, the puise widths
observed in the least favorabie way: from zero crossing to
2ero crossing, will serve as guide as to whether or not the
undershoot shown in the record is data or measurement--
system—created artifact. An example is shown in Fig. 9:

Umex == 0.01 2 mm divisions on an oscilloscope on
which full scale is 10 cm, i.e. 1%
for an AC-coupied CRO as the only
low—{requency-iimiting component in
the measurement system.
amax = 1 millisacond.

T = 0.1sec

On Photo 9, Fig. 8 the pulse at the output is 0.25 msec
wide and the undershoot of some 58% (shown as "B*) must
therefore be data. In this case it is a negative reflectad stress
wave during an impact test. For higher-order systems the
superposition principle shown in Fig. 8 can be used.
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RELATIONSHIPS BETVEEN TRANSIENT AND STEADY~STATE RESPONSES POR THE KINETIC ENERGY
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FIG. 7: UNDERSHOOT AND ZERO-CROSSING IN SECOND-ORDER SYSTEMS FOR STEP RESPONSE
Note that the above chart is based on radian frequency: w in rad/sec = 2wyf in Hz

From Ref. 28
NOTE: In the above design chart, wy = ana and w, = Z'nf‘b
‘C1 and T, are the time constants associated with w, and Wy
The equation for Undershoot is for b {1, i.e. not critically damped

systems. The result for b = 1, critical damping, is also given.
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FIG. 8: RESPONSE OF A FIRST-OROER SYSTEM 1O A PULSE

Since a pulse {s the superposition of two steps,
the Response to a Pulse is the superposition of
the Responses to each of the two Steps.

The time constant for a first order system:

T = (Ww,)

where w, {s the -3d8, Half Power Point, frequency

limit, in rad/sec.
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FIG. 9: CASE STUDY FROM AN IMPACT TEST USING BONDED RESISTANCE STRAIN GAGES

MEASURING SYSTEM

Constant current circuit,
four terminal strain-gage

arrangement with inductively

cancelling gage connection.

Two-conductor shielded cables
from current source to gages

and from gages to CRO.
Specimen, current source
chassis, cable-shields all
connected to CRO ground.
For each photo except #5:
TOP TRACE: from gages
directiy to CRO

bottom trace: from gages
through 123 pre-amp tc CRO
MEASUREMENT SYSTEMS
ENGINEERING LABORATORY
ARIZONA STATE UNIVERSITY
May 1970 Nettles & Stein

IMPACT TEST RESULTS

PHOTO HAMMER TIME SCALE

3 §-o0z 0.1 msec/cm
7 2-o02 0.1 msec/cn
8 2-02 20 usec/cm
9 - 0.1 msec/cm
1o 8-o02z 0.1 msec/cm(*)

Yl = 2mv/cm
Y2 = 200 mv/cm

Other settings and components
same as before.

{*) No current through gages

IMPACT-INDUCED VOLTAGES: PHOTO 10
m
Reduced by design but still visible.

THE_"UNDERSHOOT™ NEGATIVE-STRAIN SIGNAL: PHOTO 9 - “B":

The top trace can be validated by the methods presented
in this paper. The numerical example at the bottom of
page 5 applies. Pulse width is 0.25 msec, hence the
negative strain IS a from a reflected stress wave. The
bottom trace can not be validated since amplifier charac-
teristics are not provided by the manufacturer.

THE RISE-TIME OF THE STRAIN PULSE IN PHOTO 8:

The top trace can be validated to be the strain-wave
rise-time not distorted by more than 2X. The bottom trace
can be shown to be invalid and dominated by the amplifier
rise-time. . (From Refs. 8 and 29)
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Resonant Systems

Many measurement systems with which transient
measurements are performed contain at least one transducer
with a highly undamped resonance. Such devices may be
piezoslectric or piezoresistive (strain gage) accelerometers,
pressure transducers, load cells, etc. Their damping ratios are
often between 0.001 and 0.01, with dynamic magnifiers, "Qs"
or resonant psaks of 50:1 to 500:1. Figure 10 illustrates a
typical response.

Practical Application: Note that the response is not
shown as pure 2nd—order because real hardware has
numserous resonances due to internal transducer parts,
mounting techniques, etc. The dominant resonance looks
ciosely enough like a pure 2nd-order system most of the lime,
that it is shown as such in many illustrations. It is a misleading
model.

Test Conditions Under impact Excitation:

impact, by definition, is suddenly applied energy. Energy
consists of pairs of quantities such as Force and
Displacement, Pressure and Volume, Voltage and Charge.

Energy, E, can not be transmitted in zero time, t, since
that would require infinite power, P. Dimensionally:

IEl = {PLI

Thus the propagation of energy occurs as pairs of energy
components and as a function of time into the structure being
impacted. This condition can be described by a pair of non-
linear, simultaneous, partial differential wave equations in
space and time.

Like all waves, these will be reflected from discontinuities
and refracted through them. Such discontinuities may be
joints such as rivets, bolts, spot welds, adhesive layers, stc.,
or changas in geometry or section. Reflected waves return to
the point of impact, oiten to be reflected from and refracted
through it. The cycle continues unti! the enargy generated by
the impact is dissipated. The excitation to which a transducer
mounted on the impacted structure is expesed, therefore, is
not only the initial impulse created by the impact, but a
muttiplicity of reflected impuises which arrive at the transducer
in no predictable sequence and with no predictable
timing. The time scale is too short and the reflections are
governed by such iocal conditions that mathematical modeling
has not yet succeeded in pradicting these events.

Problems Created by the Teset Conditions and
Some Solutions:

There are two kinds of problems created by these Test
Conditions as described:

Overload of the Transducer and ite Destruction: The
initial pulse and/or the superposition of the many reflections
can ovefload and destroy the transducer mechanically. Only a
{mechanical) filter between the Transducer and the Structure
can prevent such a failure unless a high—range transducer is
used, in which case the output level may be too small
compared to the noise level. Typical manufacturers of
mechanical filters are Refs. 12 , 13 and 14, There is
considerable research on this topic being carried out by Dr.
Vesta Bateman at Sandia National Labs, Albuquerque with
periodic reports at Shock & Vibration Symposia and Range
Commanders Council Transducer Workshops. The problem is
espacially saevere for applications where the transducer must
survive a very high-g pulse and subsequently record low
accelerations.

Overioad the Signal Conditioning Cresting Low-
Frequency Signals due to Intermodulstion Distortion:
When a sequence of pulses arrives at the resonant
transducer, they may do so in such a phase relationship to
each other that they subtract each other's effects and diminish
the resonant vibrations set up by the first. They may alse
reinforce each other and build up the resonance stimulated by
preceding pulses. Fig. 11 illustrates the problem from Rals.
15, 18, 17 summarized in Ref. 2.

When a system with multiple, closely-spaced resonances,
such as a real transducer, is excited at high amplitudes, the
resulting responses may drive the signal conditioning into the
non-finear range of its Input-Output Characteristics.

Ditteronce frequenciee among these resonances will
form. These difference frequencies may appear in the low-
{requency range occupied by the real signals to be measured
and any filtering of tha high frequencies which is performed,
will not affect these "aliased"” frequencies.

Let the excitation be from only two impact-stimulated
resonant frequencies:

(IN) = Sinw 1+ Sinwyt

and let the non-linear Transfer Characteristics be:

(OUT) =k +a(IN) + b(IN)2* - -- then

(OUT) =k + a.Sinuy t + 2 Sinw,t + (b2)(1-Cos2my t) +
{b2X1-Cos2uw,t) + b.Cos{w 4 - w2t -

Note that higher frequencies, 2wy, 2w, and (w; + w;) have

been created, but aiso a lower frequency (w, - w;) which might
well lie in the same frequency range in which signals exist,
never again to be separated from them. The process is aiso
called Transient Intermodulation Distortion, see Refs. 18, 24.

The phenomenon is not predictable or designable. it was
to answer the question: "Has this contarminating phenomenon
occurred during a test as determined from post-lest
diagnostic procedures,” that Pat Walter was sant to the
Laboratory for Measurement Systems Engineering at Arizona
State University by his employer, Sandia Naticnal
Laboratories, Albuquerque under a fully funded doctoral study
grant. Refs. 15, 18, 17 provide the posilive answers to that
question.

By performing an energy spectral density analysis on
the acquired data, it is possible to determine whather such
low-frequency creation has occurred during the test and
whether the right to filter out the high—frequency signats, can
be established. Filtering data is not a8 God—given right
guaranteed by the Constitution. it is a privilege which
must be earned.

A beautiful bench-top demonstration for training /
education purposes is shown in Refs. 19 and also 2.

Another way to solve the problem is to build an slectrical
filter into the transducer, after the piezoelectric / piezoresistive
elaments but before the first "active® electronic ampilifier, to
pravent amplifier overload, which is where the damage is
done. Based on Dr. Walter's dissertation, such transducers
are now available commaercially from several sources. Refs.
20, 21, 22, 23, 38 for example. Fig. 12 illustrates a typical
(r:;':mparison between traducers with and without internal
iters.

in piezoetectric transducers the first filter pole actually
uses the capacitance of the piezoelectric slement itself. Other
poles are incorporated before the first amplifier which could
easily be driven non-linear.

12
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FIG. 11: RESPONSE OF A LINEAR SECOND ORDER SYSTEM

TO MULTIPLE EXPONENTIAL PULSES.

(System damping ratio = 0.01 of critfcal. Natural Period = 0.02)
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FIG. 12: PCB ACCELEROMETER FREQUENCY RESPONSES WITH AND WITHOUT INTERNAL FILTER
(From Ref. 23)
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THE FREQUENCY RESPONSE CURVE FOR PHASE
Phase-Based Distortion due to Nonlineerity:

Iin measurement systems for steady-state dynamic
measurands, the eftect of phase shift on wave shape is well
known. Fig. 13 illustrates different wave shapes for which the
frequency contentis the same. Cnly the phase angle between
the two frequency components is varied. Since the human ear
is insensitive to that kind of phase shift, afl the wave shapes
illustrated, will sound the same, provided the 180° phase shift
condition is adjusted 1o be within the audio system's linear
(distortion-free) range.

Ref. 25 presents a persuasive case study in which
several frequency response curves for phase shift are used to
process the same transient signal. Wave shape reproduction
is obtained only for the linear phase shift characteristics, as
ilustrated in Fig. 14.

Somae wave shapes which are completely diflerent, differ
only in their phase shift curves. Fig. 15 shows a Terminal
Peak Sawtooth Pulse and an Initial Peak Sawtooth Pulse. Fig.
18 illustrates that the Magnitude of the Fourier Transform is

the same for both wave shapes but that the Phase Shift only
is responsible for their differant appearance. (From Ret. 25.)

For frequency~content reproduction only, the linear
phasa shift law enundciated below, need not be obayed.

Linear Phase Shift Requirement

The requirement for linear phase shift characteristics for
wave shape reproduction is presented in Rel. 1 and
raproduced below. Wave shape reproduction can onty result if
all tfrequencies in the wave shape are delayed the same
amount in time as thay pass through the measurement
system. it t, = constant then phase shift must be linoarly
proportional to frequency. Actually the time delay is the
slope of the phase shift curve. Thus Time Delay vs.
Frequency Curves are really more helptul than Phase Shift
vs. Frequency Curves. Some manufacturers provide those.
See Fig 17 showing characteristics of filters trom Frequency
Devices from Refs. 26 & 36. Precision Filters shows filter
characteristics in a similar manner. Refs. 26 & 37.

Linear phase shift or constant time delay is also required
for coincidence measurements and sampie-and-hold
operations.

PHASE SHIFT - TIME DELAY - RETARDATION: RELATIONSHIPS

Sin w!
Sin (wt + ) _ \
[ Time Delay 1o - Period = T — | Time Dimension
Phase Shift 9 -— Cyde = 22 — | Radians - Angle
Retardation Iy «—  Wavelength = A . | Distance Dimension

Relationships by Direct Proportion from the Figure

oo = 2nT = @
'N‘lo’:m:C 3 = tg.C

o8 = 2 Wl = ol ¢ = ~wdk

9= -tow For to = constant, linear Bhaso ghift law results

w = frequency in radians/second

¢ = wave propagation speed

Applications Note:

The shunt calibration or step-voltage injection record,
time-expanded, gives the system rise time characteristics for
the entire measurement system except the input transducer
and its lead wires. Those can be factored in using the
relationships given in this paper to obtain the value for t,.,.

One problem which may arise, is that many input
transducers are not monotonic in frequency response, in fact,
they may be highly resonant. The refationships established in
this paper will not apply to those cases. if the pre-filtered
transducers are used, then the problem becomes more
tractable.

When time-compressed, the step-response record will
show the system's undershoot characteristics forward of the

injection point. So long as the input transducer is DC-coupled,
that wilt aiso be the total system’s response.

When an AC-coupled input transducer is used the
prabiem is more difficult. Beyond second order systems for
which a design chart is shown in Fig. 7, the author is not
aware of general solutions. It is also not in the measurement
engineer's favor to work with measurement systems with low-
frequency roil-offs exceeding 2, for transient measurements.

If that does become necessary, then new criteria need to
be developed, and the author will gratefully include those in
up-dated versions of this paper.

A piezoslectric transducer with an AC-coupled amplifier
feading into an AC-coupled oscilloscope is already a third-
order system for which a general solution is not yet available
to the author’s knowledge.

14




Pyro—shock, Impact and Other Transients — TQM ~ Total Quality Measurements — by Peter Stein

EFFECT OF PHASE SHIFT ON WAVE SHAPE

Sinwt + T Sin(3ut+ @)
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FI1G. 13: EFFECT OF PHASE SHIFT ON WAVE SHAPE
(From Ref. 30)
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NOISE DOCUMENTATION
DUPLICATE GAGES

Shock-Separation Test 25 Feb 1990
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FIG. 18: TWO CASE STUDIES OF IMPACT-INDUCED VOLTAGES IN STRAIN GAGES
DETAILED DESCRIPTIONS OF THESE TESTS AND OTHERS ARE IN REF. 27

NOISE DOCUMENTATION
DUPLICATE GAGES

Scale Model in Blast Tube 22 Jan 1987
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CHECK CHANNELS

Because all components (transducers) in a measurement
system respond in all ways in which they can to all factors in
the environment, certain diagnostic checking procedures must
be built into all measurement systems. For the meastrement
of high speed transients, some of these diagnostic checks are
absolutely crucial to data integrity.

Rat. 1 presents a detailed discussion of these diagnostic
checks. Thay fall into three categories:

+  CHANNELS UNINTERROGATED (UNPOWERED)

Switched Check Channeis take time.

Parallel Check Channels take channel capacity.

Their output represents 2 important noise levels (Ref. 1):
All seif-generating (voltage) responses.

Transducers with a Desired Non-Self-Generating
(impedance-Based) Response.

All transducers such as piezoresistive or strain-gage-
based iransducers, especially under high-speed transient
conditions, will emit a transient voitage caused by the
transient strain and by other mechanisms. These voltages are
therefore correlated to the signal (strain, force, pressure, etc.),
occupy the same frequency range as the signal and the same
time scale. They cannot be detected or eliminated with
frequency-selective filtering, time-domain, or statistical
techniques, the traditional "tools of the trade”.

{n addition, voltages may be generated in transducers by
other mechanisms: thermoelectric, triboelectric, photovoltaic,
magnetically induced, electrically induced, etc.

The only two methods to identify their presence are:

+ To remove the Interrogating Input (Bridge Power or
Cutrent for a resistive transducer) during the test. In high-
speed transient tests either two tests must be conducted: che
with and one without b.idge power, or a second channel
(check channel) must be mounted near the measuring
channel and not powered. The rest of the signal ~onditioning
for both channels must be identical.

The number of manutacturers of signal conditioning with
an "Excitation Off* control is just over a dozen. See the
Appendix for a list of those with which the author is familiar.
The first instrument with this feature, to the author's
knowladge, was the Ellis BAM-1, Bridge Amplifier & Meter, of
about 1953 which enjoyed a production run of aimost 40
years, lastly as the Vishay - Ellis BAM-1 of the Measurements
Group, Inc., ses Appendix. The author still treasures his unit.

« To reverse polarity at the bridge (transducer) input and
output simultaneously. If the output changes, then halif of that
change is due to voltages generated by the application of the
measurand. This diagnostic procedure requires two tests to
be run: one with each Interrogating Input (excitation) polarity.

Since the effect of these Self-Generated voltages is
usually of the order of 10% of total output but can be as high
as 80%, such chacks are mandatory for all high-speed
transient tests. See Ref. 27 for case studies.

Two recent examples are shown in Fig. 18, from
McDonnelt-Douglas Corp., and Lawrence Livermore National
Lab. See also Photo 10 in Figure 9 which shows the strain-
induced self-generating voltages in the illustrated impact
experiment, to the same scale as the signals.

+  CHANNELS NOT EXPOSED TO THE MEASURAND

Their output represants 2 diffarent imponant noise leveis
(Ref. 1): The total measurement system responses 10

the Undesired Environmental Stimuli.

A channel not exposed to the stimulus is theretore
helptul. its signal conditioning must be identical to the one for
the measuring channel. This check channel shows different
envirchment-response effacts than an un—powered channel.

A pressure transducer mounted in a blind hole which is
vented 1o atmosphere, for example, permits evaluation ot the
offect of ambient accelerations, temperatures, etc., on the
measurement. it can also be calibrated by applicat.on of
pressure through the vent, during a test (Refs. 1, 35).

The dummy strain gage consisting of a strain gage of the
same Lot Number mounted on an unstrained piece of the
same material as the measuring gage, installed at the same
time by the same person under identical conditions, and
maintained in the same environment as the measuring gage,
is the typical example of this compensation or diagnostic
method, used since the commercialization of the strain gage
in 1938.

It the Interrogating Input or Bridge Supply is also
disconnected, the desired responses as stimulated by the
undesired environments are isolated and documented by this
method. This is an important noise-documentation procedure.

»+  CHANNELS NOT RESPONSIVE TO THE
MEASURAND

Depending on design, output is diagnostic of specitic
environment-response interactions.

Transducers with a Desired Non-Self-Generating
(impedance-Based) Response.

Piezorasistive single crystals such as p-type Silicon, have
a maximum Resistance-Strain Sensitivity (Gage Factor) when
cut along the (1,1,1) crystallographic axis and a minimum
{almost negligible) Gage Factor when cut along the 1,0,0)
axis. Check channei transducers made of (1,0,0) cut crystals
are commercially available (Refs. 32). Some models simply
contain unstrained gages (Ref. 31). They have the same
resistance vs. nuclear radiation characteristics and often the
same resistance vs. temperature characteristics as the
"normal® channels and serve as checks for those effects.

Endevco'’s Model 7270A-Z is an acosleration-insensitive
“accelerometer” built on yet a different principle, checking for
stifl different environment-response effects.

Transducers with Desired Self-Generating (Voitage-
Based) Response:

Plezoelectrically-Based Transducers

Piazoelectric transducers are commercially available in
three major families for measurands such as acceleration,
shock, “vibration®, force, pressure, efc.

*  Naturally Piezoelectric Single Crystals such as
quartz, which, when cut along a specific crystallographic axis,
exhibit a high (often maximum) piezoeiectric response;
electrical charge produced by mechanical deformation.

It is possibie to cut such crystals along axes of minimum
piezoelactric response but the author is not aware of a
commercially exploited application for check channels. Such
Z-cut Quartz would not show any thermal effects, however.

Some manufacturers who use gquartz do, howaver, make
special items on request (See Ref. 20 for one example)

* Polarized Ferroelectric Ceramics, man-made in
powdered form and fired into the desired geometry in a mold.
A high electric field is then applied to the material which is
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maintained at a temperature above critical temperature.

The electric field aligns the randomly oriented domains in
the ceramic which becomes polarized or poled.

When the temperature is lowered back to room
temparature, the material remains polarized {or poled) when
the electric field is removed, The critical temperature can be
defined as that temperature above which the pheiiomenon
described above, occurs.

A thusly polarized ferroelectric ceramic becomes
piezoelectric. A piece of the same material and identical
geomatry which has not been polarized, will not act in a
piezoselectric manner. But it will have responses identical to its
polarized twin, to many, but not all, environmental factors. The
polarization fieid is, to soma extent, the analog of the bridge
supply voltage for resistive transducers, except that it can not
yet be tumed off and on for a single transducer during a test.

Check channel acceierometers made from unpolarized
materials but otherwise identical to the polarized models were
first proposed and used by Pierre Fusilier, then Head of the
Transducer Group at Lawrence Radiation Laboratory in the
early 1960s. A recent (1992) use of that type of check channel
is given in Ref. 33. Various National Laboratories such as
Lawrence Livermore, Sandia and Los Alamos as well as
Boeing have used such check channels over the last 3
decades. So far as the author is aware, they are made by only
one manufacturer on demand (Ret 34) but see Bill Shay’s
comments in Ref. 33.

+ Polarized Flexible Polymers. The commercial
exploitation of these materials is not yet sufficient to have
resulted in the use of any unpolarized check channels to the
author’'s knowledge.

Thermoelectriaily Based Transducers

A thermocouple design which can be made non-
responsive to temperature is described in Ref. 1. The principle
has been extensively and successfully used by Dr. Ray P.
Reed of Sandia National Laboratories as a diagnostic
technique in thermocouple circuits (Ref. 45 as just one
exampie).

DETECTION OF TRANSDUCER DAMAGE THROUGH
OVERLOAD

Transient excitation of transducers such as load cells,
pressure transducers, accelerometers and strain gages
through application of pyro-shock, explosions or impact can
easily result in transducer damage through overioad. As for
any mechanical structure, direct and incontrovertible
evidences of such overioad are:

Zero Shifts

Modal Parameter Changes

Transverse / Cross Sensitivity Changes
Common Mods Rejection Ration Changes

« e ¢ e

Such changes occur either due to yielding / permanent
distortion of parts of the structure or due to shifts in joints such
as screws, bolts, spot welds, rivets, adhesive layers, etc.

Among evidences of overioad-induced—damage are
changes in:

Calibration Factor, Transfer Ratio, Sensitivity
Linearity

Stability (drifts of readings with time)
Seli-Temperature Compensation (Often the most
serious effect of almost unbelievable magnituda)
»  Creep and Hysteresis

e & 4 e
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Among the very few detailed studies of such effects for
strain-gage-based transducers is Ref. 39 supplemented by
Ref. 40. After a 500% overioad of a load cell, the zero shift
was 100% of Full Scale and the temperature effect on zero
had gone from a few ppm/°F to 280 ppm/F! The atfoct was
linear for that load cell. The loacd cell was <'ill mechanically
and electrically continuous. Such overload—induced zero-
shifts can actually be eaxploited to estimats overloads
experisnced by transducers (Ref. 41). The effects identfied
above are the reasons why transducers, in general, are made
with as few internal joints as possible. Flexures are
sometimes machined with almost incredible ingenuity to avoid
any and all joints. Many piezoalectric accelerometers,
however, have layered (sandwich) constructions including
screw joints. Units specifically designed for the kind of tests
described in this paper avoid these constructions (Ret. 44).

Zero Shifts: The zero-shift criterion is applicable only to
DC-responding transducers although piezoslectric
transducers also exhibit this result on a short-term basis (Ref.
44).

For resistance~based transducers such as strain-gage—
based ones, there are now two requirements for detection of
such ogverioads.

+ The initial zero (output for zero input) for every
transducer must be determined on its receipt and marked on
the spaecification sheet which accompanies the transducar.
The manufacturer usually provides only the maximum amount

A unbalance and not the specific value for a specific serial
number of fransducer.

+  The signal conditioning must permit the measure-
ment of this initial unbalance. /f the signal conditioning is
equipped with an auto-zero feature, there must be a defeat
mechanism for that feature. Ref. 42 cites the case whera the
absence of such a defeat feature hid a 75% of fuli scale
overtoad-induced zero—shifts for a long time until a check was
made using a different signal conditioning. Ref. 43 cites the
McDonnell~-Douglas, Huntington Beach, CA criteria for
discarding a transducer with more than 1% of full scale zero-
shift. These are just two references out of many.

if the Balance Control has no scale so that a retum %o an
initial condition is not possible, such marks must be added.

This Appendix does not identify which of the signai
conditioning units listed, provide this auto—balance defeat
featurs. Prospective users are encouraged 10 determine this
condition before use.

Modal Parameter Changes: The Resonant
Frequency and/or Damping Ratio / Bandwidth, and/or
Dynamic Magnifier — Q" - T ., must be determined on the
as-received transducers and marked on the specification
sheet which accompanies it. Manufacturers do not, in general,
provide these data for specific serial numbers. Only ranges for
model numbers are given.

For piezoelectric transducers, but also for full-scale
structures such as off-shore oil wells and bridges, these
properties are very sensitive damage criteria.

Transverse Sensitivity Changes: Because of the
possible movement of the internal parts due to shock
excitation, the symmetry with which the transducer was
originally constructed may have been destroyed, seriously
affecting its transverse or cross sensitivity.

Ref. 48 cites a test where 160 accelerometers were used
on a spacecraft modal survey The 120 accelerometers
owned by the company performing the test had been chacked
for transverse sensitivity coefficient and any units over 5%
had been rejected. The 40 rented units furnished by the
spacecraft contractor had not been so checked. 33 of the 40
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units showed a transverse sensitivity coefficient of between
5% and 30% and had to be replaced. Unfortunately this was
only checked after the test had yislded questionable resulits.

The test conductor has since developed an automatic
data validation program as part of the data acquisition system,
which identifies spurious accelerometer data created by
transvarse sensitivity responses (Ref. 26).

Common Mode Rejection Ratio: The ability of a
differantially coupled transducer to reject common mode, such
as the line pressure in a differential pressure transducer, is
also a sensitive damage criterion. Almost no differential
pressure transducer manufacturer in the world quotes the
common mode rejection ratic and its linearity limits and
frequency responsa limits. Testing differential pressure
transducers for common mode rejection ratio is expensive and
time consuming. Thus this method of determining transducer
damage is not very useful.

A good but rough criterion of overload damage, easily
verified, is the lowest line pressure (or common-mode-Q)
which first produces a noticeable zero shift at the differentially
coupled output. This must also be determined on the
transducer in its as-received condition since it is never
specified for particular serial numbers and differs greatly
among them.

However, a transducer for which damage has been
established by one of the three other techniques should never
be used for differential measurements. There are enough
problems in that field (Refs. 1 and 47) that the ones created
by overicaded transducers do not need to be added.

TOTAL QUALITY MEASUREMENTS - TQMs

TQMs ARE VALIDATED FORAT LEAST:
(see aiso Ref. 48)

Rise Time & Undershoot
Frequency loss duse to due Anti-Aliasing
Frequency loss due to Pre-Filtering
Peak Reproduction (*)
Frequency Content Reproduction
Wave Shape Reproduction
First Cycle Stability (7)

Un. ~=ired Voltage / impedance Responses
due to the Measurand
Undesired Voltage / impedance Responses
due to Undesired Environments
Desired Responses due to
Undesired Environments
Boundary Condition Golden Calf Effects (*)
Common Mode & Cross Sensitivity Effects
Overload Damage Effects
Sweep Speed / Frequency Valocity Effects
{for Steady State Tests, not discussed hers, but see Ref 48)
Impuise-Excited-Ringing-Created Overload
(for Transient Tests, the topic of this paper)

(*) Not specifically discussed in this paper but see Ref. 1.

CONCLUSIONS:

Tests involving pyro—shock conditions, impact, explosions
and other high speed transients must be planned, executed
and validated according to strict rules of the discipline: The
Engineering of Measurement Systems.

Data that have been acquired without incorporating thesa
validation procedures are suspect and cannot be assumed to
represent the process which was observed. They do not

reprasent Total Quality Measurements.

it is often impossible to corect comaminated data by any
software process yet established. (Jnless these validation
procedures are built into the measurement system design, the
data acquired with such a system cannot be checked and any
conclusions drawn from the test are at the risk of the
experirmenter.

No papers deeling with thosc topics should be
accepted for presentation or publication uniess the
suthor clearly identifies the dlagnostic vaiidation
procedures and system characteristics which were used.
All Uncertainty Analyses and Error Analysis must be
preceded by these checks.

The material presented in this paper and in Ref 1 was
taught in the Junior course in Measurement Systems
Engineering, Fall 1959 -~ Spring 1877, Arizona State
University as part of a program leading to BS, MS and PhD
degrees in Measurement Systemns Engineering.

The fact that a recent International Congress
programmed 13 papers on these topics, which showed no
evidence of data validation procedures for tests such as
mentioned here, is an almost inconceivable condition near the
end of the 20th Century.

The question posed at the beginning of this paper must
always be answered:

Could these data have been produced by that
measurement system, without distortion, without *noise’ levels
and without affecting the process being obsserved, all within
whatever limits of validity have been specified!

APPENDIX

From the foregoing discussion, the following
requirements can be placed on signal conditioning for
resistance-based transducers:

THREE (Among Many)
SIGNAL CONDITIONING REQUIREMENTS
FOR RESISTANCE-BASED TRANSDUCERS

* Interrogating Input Disconnect. Bridge Power Defeat.
(For very low-frequency tests, polarity reversal may
replace the disconnect feature)

To check for Self-Generating Voltage
Responses

+  Step-Resistance Change: Shunt Calibration
To check Rise Time & Undershoot Characteristics

+ Balancing Circuit Disconnect: Auto-Zero Defeat
(Balancing circuit refarence position may be acceptable)
To check for Transducer Damage

Manutfacturers of Signal Conditioning with Excitation
OFF Provision and Step Calibration

The number of manutacturers of signal conditioning for
impedance—based transducers in which the Bridge Supply,
Excitation, Interrogating Input can be switched to Zero or Off
is very limited. To the author's knowledge, which is not
oxhaustive, the following manufacturers provide that
possibility on some of their models, either in a manual or
computer programmable manner. Contact names are given
where the author has them. Anyone with additional
information on other manufacturers is asked to be so kind as

215 share that with the author: Phone & FAX: 802-945-4803.




Amacron

Jack J'maev, President
801 South idaho, # 4
La Jabra, CA 90631
Phone: 310-690-8505

Model 02J14 Bridge Completion and Calibration
Eurocard Module; excitation-defeat relay.

Apix

Chris and Pete Tsipouras

23198 Hermitage Circle

Boca Raton, FL 33433

Phona: 407-391-8956 FAX: 407-391-8963

Model 1EX-1A Isolated Milliamp Output Excitation
Module

Aydin Vector Division

Farhad Daghigh

Digital Producte Sales

P. O. Box 328

Newtown, PA 18840-0328

Phone: 215-968-4271 FAX: 215-968-3214

Model SSC-2008 Super Signal Conditioner; program-
mable bridge supply OFF

Model PCU-800 Series Signal Conditioner & PCM
Encoder; programmabie bridge supply OFF

Campbaeli Scientific, Inc.

Paul D. Campbeli, President

815 West 1800 North

Logan, UT 84321-1784

Phone: 801-753-2342 FAX:801-752-3268

Model 21X Data Logger (not for dynamic applications)
Bridge power reversed at each reading. No shunt
calibration.

Dynamics Division of Waugh Controls Corp.
Tony Mastroianni, Product Manager

9001 Fulibright Avenue

Chatswonth, CA 91311-6172

Phone: 818-998-8281 FAX: 818-407-1320

Model 8000; programmable bridge supply OFF

Ectron Corp.

Walter Hanford, Vice-President, Marketing
8159 Engineering Rd.

San Diego, CA 92111

Phone: 619-278-0600 FAX:619-278-0372

Model 765 Programmable Transducer Conditioning
Armplifier; programmable bridge supply OFF.
Transducer Conditioning Amplifier Models 563H, 753A,
755, remote or front panel switch for bridge supply OFF

Endevco Corp

Bob Clark

30700 Rancho Viejo Road

San Juan Capistrano, CA 92675

Phone: 714-493-8181 FAX: 714-661-7231

Model 4430, programmable bridge supply OFF
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Encore Electronics, Inc.
Marcet Zucchino, President
RD 2, Route 50

Saratoga Springs, NY 12868
Phone: 518-584-5354

Model 610, manual bridge supply OFF

Instrum

Charles Armenia, President

176 West Pomona Avenue

Monrovia, CA 91016

Phone: 818-303-4210 FAX: 818-357-8883

Models 2705, 2706, manual bridge supply OFF optional

Measurements Group, inc.

Steva Katz, Vice-President of Sales

P. O. Box 27777

Raleigh, NC 27611

Phone: 919-365-3800 FAX: 919-365-3945
Model VE BAM-1, manual bridge supply OFF
Model 2400, programmable bridge supply OFF
Models 3500, 3800; manual switch

Models 2100, 2200, 2300; manual switch

Neff instrument Corp.

Louis Lang, Marketing Manager

700 South Myrtie

Monrovia, CA 91C16

Phone: 800-423-7151 FAX: 818-303-22686

Series 300 Transducer Signal Conditioner Module;
optional bridge supply OFF

Modei 490 Data Acquisition & Recording System;,
programmable bridge supply OFF

Optim Electronics, Corp.

Roger Moore, President

Middlebrook Technology Park

1201 Middiebrook Road

Germantown, MD 20874

Phona: 301-428-7200 FAX: 301-353-0129

Model AD 682SH-1 Differantial input Module for all
Megadac models

Pacific Instruments, inc.

John Hueckel, President

215 Mason Circle

Concord, CA 94520

Phone: 510-827-9010 FAX: 510-827-9023

Model 8250 Transducer Conditioning Amplifier

Model 8650/8655 Transducer Conditioning Amplifier
Model 92500255 Programmable Transducer Amplifier
Model 9300 Transducer Amplifier, Programmable
Model 9350/9355; programmable

All have Excitation Interrupt, programmable on modeis
so identified.

Precision Filters, Inc

Don Chandier, President

240 Cherry Street

Ithaca, NY 14850

Phone: 807-277-3550 FAX: 6Q07-277-4466

Model 27000 System, Transducer Amp/Filtar Module
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Wems, inc. Formerly Teledyne Signal Conditioning
Mr. David Anoushirvany

Chief Engineer, Signail Conditioning

4650 Wost Rosecrans
Hawthorne, CA 90250
Phone: 310-644-0251 FAX: 310-644-5334
Model 849333 PCU, Pre-Conditioning Unit; manual
bridge supply OFF.

Model 858900 Programmabile PCU
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A Miniature Blast-Gauge Charge Amplifier System

James L. Rieger, PE/PTBW* Robert Weinhardt!
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Abstract

Transducers whose outputs are characterized as a charge require signal conditioning
to convert the charge produced to a voltage or current for use in instrumentation
systems. Blast gauges, in particular, require processing which preserves the transient
nature of the data and very fast risetimes, which would otherwise be degraded by long
cable runs and parasitic capacitances. A charge amplifier which amplifies and converts
a charge to a low-impedance voltage suitable for driving coaxial lines is described,
along with theory of operation. Charge amplifiers of the type described are relatively
unaffected by temperature and power supply variations, and occupy less than two
square inches of printed circuit board space per channel.

Key words: charge amplifier, blast gauge, transducer

1 The Nature of ‘Charge’

Charge is one of the four imponderable units necessary to describe all physical phenomena,
as are length, time, and force or mass. The unit of charge is the coulomb; the charge on an
clectron is 1.602 x 107'? coulombs.

2 Capacitors As Charge Transducers

A capacitor is a storage device, which holds and concentrates charge as clectrons collect
on one capacitor surface attracted by the opposite charge on the other surface separated
by an insulator. Because a capacitor has in its construction an insulator between its input
conductors, electrons never cross from one side to the other.

*Mr. Rieger is a Fellow of the Naval Air Warfare Center, Weapons Division, China Lake, CA
!Mr. Weinhardt is with the Naval Air Warfare Center, Weapons Division, China Lake, CA
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When a voltage (which represents a ‘potential’) is placed across a capacitor, the capacitor
charges to that external voltage through some inevitable source resistance, as shown in
Figure 1.

The equation for the capacitance of a parallel-plate capacitor is

C=

ceod d< A (1)

Where A is the area of either plate (both plates the same size); d the distance between the
plates; €o the permittivity of free space, or 3= x 1079 & 8.85 x 107'? farads/meter; and ¢, the
relative permittivity of the insulation material used, which has a practical range of 1 — 15
or so.

Figure 1: Classic Capacitor Charging Circuit

Voltage developed across a capacitor with no initial charge and with the switch shown closed
at t =01s
v(t) =V x (1 —eFe) (2)

where V., R, C are fixed voltage, resistance, and capacitance, respectively, and v, and i, are
functions of time {. Lventually (after a ‘long time’), the entire battery voltage is present
across capacitor C. At any point, by definition, the charge in the capacitor is given by

g=Cue (3)

and the charge and voltage across the capacitor are always proportional. While the external
resistance affects the rate at which the capacitor charges, power loss across any finite resistor
for a complete charge of the capacitor is the same.

When the circuit of Figure 1 is modified to add more capacitors in series as shown in Figure 2,
the resulting capacitance is decreased, but the same charge is present on ecach capacitor no
malter what each individual capacitor’s value is.

Since the voltage across the capacitor string eventually equals the voltage V (that is, V
Vey + Uey + Ve, and limy_oo(ve, + v, + v,) = V), the voltage across cach capacitor will be
whatever satisfies Eq'n 3. Also, if the series capacitauce is lower than that in the circuit of
IYigure 1 and R remains the same, each capacitor will charge more quickly to its tinal value
than the single capacitor in the circuit in Figure 1, a result that is probably counterintuitive,
though a consequence of Eq'n. 2.
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Figure 2: Multiple Capacitor Charging Circuit

The current through the capacitor and the rest of the circuit in Figure 1 is identical, since
there is but one current loop, but current is most easily calculated fe- the resistor since
Ohm’s Law holds. Then circuit current corresponding to the expression in Eq'n. 2 is
. v eR
1= — = — 4
- =7 (4)
which is an exponential, decreasing to zero as ¢t — oo. The rate at which #(t) decreases
is again due to the resistance R. Current and charge in the capacitor are related by the

expression

q =it (3)
so the charge in a capacitor could be measured by integrating i(t) over time ¢, although the
charge rate would be determined by any resistance used in the integrator.

A capacitor can be thought of as a transducerin the sense that it changes charge to voltage.

3 Charge Sources

A perfect voltage source can be thought of as a voltage source independent of load, capable of
supplying infinite current. A perfect current source is capable of supplying a specified output
current into any load no matter how high the voltage need be. Internal resistance of a perfect
voltage source is zero; internal conductance (reciprocal of resistance) of a perfect current
source is zero as well. Approximations of perfect voltage and current sources, especially
over a more limited range of loadings are indeed possible. A perfect charge source produces
a charge independent of load capacitance at least over some range, and is approximated
by a voltage ~nd a large (infinite?) series capacitance. Hence as in Figure 3, the charge
produced is independent of the capacitance of the load, which consists of cable and parasitic
capacitances and of the observation capacitor across which a voltage is measured.

As R. P. Reed notes in his paper [Sandia, p. 42] a piezoclectric transducer should be con-
sidered as a charge source, not as a voltage or current source. 'T'he proper load for a charge
source is a capacitor, not a resistor, since the capacitor stores the charge and a resistor
dissipates the charge as heat.
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Figure 3: Measurement Equivalent Circuit

By knowing the observation capacitance and any parasitics that can’t be ignored, a voltage
observed across the observation capacitance can then be measured and the output charge
deduced by application of Eq’n. 3. Unfortunately, the act of measuring the voltage across
the capacitance inevitably discharges the capacitor. Measurement of the current through the
capacitor would involve integration of the current to obtain the charge, which would involve
added series resistance, thus inevitably slowing the charging process.

4 An Active Charge Amplifier

Use of the feedback characteristics of a modern operational amplifier can make a near-perfect
charge measurement circuit, as shown in Figure 4.

Cy

} [
LAY

R ———— Vout

Figure 4: Ideal Charge Amplifier

When a charge enters at point , a current flows through capacitor C; toward point .
The output of the amplifier, which was initially zero, is driven negative by the difference
in voltage between its positive input, at zero volts, and the negative input into which a
positive voltage occurs as a result of the current flow. Impedance of the amplifier inputs is
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infinite (or nearly so) and gain of the amplifier is also infinite (or nearly so), so the voltage
level at point E}] falls to a point at which Cy charges such that the voltage at point [2]is
forced back toward zero. The feedback action continues to maintain point at very near
zero volts regardless of any change in charge at point m Since no current flows into the
operational amplifier at point , the currents through the two capacitors must be the same,
The voltages at point , which is maintained at zero due to the feedback, thus the voltage
across capacitor Cy, which is also v,y, is whatever voltage is necessary to produce the current
necessary to charge C; in accordance with Eq’n. 5. Since the currents are equal, the voltages
across the two capacitors (which still must satisfy Eq’n. 3) are inversely proportional to the
capacitances of C; and C;. Gain of the entire system, for a charge ¢i, present at point
(and thus across capacitor C; to ground) is thus given by

Vout = _% X Gin (6)
Assuming that the charge source produces a constant charge into capacitive loads between
limits which include C; (in parallel with parasitic capacitances, if appropriate), the system
produces a low-impedance voltage proportional to input charge as desired. Once C; is se-
lected, Cy is then selected for desired charge gain for the circuit. If C; is selected to be as
small as possible for a given charge source, charge time is minimized and the effect of nonzero
source resistance (an ‘ideal’ charge source has a zero source resistance, but real ones have at
least some resistance).

If the circuit is considered to be a voltage amplifier, driven by a perfect voltage source rather
than a charge source, the gain of the circuit is equal to the ratio of Cy to C; due to the
ratio of the impedances of the two capacitors, except that at DC the impedances of both
capacitors are infinite, so the circuit gain is undefined.

If the circuit is considered in terms of operational amplifier circuitry from analog computa-
tion, the circuit is both an integrator and a differentiator of an input voltage, and performs
the operation

t
vout = [ dr =+ co (7)
1]

where 7 is a dummy variable and ¢(0) is a constant term which is set to zero by the {eedback

resistor.

5 Real Vs. ‘Ideal’

The amplifier circuit in Figure 4 will not work for long with ‘real’ devices, although it will
work well enough for most purposes except for one. Since there is no DC path in the loop
for the negative input (the ‘summing point’) the amplifier’s DC output will drift to one of
the supply rails and stay that way. Hence the response of this amplifer cannot extend down
to DC. A circuit which provides DC stability is shown in Figure 5, which diflers only by
addition of feedback resistor R;.
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Figure 5: Practical Charge Amplifier Circuit

DC gain of the circuit (interpreted to mean output voltage for a constant charge) is zero,
and response falls below gain predicted by Eq’n. 6 when R, = 7517‘0' For the circuit we built,
using Ry = 1.5MQ and C; = .01 pf, the low-frequency 3 dB corner is at 10.6 Hz, which
presents no problem with a blast gauge; by a different selection of amplifier, the response
could be extended below 0.1 Hz if needed for seismic measurement, etc.

6 Response Time and Slew Rate

Real amplifiers have other limitations as well, and operational an:plifiers used for general
communications work will not perform well in use as a charge amplifier. Typical internally-
compensated amplifiers have frequency responses to around 1 MHz at unity gain; the am-
plifier used for this application (the Elantec EL 2073) has a unity gain of 400 MHz, and a
gain-bandwidth product at any gain of 200 MHz. As a consequence, gain to a 1 MHz signal
is several hundred, assuring that the feedback circuit necessary for accuracy is stiff enough
to act quickly when the input changes abruptly. A two-volt step on the output when loaded
by a 500 output cable and series resistor responds at a rate of at least 175 V/us, thus rising
fast enough for 40 ns pulses to be resolved at full amplitude.

7 Line Drivers

The outprt of the charge amplifier drives a coaxial cable of whatever length is necessary for
the desired system. The coaxial cable acts as a 5002 load at any frequency of interest (at least
several hundred MHz) if terminated in a single 502 resistance at the far end, or is infinite in
length. For exceptionally long cable runs, tilt equalization may be necessary for frequency
flainess, but this is a function of the cable and not the amplifier. A properly terminated
cable does not appear as a capacitor, only as a resistor. When properly terminated, as any
circuit, the output voltage will be exactly one-half the output voltage at the amplifier.
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8 Power Supply Considerations

An operational amplifier circuit does not depend on the power supplies which operate it
as references, and the absolute voltage on either power supply and the ratio between the
voltages should not matter so long as the output is not saturated and pinned to one of the
supply rails. In actuality, some power supply feedthrough does affect any amplifier. For the
Elaniec EL 2073, power supply rejection is typically 80 dB at DC and 40 4D at 30 Mllz, o
a power supply variation of £10% at 30 MHz would cause a 5 mV change in the output
voltage, which is about 1% of full scale. Since a power supply variation as extreme as
that described here is unlikely (and unacceptable), power supply noise should be essentially
unreadable.

9 Calibration

While a charge amplifier converts charge to voltage, the actual physical phenomenon to be
measured is not a charge but a pressure, which is measured by stimulation of a transducer
to produce charge. Transducers made from polyvinylidene fluoride [PVDF)] produce outputs
in accordance with the formula

q=0.25xp%" uC/cm? (8)

where the multiplier and exponent were determined experimentally and p is in gigapascals
[GPa]. A one square centimeter gauge thus produces an output of about 0.7 uC when an
excitation pressure of 50 kbar or 5 GPa.! Unlike crystals which have been used historically,
PVDF gauges are flat and can be sandwiched between layers of material and sized to fit
space available. Producing a test signal for a transducer and charge amplifier involves either
hitting the gauge connected to the amplifier with a calibrated hammer or (in the abseuce
of a gauge) supplying a charge from a large capacitor or a switched low-impedance voltage
source. A typical gauge used to demonstrate a breadboard circuit had a 10 mm? active area,
and thus produced an output of 0.07 uC, which produces an output of

q 7x 1078

C = o2xioe oMY

=
into the 0.22 uF load presented by C; of the amplifier in Figure 6. Using a 0.1 pF feedback
capacitor, the output voltage pulse is

22
0318 x ~22 = v
T

If a 5002 output resistor and cable load are used, the effective gain would be reduced by half,
to 11 V/uC.

LA baris a single standard atmospheric pressure, around 14.3 pounds per square inch absolute [PSIA]. A
pascal [Pa) is the preferred metric unit, with atmospheric pressure equal to 10% Pa.
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Figure 6: Transducer and Charge Amplifier Test Circuit

Gain of the amplifier for the AC term of the circuit is —-—g; = —5%%1"0—1 = —22 V/uC. The

negative sign is a consequence of the inversion in the amplifier, and to get a positive output
(usually what is desired), the leads of the gauge would be connected so that the charge

output from the gauge is negative.

10 What a Charge Amplifier Is Not

A charge amplifier measures an input charge (or more precisely, as shown, the change in input
charge). A transducer whose reaction to measured stimulus is not an appropriate input signal
for a charge amplifier circuit. Consider the case of a classic ‘condenser microphone’, where
one of the plates of a charged capacitor is used as a diaphragm, varying the capacitance
of the transducer capacitor in response to the change in position of the diaphragm. If the
charging resistance and voltage are high, the charge does not change appreciably since the
average capacitance of the transducer does not change, but in accordance with Eq’n. 3, if ¢
stays constant and c varies, the instantaneous voltage across the capacitor varies as well. A
signal-conditioning circuit for such a system is shown in Figure 7.

Due to the high resistances and voltages necessary,? the capacitor-based transducer cireuit
docs not use the same signal conditioning as a charge source, which appears as a very low
resistance.

11 Customer Unit

A printed circuit board of approximately 6%" x 3" and containing four such amplifiers and a
regulator system to provide £6 V. for system operation from higher-voltage remote supplies

2Transducers called electrels replace the high-impedance high voltage with a ‘permanent’ charge, but still
produce very high-impedance outputs.
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Figure 7: Variable-Capacitance Transducer Circuit

was built for a customer for use in a sled test of warhead devices at Chin» Lake. While
the board could have been made smaller, it was not necessary to do so for that particular
use. The board was double-sided and used the top as a ground plane; heat sinking was not
required, and the amplifiers were capable of driving the 75 § coaxial lines used in the system
directly. The card has been in use for multiple tests since February of this year (1993).

i2 Conclusion

A charge amplifier circuit as described in this paper can be used to measure blast pressures in
the ranges produced by PVDF and similar gauges. The charge amplifier described produces
higher frequency response and more accurate rendition of the charge profile of the input
transducer in a smaller package and a lower cost than circuits previously used.

13 References

For further illumination on some of the material discussed in this paper, the following refer-
ences are recommended.

1. Elantec data book: High Performance Analog Integrated Circuits, Milpitas,
CA, 1992

2. Sandia National Laboratories: PVDF Shock Sensor Workshop Proceedings, 11
13 December 1990

3. Tobey, Gene; Graeme, Jerald; and Huelsman, Lawrence (editors): Operational Amp-
lifiers—Design and Applications, pp. 233-235, McGraw-Hill, New York, 1971

34




NOVEL APPLICATIONS OF MINIATURE
HOPKINSON BAR SENSORS

W. Randolph Davis
W. Scott Walton
Cambat Systems Test Activity
Aberdeen Proving Ground, MD 21005

ABSTRACT

Miniaturel-[opkinsonbarshavebeenfcxmitobeuseful in several
applications. Measurement of shock induced in a plate by a
projectile impact or by explosion is difficult to measure in the
immediate v1cm1ty of the event. A simple transducer has been
developed which is both inexpensive and rugged. The transducer
aliows measurement of shock wave levels on the surface immediately
opposite the impact/explosion. The same concept has been used to
measure the impact force of a firing pin in small arms. A transducer
is chambered in the weapon in a normal manner and the gun is fired to
impact the firing pin on the transducer. The firing pin force and
impulse are then measured at a variety of temperatures and can be
campared to the impulse required to ignite a primer.

BACKGROUND

The Hopkinson bar (reference 1] was originally used to measure the
momentum from explosive detonations and projectile impacts. An instrumented
Hopkinson bar has been used for the past ten years to measure airblast
pressure during the simulation of nuclear weapon tests [reference 2].

All of these events (explosive detonations, projectile impacts, and
atamic weapon detonations) are violent, and usually destroy any transducer in
the immediate vicinity of the event. Such events are also very short in
duration. This paper will describe the use of an instrumented Hopkinson bar
to measure two events that are short in duration, and are typically
destructive to standard cammercial transducers.

FIRING PIN FORCE TRANSIXCER

The historic method of measuring firing pin impulse involved the
insertion of a copper plug into the firing chamber. The depth of the indent
caused by the firing pin impact was then measured. The firing pin must
mpartalargeernx;hmpﬂsetouﬁentﬂxeprmer (and detonate a small
explosive), but it must not pierce the primer and allow the release of high
pressure gases.

The efforts to use electronic instrumentation to measure firing pin
impulse began when a weapon failed to fire reliably at -60 degrees F. One
disadvantage of the copper insert is that the temperature of the weapon will
change the measurement value. The hardness (and strength) of the copper
varies with temperature. The depth of penetration value also has
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disadvantages because it cannot be easily converted into engineering values
except by calibration using a falling weight in a drop tower, such as the
primer tester shown in figure 1. The calibration procedure must be repeated
for each lot of copper inserts, and small variations in the condition of the
copper inserts, such as surface finish and the presence of a hard surface
layer, dramatically affect the results.

Typical commercial load cells were not suitable for this application for
a numwer of reasons:

1. The load is of very short duration (200 microseconds), which requires
higher frequency response than most commercial transducers can
provide.

2. Physical space is too small to accommodate typical commercial
transducers (the sensor must fit inside the cartridge case of 5.56,
7.62 or 9mm ammunition).

3. A soft impact material is needed (to prevent firing pin damage) and
the impact causes local deformation of the sensing element.

Figure 1. Photograph of primer testing machine.
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The Firing Pin Force Transducer (FPFT) was developed to overcame these
problems. Figure 2 shows the mechanical layout. A photograph of the sensor
is shown in Figure 3. A pair of one-eighth inch, 350 chm foil strain gages
were attached to the rod and electrically connected in series as one leg of a
Whetstone bridge to eliminate any measurement of berding. Commercial signal
conditioning and short cables were used to obtain a frequency response of 100
KHz. Both steel and brass have been used as materials for the FPFT.

The transducer rod is inserted into the muzzle of a weapon until the
sensor end protrudes through the breech. The facsimile cartridge is then
screwed onto the rod so that the end of the rod assumes the position of a
primer. The weapon is then locked and fired to allow the firing pin to

impact the transducer. A waveform (as shown in Figure 4) is recorded and
corrected as follows:

Strain =4*Vg/ (V,*G*F) Where:
Vg = Signal Voltage
Vp, = Bridge Supply Voltage
G = Preamplifier Gain

F = Gauge Factor(of Strain
Guage

Stress = E*Strain E = Young's Modulus for the Rod
Material

Force = Stress*Area

Figure 3. Photograph of Firing Pin Force Transducer (FPFT) mounted
in cut-away model of 9mm pistol.
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Force vs.Time for Impact of 66.7 gm Steol Ball

38.48 cm DProp, Impulse = .261 newton—ssconds
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Figure 4. Force vs. time measured by Firing Pin Force Transducer (FPFT)
in primer testing machine. Note 25 KHz oscillations due to long firing
pin.
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Figure 5. Correlation between impulse measured by FPFT and drop height.
Test 1imits for 9mm primer functioning are also shown.
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The impulse produced by the firing pin impact is then calculated by
integrating the force vs. time curve (i.e impulse = area under the curve).
The FPFT can be used in the primer tester (shown in figure 1) as well as in a
weapan. Impulse measurements correlate to the ball drop height (as shown in
figure 5), and to the impulse needed to initiate a primer. Impulse
measurements in weapons are used to evaluate firing pin performance at
various temperatures to ensure that soldiers will have a weapon that operates
whenever it is needed.

INERTTAL HOPKINSON BAR (IHOP) SENSOR

The second application involves the study of impact dynamics during high
amplitude shock caused by projectile impact on armor plate. Measurements are
needed to evaluate armor plate welding techniques and evaluate the shock
loads that equipment inside armored vehicles must withstand during the impact
of enemy projectiles.

Most shock sensors are unable to survive in the immediate vicinity of an
impact. Guages glued to the back surface of a plate behind the event terd to
debord because of the sudden acceleration and large dynamic strain.
Commercial transducers often break campletely or produce erronecus results
because of contamination by high frequency shock (in excess of 1 million g's
at 1 MHz). Reference 3 describes the difficulties of such measurements.

The Inertial Hopkinson Bar (IHOP) sensor is shown in figure 6. As the
plate is struck by a projectile, the resulting shock causes the back surface
to move at velocity V. This sudden velocity change causes a stress S in the
bar, which can be calculated as:

S = D*CxVY
where S = Stress
D = Density

C = Velocity of longitudinal wave propagation
V = Velocity caused by impact (ie sudden velocity change)

The strain gages sense this stress wave, just as in the previous firing
pin force application, but is this cause, the strain is proportional to
velocity:

V = Strain*E
D*C

where Strain = Measured strain
E = Young's modulus of elasticity
D = Density
C = Velocity of longitudinal waves
A photo of the THOP sensor is shown in figure 7. The response of the
THOP sensor to a BB impact is shown in figure 8, and compared to the response
of other instruments (a laser vibrameter and the CSTA velocity gage).

) "Ihemostinporbant feature of the THOP sensor is its rabustness. Because
it is welded on the ammor plate, it can survive even when the plate is
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Figure 7. Photograph of IHOP sensor mounted on armor ptlate.
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Figure 8. Comparison of IHOP sensor response to various other measurements
during the impact of a .177 caliber BB on a 1.5" steel plate.
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deformed by severe shock. The strain guage is a very small mass. The most
vulnerable portion of the IHOP sensor is the small solder joints on the
strain gage, which usually survive where others sensors fail.

FREQUENCY RESPONSE

A significant effort was required to get 1 MHz frequency response for the
THOP sensor. Strain gages with 120 am resistance and very short cables were
used. Because no cammercial signal corditioning unit provides 1 MHz
response, a battery was used for excitation, and a high impedance, 15 MHz
amplifier with fiber optic isolation was used to measure the strain gage
response. By contrast, it was noted that long (150 meter) cables typically
have a capacitance of .02 microfarads or larger. When cambined with high
resistance (350 dms or greater) strain gages, frequency response is
typically limited to 10 Kiz.

Dispersion of different frequency stress waves causes a "mechanical®
frequency response problem. Note that as shown in figure 9, large diameter
bars cause 'ringing" at increa<ingly lower frequencies. Hence small diameter
rods are needed to abtain short rise times and high frequency response, as
shown in Table 1. "End effects" make the "mechanical ringing" most severe
near the end of the rod that is excited. On the IHOP sensor used in our
experiments, the strain gage was placed 2.5 cm (5.3 diameters) away from the
plate surface. Fast rise time, short duration events caused "ringing" at
roughly 1 MHz.

Theoretical IHOP Response

to 1 Meter/Second Step
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Figure 9. Theoretical prediction of the response of various diameter steel

bars to a step function. Monitoring location is 5.3 diameters from impact
end. Signals have been offset in time for clarity.
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Table 1. Theoretical Initial Rise Time and Subsequent Fluctuations for
Hopkinson Bar Response to a Step (from Figure 9).

Initial Bandwidth Subsequent
Bar Diameter Rise Time =,35/Risetime Fluctuations
(mm) (microseconds) (Hz) (Hz)
4.76 1.025 340,000 1,000,000
12.7 2.718 130,000 350,000
38.1 8.145 43,000 140,000

An analytical technique for correcting the mechanical "ringing" caused by
dispersion is described in reference 4. In the experiments using the THOP
sensor, the correction technique was of limited value. It is assumed that the
reason the correction technique did not help was because most of the
"ringing" cbserved was due to "end effects" rather than dispersion.

CONCLUSIONS

The Hopkinson bar concept has been used to measure pressure, force,
ard velocity. The Hopkinson bar sensors described have been developed for
the same reasons that the original bar was developed: i.e. we needed to make
measurements during violent events that destroy other transducers. Our
conclusions are:

A. The Hopkinson bar transducers survive where others fail.
B. The Hopkinson bar transducers have limited frequency response:

1. Low frequency response is controlled by the length of the
bar. For the FPFT a 25" bar was needed to measure 220
microsecornd events.

2. High frequency response is controlled by:

a.) Electronics. Typical frequency response is 10 KHz.
Special effort must be used to abtain 1 MHz response
from a Wheatstone bridge.

b.) Mechanical dispersion. A small diameter rod is
needed for high frequency response.
C. For future experiments with Hopkinson bar sensors requiring high
frequency response, the following changes should be tried:
1. Try to use an even smaller diameter bar. Limits to bar
diameter are controlled by the ability to get a good weld

to the armor plate and the ability to bond the strain gages
to the bar.
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2. Place the strain gage further away fram the end of the bar
that is excited (at least 10 diameters away to avoid "end
effects") .

3. To improve the low frequency response, a laonger bar is
desired. An experiment with a "coiled" bar should be tried
to determine if a long bar can be packaged in a campact
location without campromising measurement accuracy.
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ABSTRACT

Both uniaxial and triaxial shock isolation techniques for a
pilezoresistive accelerometer have been developed for pyroshock and
impact tests. The uniaxial shock isolation technique has
demonstrated acceptable characteristics for a temperature range of
-509F to +186°F and a frequency bandwidth of DC to 10 kHz. The
triaxial shock isolation technique has demonstrated acceptable
results for a temperature range of -50°F to 70°F and a frequency
bandwidth of DC to 10 kHz. These temperature ranges, that are
beyond the accelerometer manufacturer’s operational limits of
-30°F and +150°F, required the calibration of accelerometers at
high shock levels and at the temperature extremes of -50°F and
+1609F. The purposes of these calibrations were to insure that
the accelerometers operated at the field test temperatures and to
provide an accelerometer sensitivity at each test temperature.
Since there is no NIST-traceable (National Institute of Standards
and Technology traceable) calibration capability at shock levels
of 5,000 g - 15,000 g for the temperature extremes of -50°F and
+160°F, a method for calibrating and certifying the Hopkinson bar
with a transfer standard was developed. Time domain and frequency
domain results are given that characterize the Hopkinson bar., The
NIST-traceable accuracy for the standard accelerometer in shock is
+5%. The Hopkinson bar has been certified by the Sandia Secondary
Standards Division with an uncertainty of 6%.

INTRODUCTION

Sandia National Laboratories (SNL) conduct impact testing for a variety of
structures as discussed in other papers [1,2]. During an impact test, metal
to metal contact may occur within the structure and produce high frequency,
high amplitude shocks. The high frequency portion of this transient
vibration has been observed to excite an accelerometer into resonance even
though this resonance exceeds 350 kHz. An accelerometer may fail in this
situation. Even if the accelerometer does not fail, the amplitude of the
resonating accelerometer response can be so large that the data are clipped
and rendered useless. If the data are not clipped, a digital filter must be
applied to eliminate undesirable accelerometer resonant response. In

*This work was performed at Sandia National Laboratories and was supported by
the U.S. Department of Energy under Contract DE-AC04-76-DP00789.
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anticipation of accelerometers’ resonating during a test, the data channels
may be set to accomodate the large amplitude of the accelerometer resonance.

The result is usually an unacceptably small signal to noise ratio. 1f
possible, it is more desirable to prevent excitation of the accelerometer
resonance, This may be accomplished by mechanically isolating the

accelerometer from the high frequency excitation without degrading the
transducer response in the bandwidth of interest.

In the past, several techniques have been used at Sandia National
Laboratories to mechanically isolate accelerometers and instrumentation
packages containing accelerometers from high frequency, high amplitude shock
environments. These techniques include various configurations of adiprene,
polysulfide rubber, water soluble wax, and urethane rubber [3,4,5]. The
techniques have been successful in mechanically isolating the accelerometers
but have a limited, useable frequency range of 2 kHz or less. The useable
frequency range is specified as those frequencies for which the sensitivity
deviation is 5% or less. In one application, a mechanical isolator was
combined with an electrical analog filter, tuned for the isolator resonance,
to achieve a useable frequency range of 10 kHz. A commercially available,
mechanical isolator has also been evaluated. However, this isolator
exhibited nonlinear behavior over its acceleration capability of 1500 g. A
commercial piezoelectric accelerometer with integral electronics and
mechanical isolation is available but is generally not used in our field
testing because of signal conditioning requirements, cable-whip and zero-
shift problems, and a iimited useable frequency range of about 1 kHz.

A bandwidth of 10 kHz is needed for many applications because more
sophisticated analyses are being performed with the field data. The
isolation techniques were designed and evaluated for the desired bandwidth of
10 kHz. These techniques are used with a piezoresistive accelerometer which
is frequently used for field tests of various high reliability structures
which must withstand severe shock environments. The piezoresistive
accelerometer has several desirable characteristics: DC response, low power
requirements, minimal zero shift, and high resonant frequency. One
undesirable characteristic 1is that the pilezoresisitive accelerometer is
undamped. A high frequency input causes it to resonate, and the resulting
large amplitude may exceed the measuring capability of the instrumentation
system. The resonant behavior is prevented with a mechanical isolator that
has a damped resonance between the upper limit of the useable frequency range
and the accelerometer’s resonance. For example, the uniaxial isolator
assembly has a damped resonance at about 50 kHz. This resonance allows
attenuation of frequency input to the accelerometer above 50 kHz, and is
useable for the piezoresistive accelerometer models with ranges equal to or
greater than 6,000 g.

There are several goals in the design of a shock isolation technique,.
Primarily, the technique must have repeatable response characteristics.
Secondly, the technique must allow calibration of the shock isolated
accelerometer assembly prior to and after a field test. Lastly, the
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technique must show linear amplitude and frequency characteristics. These
goals have been achieved with the mechanical isolators developed at Sandia
National Laboratories for a plezoresistive accelerometer {6,7}. The uniaxial
shock isolation technique has demonstrated acceptable characteristics for a
temperature range of -50°F to +186°F and a frequency bandwidth of DC to 10
kHz . The triaxial shock isolation technique has demonstrated acceptable
results for a temperature range of -509F to 70°F and a frequency bandwidth of
DC to 10 kHz. Additionally, these characteristics have been verified by the
calibration of the Hopkinson bar used for testing of the isolation techniques
[8]. This paper will discuss the testing that has been conducted to
demonstrate the performance of the isolation techniques and the calibration
of the Hopkinson bar that has been performed to verify the results.

UNIAXIAL AND TRIAXIAL ISOLATION DESIGNS AND CALIBRATION

The uniaxial and triaxial isolation techniques are shown in Figure 1. The
uniaxial technique consists of an aluminum disk that has a slot for the
accelerometer. The disk is divided into two halves that are held together by
two screws. A layer of polysulfide rubber compound (PRC-1422) is positioned
on each side of the accelerometer in the slot. Brass locator pins (not
shown) hold the PRC-1422 and accelerometer layers in place in the slot. An
integral stud on the bottom of the disk is used to attach the uniaxial
isolator assembly to the test structure (25 in-lbs mounting torque). Shrink
tubing is used on the brass pins in the disk technique to prevent metal to
metal contact during lateral shocks.
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Figure 1: Uniaxial and Triaxial Isolation Techniques
for a Piezoresistive Accelerometer.

The triaxial isolation technique, also shown in Figure 1, consists of a 0.6
in. cube of either 7075 aluminum or beryllium that has been machined with a
slot on each of three orthogonal faces. The piezoresistive accelerometers
are mounted in the slots with a layer of PRC-1422 on either side in the same
manner as the uniaxial isolation technique. Hardened steel sleeves are
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covered with shrink tubing to prevent metal-to-metal contact and are pressed
into the mounting holes in the accelerometer. The sleeves are 0.125 in. long
and provide correct spacing between the top plate and the bottom of the slot
so that a consistent compression is maintained on the elastic material, PRC-
1422. The plate, accelerometer, and layers of PRC-1422 are held in place
with 2-56 screws that are torqued to 60 in-oz. A torque of 40 in-lbs is used
for the triaxial isolation assembly mounting stud.

All accelerometers in this study were calibrated in the Sandia Calibration
Laboratory using three methods: 1) shaker calibration; 2) centrifuge
calibration; and 3) dropball calibration. The three methods are traceable
to the National Institute of Standards and Iechnology, NIST, formerly NBS as
described elsewhere [6]. Two commercially available mechanical isolators
were evaluated using 6000 g piezoresistive accelerometers. Although the
dropball and centrifuge calibrations were acceptable, both commercial
isolators showed a deviation of 36% at 5 kHz in the shaker calibration at 5 g
input as shown in Figure 2a. A uniaxial isolator assembly calibration at 30
g input is also shown for comparison. The damped resonance at 5 kHz is in
agreement with the manufacturer’'s specifcations for the commercial isolator.
The shaker data indicates that the useable frequency range, defined as less
than 5% deviation from the 100 Hz reference, is about 1 kHz. Additionally,
the commercial assemblies were evaluated on the Hopkinson bar, described in a
later section, at two levels of 500 g and 1500 g with a pulse duration of 100
us. These tests showed amplitude nonlinearities in the commercial isolator.

Figure 2b shows a shaker calibration at 30 g input for a uniaxial isolator
assembly. This isolator had a sensitivity variation of less than +0.5% for
the #5000 g centrifuge calibration (not shown). Figure 2c depicts a dropball
calibration of the uniaxial isolator. Since the isolators were
satisfactorily calibrated by all three methods, a more detailed evaluation of
the shock isolation techniques was undertaken to investigate the linearity of
amplitude and frequency characteristics on the Hopkinson bar in the Sandia
Shock Laboratory.

HOPKINSON BAR CONFIGURATIONS FOR CHARACTERIZATION OF
SHOCK ISOLATION TECHNIQUES

Accelerometer calibrations at temperatures other than ambient can only be
conducted with the shaker due to limitations of existing equipment at the SNL
Secondary Standards Lab. For shock accelerometers, it is desirable to
calibrate with the dropball or with another shock producing technique such as
the Hopkinson bar. The Hopkinson bar easily lends itself to temperature
conditioning because the end of the bar, where the accelerometer is mounted,
is simply inserted into a temperature chamber. For this reason, shock
calibrations for the shock isolation techniques at the temperature extremes
of -50°F and +186°F were conducted with a Hopkinson bar located in the SNL
Shock Laboratory. The configuration for a normal input is shown in Figure 3.
Normal input in this configuration is an input that is normal to the mounting
surface and is also parallel to the integral mounting stud. Both the
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uniaxial technique and one axis of the triaxial isolation technique are
tested with the normal input. The other two axes of the triax are
characterized with a transverse input created by the Hopkinson bar
configuration in Figure 4. A transverse input is perpendicular to the
mounting stud or parallel to the mounting surface. An in-axis response is
the response of an accelerometer whose sensitive axis is in the direction of
the shock. An out-of-axis response is the response of an accelerometer whose
sensitive axis is not in the direction of the shock. The uniaxial isolation
technique and one axis of the triaxial isolation technique have in-axis
response for a normal input. Each of the two other orthogonal axes of the
triaxial isolation technique can have 1in-axis response for a transverse
input.

These two Hopkinson bar configurations are used to characterize the response
of the isolation techniques in both the time domain as a sensitivity
calculation and in the frequency domain as frequency response functions. The
sensitivity calculation is described below. The frequency response functions
are calculated in the same manner as reported previously [6] except that an
accelerometer mounted on the end of the bar is used as the reference
acceleration for transverse inputs.

The theory of stress wave propagation in a Hopkinson bar is well documented
in the literature [9,10}. The results of this theory are summarized as
follows:

A Hopkinson bar is defined as a perfectly elastic,
homogeneous bar of constant cross-section.

A stress wave will propagate in a Hopkinson bar as a
one-dimensional elastic wave without attenuation or
distortion if the wavelength, X, is large relative to
the diameter, D, or 10D < X,

For a one-dimensional stress wave propagating in a
Hopkinson bar, the motion of a free end of the bar as a
result of this wave is:

v = 2ce (1)
de
or, a = 2¢ [ at ] (2)

where v and a are the velocity and acceleration,
respectively, of the end of the bar, c=JE/p is the
wave propagation speed in the bar, E is the modulus of
elasticity, p 1s the density for the Hopkinson bar
material, and ¢ is the strain measured in the bar at a
location that is not affected by refleclions during
the measurement interval.
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Figure 4: Hopkinson Bar Configuration for Transverse Input.

The motion of an accelerometer mounted on the end of the bar will be governed
by equations (1) and (2) if the mechanical impedance of the accelerometer is
much less than that of the bar or if the thickness of the accelerometer is
much less than the wavelength. The requirement on the strain gage is that
the gage length (g.l.) be less than the wavelength or A > 10 g.1.

The Shock Laboratory Hopkinson bar, used for accelerometer testing, is shown
schematically in Figures 3-4 and 1s made of 6 Al, 4 V ctitanium alloy (6%
aluminum and 4% vanadium) with a 72 inch length and a 0.76 inch diameter.
The bar is supported in a way that allows it to move freely in the axial
direction. A low pressure air gun is used to fire a 2 inch long hardened
tool steel projectile at the end of the bar. This impact creates a stress
pulse which propagates toward the opposite end of the Hopkinson bar. The
amplitude of the pulse is controlled by regulating the air gun pressure,
which determines the impact speed. The shape (approximately a half sine) and
duration of the pulse are controlled by placing various thicknesses of paper
(3x5 index cards) on the impact surface. The two strain gages are located
49.75 inches from the end on which the accelerometer is mounted and are
mounted at diametrically opposite positions on the bar. The 49.75 inch
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strain gage location is in the mid-portion of the bar and allows a longer
incident pulse, if desired. These gages are connected in opposite arms of a
Wheatstone bridge to measure the net axial strain.

Once recorded, the strain and acceleration records can be compared by using
either velocity or acceleration as shown in (1) and (2). When these
comparisons are made, the time delay of the acceleration record, which is
equal to the time for the wave to propagate from the strain gage to the end
of the bar, must be taken into account. Hopkinson bar accelerometer
calibration methods documented in the literature [11-13} generally use
velocity, in which case the accelerometer record is integrated and compared
directly to the strain record converted to velocity by the factor 2c. This
provides smooth curves for compariscn of time histories, however much of the
higher frequency information is lost due to the integration process. Since
it was desired to preserve the frequency response of the data, acceleration
is used for the comparison of the data. Consequently, the time derivative of
the strain records was required, and the resulting signal may be contaminated
by high frequency nolse created in the process of calculating the derivative,
This problem was essentially eliminated by: 1) adequate sample rate of 500
kHz or higher; 2) low pass digital filtering with a cutoff frequency well
above the frequency range of interest (10 kHz); and most importantly, 3) an
accurate differentiation algorithm which was derived using the Fourier series
reconstruction techniques in [14]. This algorithm results in an exact
derivative of the digitized signal providing the Sampling Theorem has not
been violated, that is, the data is not aliased [15].

The selected technique for calculating the sensitivity change at temperatures
other than ambient, using the acceleration derived from the Hopkinson bar
strain measurements, can be used only to estimate the change in sensitivity
due to temperature because of the uncertainties associated with the
measurements. Most of the errors are deterministic and will be cancelled
when the percentage sensitivity change due to the -50°F temperature is
calculated in the following equation [8]:

A
C AAc—SO_ AHop—A -1 ] x 100 (3)
Ac-A AHop-SO
where: C = Percentage sensitivity change at -509F as compared

to ambient,
Apc-50 = Shock amplitude measured by accelerometer at -50°F,

Apc-A = Shock amplitude measured by accelerometer at
ambient,

AHop-A = Shock amplitude derived from strain gages for
amblient test, and
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AHop- 50~ Shock amplitude derived from strain gages for -50¢F
test.

A similar equation is used for the sensitivity change at +186CF.
UNIAXIAL ISOLATION TECHNIQUE PERFORMANCE

Twelve piezoresistive accelerometers mounted in the uniaxial isolation
technique were used to assess the performance of the technique at -50°F and

+1860F. Each accelerometer was subjected to five 5000 g pulses with a
duration of 100 us at each of five temperatures: ambient (709F), -500F,
ambient, +186°F, and ambient. The accelerometers were tested at ambient

after each test at a temperature extreme because the temperatures of -50°0F
and +186°F are beyond the manufacturer’s operational range, -30C°F to +150°F.
The last ambient test ensured that the accelerometer was still operational
after exposure to the extreme temperature environment.

The uniaxial isolation technique was characterized In the time domain with
equation (2). The data from the straln gages and the accelerometers were
digitally filtered at 17 kHz prior to the sensitivity calculation. The
average sensitivity change at -50°F was 6.0% or -0.05%/°F. The average
sensitivity change at +186°F was -4.3% or -0.04%8/°F. These results are lower
than the -0.06%/9F quoted in the manufacturer's specifications.

An acceleration-to-acceleration frequency response functlon was calculated
for the uniaxial isolation technique at the two temperature extremes and

compared to the frequency response function at ambient temperature. The
calculations were made in the same manner as those published previously [6],
and the frequency resolution for these calculations 1is 244 Hz. The

magnitudes of the frequency response functions are shown in Figure 5 which
shows that the magnitudes at 10 kHz deviate less than 10 percent from the

magnitude at low frequency for all three temperature conditions. The
frequency response function phase (not shown) varies in an approximately
linear manner up to 10 kHz for all three temperature conditions. The

deviation in the frequency response function magnitude above 20 kHz can be
explained by the coherence functions (not shown) which show the coherence
between the input and the output accelerations is less than one above 20 kHe.
The computational anomaly, indicated by the lack of coherence, creates an
apparent resonance above 20 kHz that is not a mechanical resonance 1in the
uniaxial isolation technique.

TRIAXIAL ISOLATION TECHNIQUE PERFORMANCE

The triaxial isolation assembly, using a beryllium block, has been
characterized at both ambient and at -50°F. Two beryllium triaxes were
characterized at two levels: 2500 g and 5000 g, but only the results for the
5000 g input are shown here. The 2500 g results are similar. Each
accelerometer in each triax was subjected to five 2500 g, 70 us pulses and to
five 5000 g, 70 us pulses at the two temperatures: ambient (709F) and -50°F.
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Isolation Technique at -50°F, Ambient (70°F), and +186°CF
with a 5000 g, 100 us Input Pulse.

The data from the strain gages and the accelerometers were digitally filtered
at 25 kHz prior to the calculations. Sensitivity changes were calculated for
the ten pulses applied to each accelerometer and averaged. The changes range
from -0.05 %/°F to -0.11 %/°F and are generally higher than the -0.06%/°F
quoted in the manufacturer’s specifications. At this point, the calculated
change is applied to each individual accelerometer until more data can be
accumulated for an average sensitivity change calculation.

Frequency response function magnitudes for the triax at ambient are showa in
Figure 6 for both the normal input and the transverse input. Frequency
response functions for the triax at -509F are shown in Figure 7 for both the
normal input and the transverse input. Phase and coherence functions were
also calculated but are not shown. The phase is approximately linear over
the 10 kHz bandwidth, and the coherence 1s one until about 20 kHz which
causes the large deviations in the magnitudes shown in Figures 6-7. The
phase changes more for the transverse input than for the normal input over
the 10 kHz bandwidth,

The triaxial isolation technique with a 7075 aluminum block has also been
tested but generally has acceptable performance over a more limited frequency
bandwidth, about 4 kHz, than the beryllium. Additionally, the screws in the
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aluminum blocks loosen more easily, and there is more out-of-axis response
for the aluminum triax. The out-of-axis response is increased in the
aluminum block because it has a resonance at about the same frequency as the
resonance of the 20,000 g plezoresistive accelerometers mounted in the triax,
350 kHz. The beryllium is stiffer and less dense, so its first resonance is
in excess of 400 kHz and does not excite the accelerometer’s resonance.

The attachment of the triax to the bar was critical with the Hopkinson bar
configuration for a transverse input. The triax was bolted to the Hopkinson
bar at the lower acceleration levels, but at input acceleration levels of
about 4000 g and above, the triax had to be bolted and glued to the bar.
With the bolt and the glue, the triax was prevented from moving with respect
to the Hopkinson bar surface during the application of the input acceleration
pulse. Additionally, there was a difference in the response of the out-of-
axils transverse accelerometers that seems to be dependent upon their
orientation. As can be seen in Figure 1, the two transverse accelerometers
are not oriented the same way; they are oriented at 90° to each other. The
out-of-axis response was generally about 10% if the shock passed across the
long dimension of the accelerometer. If the shock passed across the short
dimension of the accelerometer, the out-of-axis response was somewhat larger
(about 50%) and appeared to contain more excitation of the accelerometer's
resonance.

Finally, a comparison of the Fourier transforms for a hard mounted
accelerometer and one axis of the triaxlal isolation technique is shown in
Figure 8 for a 5000 g, 70 us input pulse on the Hopkinson bar. Figure 8
shows that the triaxial isolation technique has attenuated the accelerometer
resonance by a factor of three and, therefore, has successfully isolated the
accelerometer from high frequency input.

HOPKINSON BAR CALIBRATION RESULTS

Three separate operations were performed to calibrate the Hopkinson bar.
First, a calculation of the wave speed for the titanium Hopkinson bar was
made at the temperatures of -50°F and +160°F, Secondly, a reference
accelerometer, calibrated by NIST traceable standards, was placed on the end
of the bar in the same manner as the accelerometers for the calibration tests
and was subjected to shock pulses at various amplitudes. The reference
accelerometer output was compared to the acceleration calculated from the
Hopkinson bar strain gage response. Lastly, a static load test was performed
on the Hopkinson bar; and an effective gage factor was calculated from the
measured bar sensitivity.

The stress wave speed in the Hopkinson bar is an important quantity because

it occurs in the the Hopkinson bar acceleration calculation as shown in (1)
and (2). The stress wave speed 1s calculated from material properties as:

- l_E_
c p (4
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Isolation Technique at Ambient (70°F) with a 5000 g,

70 us Input Pulse.
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Figure 8: Comparison of Fourler Transforms for a Hard Mounted
Accelerometer and One Axis of the Triaxial Isolation
Technique with a 5000 g, 70 us Pulse Input.

where E is the modulus of elasticity and p is the density for the Hopkinson
bar material. The modulus varies between 102% @-50°F and 97% @+1659F of the
nominal value, 16x106 psi {16]. The change in density is 0.0015% at either
of the temperature extremes and is negligible [16]. The nominal stress wave
speed for titanium is 196,210 in/sec. At the cold temperature, the wave
speed will increase by J1.02 or 1.00995 (1%) in the length of the bar that is
inside the temperature chamber, about 2 in. Since the round trip time to the
strain gages is measured for the stress wave speed, the stress wave travels
twice that distance or 4 in. at about 5 us/in. 1t takes 20 us for the stress
wave to traverse this distance. An upper bound for the increase in this time
due to the cold temperature is 1% of 20 us or 0.2 us. Since the highest
resolution available with Shock Laboratory instrumentation is 0.5 us, this
increase in the stress wave speed cannot be measured at -509F. A similar
argument can be made for the decrease in wave speed at the hot temperature;
the decrease is about 2% over the 4 in. bar length or 0.4 us. Again, this
change in the wave speed will not be detected with current instrumentation
time resolution. These calculations were verified with Hopkinson bar
measurements, and consequently, the stress wave speed was not changed for
accelerometer calibrations performed at -50°F or +160°F,

A Kistler 805A reference accelerometer (S/N 1886) was used for the second
part of the Hopkinson bar evaluation. The 805A has a NIST-traceable
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calibration, for both shock and vibration. The 805A was placed on the
Hopkinson bar in Figure 3 in the same manner as the accelerometers
calibrated. The response of the 805A was compared to the acceleration
derived from the strain gages on the bar using a frequency response function.
For a nominal pulse duration of 100 us and three shock levels (4000 g, 10000
g, and 15000 g), an ensemble of five pulses was applied to the reference
accelerometer. An example of a shock pulse with its corresponding Fourier
transform magnitude measured by the strain gages is shown in Figure 9.
Considerable preparation of the Hopkinson Bar data was required before
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Figure 9: Fourier Transform Magnitude for 15000 G Pulse.

frequency response functions could be calculated. Since an acceleration
response to acceleration input frequency response function was desired, the
strain data was converted to velocity according to (1). The velocity data
were digitally filtered with a ten-pole Butterworth filter whose cutoff
frequency of 17 kHz was chosen to reduce the noise created in taking the
derivative to obtain the acceleration. The data were filtered in both the
forward and backward directions to remove the filter phase shift. The 17 kHz
cutoff frequency was determined from an examination of the Fourier transform
magnitude. The cutoff frequency for the filter was chosen based on two
criteria: 1) the frequency at which the pulse transform becomes noise and 2)
the frequency at which the coherence, computed using an ensemble average,
between the input and response accelerations deviated from unity. The filter
cutoff frequency was chosen higher than the second frequency so that the
filter attenuation did not affect the coherent frequency range. Input
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acceleration was calculated by taking the derivative of the wvelocity as
described in the previous section. The resultant input acceleration was then
shifted in time to account for the wave transit time from the strain gage to
the accelerometer assembly. Several tests were performed to determine the
correct time shift which was measured as 261 us. This value is one half the
time for the stress wave to travel to the end of the bar and back to the
strain gages. The resulting input acceleration data as well as the response
data were filtered at 40 kHz with a ten pole Butterworth digital filter in
both a forward and backward directions to eliminate filter phase shift and
then windowed. A boxcar window tapered with Blackman-Harris cosine functions
was applied to prevent leakage errors. The effects of the window and the
filter were examined closely to assure that they did not produce any
contamination of the data. The magnitude and phase of the frequency response
functions, with Hopkinson bar as input and the reference accelerometer as
output, were calculated so that a quantitative evaluation could be made of
the Hopkinson bar as compared to the reference accelerometer [8]. The
frequency response functions for the three different acceleration inputs are
shown in Figure 10. Also shown in Figure 10 is the variation of the
reference accelerometer sensitivity as a function of frequency for a
vibration calibration since the shock calibration data was not available.
The senstivity values from the shock calibration and the vibration

calibration at 1000 Hz are the same. Each curve is plotted as percent
difference from the 1000 Hz value for that curve. The 1000 Hz value was
chosen because of noise problems at lower frequencies. The maxzimum

deviations of the Hopkinson bar frequency respc..se functions from the
reference accelerometer curve are -1% and +5% at 10 kHz.

A static force calibration, to determine an effective gage factor of the
titanium bar, was undertaken as the last part of the certification effort,
The bar was placed vertically in a load test machine, manufactured by MTS,
and was loaded with a 500 1b compressive load in 50 1lb increments. The
output of the strain gages was compared to a NIST-traceable calibrated load
cell, and a sensitivity for the strain gage, Ssg, was calculated in uv/v/1b.
The indicated force, F], from the bar is then:

Fl - Vout (5)

where Voutr is the output voltage from the strain gages as the load is applied
and Ve is the excitation voltage on the strain gage bridge. This force, Fp,
may be compared to the force measured on the bar, F2, in response to a shock
pulse:

Gf Ve

Fp = (6)

where Gf is the gage factor, E is the modulus of elasticity, and A is the bar
cross-sectional area. Fj and F) are set equal to each other in order to
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Figure 10: Reference Accelerometer and Hopkinson Bar
Frequency Response Functions.

calibrate the output Fp. After common quantities are cancelled, the equality
becomes an expression for an equivalent gage factor as:

which has a numerical value of 2.07. This value is 3% lower than the
manufacturer’s specified value of 2.135. An examination of the numerical

values for the frequency response functions, instead of the percent
difference shown in Figure 5, reveals that the values at 1000 Hz are =1.03
for all three functions. That is, the reference accelerometer is 3% higher
than the acceleration derived from the Hopkinson bar which agrees with the 3%
lower equivalent gage factor derived from the load test. The peak
acceleration values for the Hopkinson bar with a gage factor decreased by 3%
and for the reference acclerometer are given in the table below.

The Kistler Model B805A accelerometer, S/N 1886, was calibrated at shock
levels of 1000 g, 3000 g, and 10,000 g using traceable, fundamental length
and time measurements and certified by the Sandia Primary Standards
Laboratory. Their estimate of the uncertainty is +5% of reading (File
#4092F). Peak acceleration calculated from the bar data agreed with the peak
calculated from the reference accelerometer, 1000 Hz, sensitivity within the
+5% uncertainty. The differences averaged 4.3% (three standard deviations =
0.6%) at 4000 g and 1.6% (three standard deviations = 1%) at 10,000 g and
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COMPARISON OF CORRECTED HOPKINSON BAR ACCELERATION VALUES
WITH REFERENCE ACCELEROMETER

Nominal Corrected Hopkinson Reference Percent
Peak Value Bar Peak Accelerationq Peak Acceleration Difference
4000 g 4016 g 4189 g 4.1%

4233 g 4425 g 4.3%
4044 g 4220 g 4.2%
4207 g 4402 g 4. 4%
4042 g 4237 g 4.6%
10000 g 10100 g 10240 g 1.4%
10180 g 10380 g 1.9%
10370 g 10530 g 1.5%
10150 g 10360 g 2.0%
9825 g 9977 g 1.5%
15000 g 16050 g 16320 g 1.7%
' 15680 g 15930 g 1.6%
16590 g 16920 g 2.0%
14900 g 15080 g 1.2%
15860 g 16040 g 1.1%

15,000 g. The sum of the reference uncertainty and the maximum of the three
standard deviations were added to obtain the estimated uncertainty of 6%. It
is felt that the uncertainty should not change as long as the bar suffers no
physical damage and the strain gages are not changed.

CONCLUSIONS AND FUTURE WORK

Uniaxial and triaxial isolation techniques for a piezoresistive accelerometer
have been characterized over a bandwidth of DC to 10 kHz with a Hopkinson
bar. The uniaxial shock isolation technique nas demonstrated acceptable
characteristics for a temperature range of -50°F to +1860F, and the triaxial
shock isolation technique has demonstrated acceptable results for a
temperature range of -50°F to 709F for this bandwidth of DC to 10 kHz. The
Hopkinson bar has been certified with a transfer standard with an uncertainty
of 6%, The frequency bandwidth for these characterizations and
certifications will be extended to 30-50 kHz by the use of a beryllium
Hopkinson bar instead of the titanium bar used in these studies.
Additionally, characterization of the piezoresistive accelerometer's cross-
axis sensitivity, with and without a mechanical isolator, will be studied
using the beryllium bar. The low Poisson’s ratio and the high stress wave
speed for the beryllium will allow these studies.
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DYNAMIC PRESSURE CALIBRATION INSTRUMENTS

AND SENSOR TRANSIENT RESPONSE
J.F. Lally
PCB Piezotronics, Inc.
Depew, N.Y.

June 22-24, 1993

ABSTRACT:

The NIST recently (4-91) held a workshop which focused on transient
pressure and temperature measurement. Based on the papers presented
and discussions that followed, the age old question relative to static vs
dynamic response of a pressure sensor, is alive and well.

According to the NIST warkshop summary report, "Because there is no
traceability to NIST for transient pressure or temperature measurements,
laboratories that need to make such measurements are left to their own
resources to develop calibration and testing programs”. As a result, PCB
and other companies have developed for in-house needs, calibration
instruments to validate the transient response characteristics of their
pressure sensors and provide NIST traceability. Transient pressure
calibration is generally accomplished by rapidly venting to the sensors
diaphragm an accurately known NIST traceable static reference pressure,
in milliseconds or tens of microseconds.

Several companies offer commercial hydraulic and pneumatic pulse,
step, sine, and shock pressure generators for transient response testing
and calibration of pressure sensors over limited amplitude and frequency
ranges. To the author's knowledge, no calibration instrument exists to
calibrate any pressure, force, shock or vibration sensor at all amplitudes
and all frequencies, let alone under all environmental conditions.

This paper surveys commercially availabie dynamic calibration
instruments. It traces transient response testing of a quartz pressure
sensor through five different calibration techniques, including static,
step, pulse, and shock tube methods over a wide amplitude and frequency
range. Test results include sensor sensitivity for each calibration method,
calculation of "mean” sensitivity and standard deviation for all five
methods.
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New "Ultima"
Dynamic Pressure Calibrator
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STEP PRESSURE
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Provides a continuously adjustable step, pulse or sine wave
pressure of known amplitude from:

0.00001 psi to 500,000 psi
DC to 10 MHz
Absolute 0 to +2,000 °F

« Computer Controlled

* Automatic, Self Compensating

« Complete with all the Bells and Whustles
» Economically Priced at $99.95

* Delivery from Stock

* NIST Traceable Manufactured by
"VISIONARY" Calibrator Co.
UTOPIA, USA
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Obviously, it would be nice if the "ULTIMA" dynamic calibration device existea.
Even if it did exist, I'm not sure how it could be "calibrated”. If the "ULTIMA" calibrator
were dismantled, you would find it is made up of several individual special purpose cali-
bration devices - each designed to dynamicaily calibrate pressure transducers over a
limited pressure, frequency or temperature range. Each calibrator would pretty much
represent the current state-of-the-art for dynamic calibration over the specific operating
range of the device.

in 1972 the American Society of Mechanical Engineers established "A Guide for
the Dynamic Calibration of Pressure Transducers”. The guide was originally published as

American National Standard ANSI B88.1-1972;
however, the current number is ANSI MC88.1-1972 (see page 3).

The ANSI calibration guide defines calibration as follows:

"Calibration means a test during which known values of
measurand are applied to a transducer and corresponding
output readings are recorded.”

The ANSI document then proceeds to qualify expectations for lower accuracy and
tne somewhat more difficult nature of dynamic calibration;

"The degree of accuracy associated with these dynamic tests

is generally lower, and the manner in which the results are used
is generally less rigorous than in the conventional and more easily
controliable field of static pressure calibration.”

Much of the dynamic pressure calibration equipment used today has evolved out
of the transducer manufacturer's necessity 10 test and calibrate his products, and by the
customers' need for in-house capability to test and calibrate transducers more closely to
the customers’ actuai application requirements. A wide variety of calibration devices exist,
some of which are offered as commercial products. Several described in the ANSI
Dynamic Calibration Guide include:

« PISTONPHONE

PULSE CALIBRATORS USING FAST-ACTING VALVES

SINUSOIDAL PRESSURE GENERATORS

IMPULSE DROP CALIBRATORS

SHOCK TUBE
Most of the above are traceable to the NIST through an accurate DC reference

gage. comparison transfer standard transducer or calculations of physical quantities of
mass, gravity, velocity and temperature.
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SENSOR BEING CALIBRATED W
/ — The pistonphone is designed to provide a
cﬁ}{ l } precision sound reference source at a fixed
frequency and amplitude for calibraticn of low
pressure acoustic sensors. It is usually pack
aged in a compact, portable battery-powered

configuration. Calibration accuracy is claimed to
be + 0.2 dB with certain specified microphones.
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PRESSURE RELEASE CALIBRATOR

The dead weight tester is designed and most
commonly used for static calibration of DC type
pressure transducers such as strain gages,
capacitive, piezoresistive, or quartz piezotypes
exhibiting long discharge time constants.

The dead weight tester can alsc be used
dynamically in the pressure release mode for
transducers whose output characteristics in
response to pressure rise and pressure drop
have been determined to be the same.

LT
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Response Time 60ms
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Pneumatic Pulse Calibrator

PCB Model 903A

o

Step Prassure 100 psi

Rise Time

TEST !
TRANSOUCER

Sms
NIST TRACEABILITY - DC Reference Gage

1 FLUID

PRESSURE
TRANSFER

PLEXIGLAS
HOUSING

NIST TRACEABILITY - Secondary Pressure
Transfer Standard

PNEUMATIC PULSE CALIBRATOR USING
EAST-ACTING VALVES

A number of hydraulic and pneumatic pulse
calibration devices have been buitt using
manual or solenoid valves. The device at left
uses a digital pressure gage to set an accurate
static reference pressure. A manually actuated,
fast-acting valve quickly switches the pressure
sensor to the reference pressure is produces a
positive- going pressure pulse of known ampli-
tude with 5ms rise time. It is more difficult to
produce a positive-going step pulse than a
negative pressure drop. Major concern with
pulse calibrators involves reducing rarefaction
waves in the pressure volume associated with
the vaives.

VIBRATING COLUMN OF LIQUID

This calibration method adapts vibration trans-
fer standard techniques to pressure calibration.
An electrodynamic shaker vibrates a column of
fluid which generates a sinusoidal pressure
wave. Output from sensor being calibrated is
compared with transfer standard.
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SINUSOIDAL PRESSURE GENERATORS

A small air compressor has been modified to
generate a repeatable sine wave output for
comparison calibration with a transter standard.
Pressure amplitude can be adjusted by opening
or restricting the discharge valve. Frequency is
fixed at motor speed. This method of calibration
conveniently adapts to temperature coefficient
calibration by plumbing test transducer inside
oven and transfer standard outside.

Pressure Adjustable 3 to 30 psi
Frequency Fixed 28 Hz

NIST TRACEABILITY - Dynamically Calibrated
Secondary Transfer Standard.

DROP PULSE CALIBRATOR

The drop pulse calibrator uses a tourmaline
transfer standard to measure the hydraulic
pressure pulse from a mass impacting a piston
and cylinder manifold. The drop calibrator has
capability to generate a wide range of dynamic
pressures from about 100 to 20,000 psi with
relative ease. Rise time is about 3ms and
pulse duration 6ms. Another manufacturer offers
a commercial high pressure version of this type
of calibrator which uses calculations of mass
based on gravity, velocity, and piston area to

determine reference pressure.

Impuise Calibrator
PCB Model 913A

[

NIST TRACEABILITY - Through
Dynamically Calibrated Model 136A
Tourmaline Transfar Standard.
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Z
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Instrumented Shock Tube, Model 201A02
Atmosphaeric Driven (3 ft. x 1172 in. diameter)
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Shock Response from Shock Response from
Accel-compensated Non-compensated
Transducer Transducer

SHOCK TUBES

Simple atmospheric-driven plexiglas shock

tube generates low pressure shock waves for
resonant frequency determination of prassure
transducers and gas passages associated wilth
recessed diaphragms or recessed mounting.
NIST traceability for determination of transducer
or passage resonance through electrically cali-
brated measurement instruments.

CALIBRATION SHOCK TUBE

The helium or air-driven shock tube is capable
of producing shock waves with nanosecond
rise times at pressures from 3 psi using foil
diaphragms to >1,000 psi with sheet aluminum
diaphragms. Shock pressure calibration
agrees within 3% of other calibration methods.
A cone shaped adaptor installed at the end of
the shock tube test section amplifies reflected
pressures to >10,000 psi. The cone adaptor,
although not suited for calibration purposes, is
useful for developing high pressure, high temp-

Incident Pressure Incident Prassure
134A Pressure Bar 113A21 ICP Transduce  erature shock waves for testing thermal and
Pressure 123 psi Pressure 5 psi hanical shock bility of
Rise Time  3us Rise Time 8pus mechanical shock capability of pressure sensors.
SENSOR
ALUMINUM TIME OF
HELIUM DRIVER DIAPHRAGHM ARRIVAL SENSOR
SQURCE SECTION TEST (INCIDENT)  REFLECTED
L l smllou l__"o_‘l
b b
N e

Calibration Shock Tube, Model 901A10
(6 ft. x 3 in. diameter)

Amplitudae of shock prassure step is calculated trom:
Velocity
Initial absolute prassure

Temparature
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The "Aronson" Shockless Pressure Step Gene-
rator is a step toward combining capabilities of
several of the special purpose calibrators into
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: one device. Capabilities include the use of high
; accuracy digital reference pressure standards
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positive or negative step pressures with rise

times approaching those of shock tubes.
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The Aronson Step Pressure Generator was developed by Phil Aronson and
Robert Waser at the U.S. Naval Ordinance Laboratory. Their primary objective was to
develop a device capable of performing dynamic step pressure calibration with greater
accuracy, speed and ease than was possible with the shock tube. Phil Aronson dedicated
much of his professional career to transient pressure measurements and dynamic calibra-
tion. After acquiring a license agreement with the Navy, PCB named the calibration
device after Phil who passed away in the early 1980's.

The Aronson Step Pressure Generator consists of:

Main Pressure Reservoir "A"

Transducer Adaptor Plug (three sizes)

Spring-loaded poppet valve (three sizes)

A secondary pressure reservoir "B" at poppet valve/diaphragm interface
Impact weight for poppet valve release

Trigger output

Precision Valves for adjusting the gas pressure in both reservoirs

A durable housing and support system

Two each: digital reference pressure gages (optional)

Helium gas pressure source is provided by the customer
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The concept and operation of the Aronson Step Pressure Generator is quite funda-
mental. It simply involves applying to the transducer an accurately known static pressure
very quickly. This is accomplished by pressurizing the main reservoir "A” with an
accurately measured static pressure and then exposing the transducer to the reference
pressure by releasing the quick-opening poppet valve. The pressure drop in the main
reservoir due to the added volume between the transducer diaphragm and poppet valve
is negligible with flush diaphragm pressure sensors. Any pressure drop would be indica-
ted by the digital pressure gage which monitors pressure in the reservoir.

The "Aronson” Step Pressure Generator has two separate pressure reservoirs
(A & B) in which the pressure is controlled by accurate static digital pressure gages. In
addition to the main pressure reservoir "A", pressure between the poppet valve and the
diaphragm of the transducer (reservoir "B") can be pressurized with a known static
pressure. Having control of a known pressure in each reservoir offers unique capability
to compare static vs. dynamic response, and provide small incremental pressure steps at
higher static levels.

Rise time of a step pressure depends on:

1. type of gas used (helium recommended for fastest rise time)
2. diameter of poppet vaive

3. initial pressure difference across the poppet valve

4. design of transducer diaphragm (flush or recess)

Traceability to NIST is through calibration of accurate DC reference gages, used
to set the known static pressure level which the transducer under calibration is being
rapidly switched to.
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MECHANICAL SYSTEM DIAGRAM
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SIGNAL
CONDITIONER Digital Storage Scope

TRANSDUCER BEING

CALIBRATED
Heise Digital Reference Gages
One Each for Controlling

T o , Pressure in:

Main Reservoir & ‘
Poppet Volume Reservoir

REGULATED
PRESSURE :0i
SOURCE

CONSOLE
STEP GENERATOR (CPTIONAL)

TYPICAL CALIBRATION SYSTEM USING
SHOCKLESS PRESSURE-STEP GENERATOR

®
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NEW SIMPLIFIED MODEL 907A07
ARONSON SHOCKLESS STEP PRESSURE GENERATOR

The standard Model 907A Aronson Step Pressure Generator is a versatile tool
capable of performing a wide variety of sensor calibration and test functions. The very
nature of its versatility introduces some complexity in operation and slows down basic
functions such as generation of positive-going step pressures.

Since many customers use the SPG (Step Pressure Generator) as a single
function device, a more simple, faster operating, lower-cost design has been
developed. This simplified version maintains the basic structure and operating
concept of the 907A. Simplification was achieved through elimination of three,
22-turn, fine-adjust metering-type valves and replacing the other three with two
coarser 8-turn control valves with .080" orifices and one 1/4-turn ball-type dump valve.
The simplified SPG design uses only one precision Heise digital-type gage for setting
a known static reference pressure in the main reservoir.

Elimination of the more costly metering type valves, the Heise reference gage
(used to set the poppet valve reference pressure) and reduced labor involved with
plumbing the device, has simplified operation and lowered the cost of the Step
Pressure Generator with minimum effect on performance characteristics.

PERFORMANCE CHARACTERISTICS:

The simplified SPG (Step Pressure Generator) is designed primarily for quickly
and simply generating positive-going known step pressures to 2000 psi with rise
times in the order of 30 to 50 microseconds, depending on the type of gas used..

The positive-going, known step pressure can be used for:

* Accurate dynamic calibration of pressure sensors

* Comparison of static vs dynamic calibration

* Determining;
Sensor and system discharge time constant
Rise time of lower frequency type sensors - strain gages
Passage resonances

* Troubleshooting - response, erratic, etc.

The simplified SPG can also be used for vacuum step pressure calibration.
The main test function sacrificed by design simplification is the capability to calibrate
small pressure changes at higher static levels which may be important for underwater
type sensors.

CONVERTING THE STANDARD 907A SPG TO THE SIMPLIFIED DESIGN;

There are two options for converting the PCB Mod 307A to the 907A07 simplified
design:

1) Customer Modification: PCB offers a modification kit complete with high
pressure rated, stainless steel valves, plumbing, hardware and instructions for
customer modification. The modification kit is priced at $385.00.

2.) Factory Modification: The 307A can be returned to PCB for modification, test
and checkout for $1475.00.
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Calibration and test capabilities of the Aronson Step Pressure Generator include:

1. Dynamic calibration of pressure trans-
ducers. Oscillations of 71k Hz at peak of
the pressure is duse to the rarefaction
waves at the interface of the poppet valve
and transducer diaphragm.

Dynamic calibration of 113A24 ICP Pressure Trans-
ducer using Aronson Step Pressure Generator:

Pressure 1000 psi
Transducer Sensitivity 5.3 mV/psi

2. Determination of the RC time constant
of an entire pressure measurement
system including the transducer, signal
conditioner and readout.

Discharge Time Constant (DTC)

Time required for a transducer or measurement
system to discharge its signal to 37% of the original
value from a step change of pressure.

3. Determination of response time and

resonance of recessed cavities and pas-

sages. Model 113A24, ICP®Pressure

Transducer recess mounted 0.050 inch

with 150 psi step change in pressure.

Resonant frequency of 0.050 recessed passage
Frequency 24.8k Hz

Rise Time 71 us
Pressure Step 150 psi
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4. Calibration of incremental pressure steps above or below preset static levels. It

is possible to simulate the static pressure environment on the sensor diaphragm that
might be encountered in an underwater environment while applying a step pressure
ot known amplitude.

5. Comparison of static and dynamic calibra-
tion of a pressure transducer using the
same pressure amplitude in the same de-
vice without moving the transducer.

0 LF
L?ﬂ qu
Lﬁ I.ﬂ
Lg)’ Lgta
h ey
’.! ?l
L %l
=
= W A I 1Y, ] ? ‘—-j::nﬂ YT TR Y | 104
Slowly applied pressurs, 150 psi Step pressure of same 150 psi

Rise time <50 us

6. Accurate dynamic calibration of pressure G
transfer standards used in other types -
of dynamic calibrators, e.g., sinusoidaland |,
drop-pulse calibrators. Ly

.'=_‘

B 03 MRS 1 T SN T Sl 1 ¥ RS {- T S

Dynamic calibration of 113A24 ICP Pressure
Transducer using Aronson Step Pressure Generator
1000 psi, 5.3 mV/psi
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7. Vacuum step pressure calibration.

.'h‘L_
By It T et 4 1 S Y Susni {2 C S

Vacuum step pressure calibration, Model 113A24
ICP Pressure Transducer, -10 psi, 5.34 mV/psi

8. Checkout and troubleshooting of dy-
namic pressure transducers, expecially
those used for shock and blast wave mea-
surements.
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Step pressure calibration detects noise created by
defective transducer diaphragm.

Td X 3] 119 I S}

9. Pulse calibration detects signal breakup s —
due to erratic connection and resultant zero |-#l=:
|
shift. i 4,
i
{
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During the process of accumulating calibration data for this repont, sensitivity of
Modet 113A24 ICP Pressure Transducer was recorded and plotted using five ditferent
methods of calibration. Sensitivity deviations for the methods was less than+ 1 1/2 %.

L eg end: Mean (y)=5.20942

Dead Waeight Test Standard Deviation (y)=0.06667
Hydraulic Drop Test

Shock Tubde Calidrator

Aronson Shockless Calidrator

® O X0 D

Pneumatic Pulse Calibrator

6.20

T T I T T
I ! i I !
' | ! I t
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Calibrations of a 113A24 Quartz Pressure Sensor using five ditferent calibrators
over a pressure range from 100 to 1000 psi.
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A second calibration test program was run on a single ICP pressure sensor over a
narrow pressure range from 50 to 100 psi to establish sensitivity correlation by five
different calibration methods. The 50 to 100 psi range was selected as the ideal operat-
ing range of the shock tube since the pressure wave is well formed at this level.

In order to increase the objectivity and credibility of the test, a pressure sensor with non-
standardized sensitivity was selected and each calibration was performed by a different
technician without knowledge of previous calibration data.

LEGEND
Dead Weight Tester
Pneumatic Pulse Calibrator Model 903802
Hydraulic Drop Tester Model 913802 standard deviaticn = 0.1 mV/ps|
Aronson Shockless Calibrator Model 907A07
Calibration Shock Tube Model S01A10

i ﬂ

mean (y) = 123 mV/psi

= O D O

std. dev. (y) / mean (y) = 0.9 %

mv/psi o, ) q

(s} r [ a hf T p

, |

I 100 ms 10 ms 1 ms 100 us 10 us
200 ms

2 us

Calibration of a 113A24 Quartz Pressure Sensor
by Five Different Procedures from 50 to 100 psi.
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While the Aronson Calibrator has not equaled the performance capability of the
"Ultima" calibrator, it is a step in that direction. The digital storage oscilloscope has
significantly improved the accuracy of dynamic calibration. Dynamically calibrated

pressure transfer standards have also contributed to improving the accuracy of sinusoi-
dal and drop-test impulse calibrations.

0000
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MULTIFUNCTION TRANSDUCER FOR MEASUREMENT OF HEAT FLUX
AND PRESSURE TRANSIENTS IN LIVE FIRE TESTS
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Physical Sciences Inc.
20 New England Business Center
Andover, MA 01810

and

James G. Faller
U.S. Army Combat Systems Test Activity
Aberdeen Proving Ground, MD 21005-5059

ABSTRACT

We describe a transducer which detects and discriminates
radiative and convective heat flux transients at its surface, as
well as shock waves and blast overpressure. This multifunction
device has been developed for the application of hazard
evaluation for live fire tests. The transducer sensing elements
utilize piezoelectric films which are sensitive to both pressure
and temperature changes. The electrical signals are processed to
obtain incident heat flux with a thermal response time of order
10 ms, agd a total accumulated heat flux capacity of over
100 J/cm“. Calibration and test results for a prototype
transducer are reported.

1. INTRODUCTION

Heat flux gauges are used in live fire testing to
characterize events and to assess potential thermal hazards for
personnel. Typical gauges are thermocouple-based calorimeters.
These conventional devices are limited to measurement of total
incident thermal energy, are not well suited to field calibration
requirements, and are subject to some ambiquity in data
interpretation. To address these issues, a new class of heat
flux transducers has been developed under the sponsorship of the
uU.s. Ar?y SBIR program which meet the requirements specified in
Ref. 1.

The transducer is comprised of two layered
piezo/pyroelectric polarized polyvinylidine fluoride (PVDF) films
on a copper heat sink which are embedded in, and protected by, an
epoxy matrix. The difference in the thermal signatures of the
films is a direct measure of the thermal gradient, and thus the
heat flux. Because thz films are beluw the protective surface,
causing a delayed thermal response, these signals must be
processed to yield the instantaneous flux at the transducer
surface. Pressure signals are common to both films, so that they
cancel when the film signals are subtracted to obtain thermal




gradients. Once the thermal signal is known, however, the
pressure signal can be extracted.

To fully characterize a thermal event, it is desirable to
discriminate the surface-average radiative and convective
components of the flux incident on the transducer surface. This
is accomplished by dividing each sensor film into two
interdigitated sensor patterns, one with an optically absorbing
surface coating and the other with an optically broadband
infrared/visible reflecting coating. These provide measurements
of total incident flux and the purely convective component of
heat flux, respectively. Therefore by subtracting these surface
average values, the radiative component of heat flux is obtained.

An additional feature of this transducer is a self-contained
acoustic calibration/monitoring of proper operation capability.
Since the PVDF films are both piezo and pyro active, detection of
an acoustic signal can be used at any point prior to, or during,
a live fire test to ensure the proper operation.

The transducer concept and design, the data analysis
procedure, and some preliminary measurements are described in the
following sections. We discuss the development of engineering
prototype heat flux transducers suitable for live fire field
tests to be performed at Aberdeen Proving Ground. The devices
are lightweight, compact, and attachable to clothing.
Miniaturized pre-amplifier circuits and a power source will be
incorporated into the transducer package. The inexpensive
sensing elements have been designed for easy replacement if
damaged.

2. HEAT FLUX TRANSDUCER CONCEPT

The highly anisotropic PVDF films in the heat flux sensing
elements produce an electric field (or electrode charge
accumulation) along the 2Z-axis as a result of changes in the
magnitude and direction of an applied strain or change in
temperature. The pyro-activity under conditions of lateral
constraint is

Vo = aT{r—To)

where ar is the pyroelectric constant and (T-T,) is the
temperature rise due to heating. The heat flux sensor consists
of an identical pair of such PVDF films with vacuum-deposited
metal electrodes (Cu-Ni) on either face. The prototype design is
illustrated in vertical cross section in Figure 1. Films 1 and 2

are embedded in a plastic and are separated by a known thickness,
d.

The principle of operation is straightforward. In the
presence of an approximately one-dimensional spatial temperature
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Film 1- :!_ZBum
i 12 um
Fllm2_4 28 um

\g-vz L /// / / / / Allph.a;; Epoxy | 2um

NN

Kfiim = 0.19 Wrm'K, {pC)fiim = 2.5 Jicc'K 0.44 cm
\ Kepoxy = 0.25 Wrm'K,(pC)gpoxy = 4 Jiec” K

Y Koy = 386 WIM'K, (pClgy = 3.4 Jicc'K \
Film Pyroelectric Censtant ~2.5 volts/'K \

Oscillator Acoustic Calibration Film

Figure 1. Simple schematic of the prototype transducer shown in
vertical cross section. The voltage difference of the
piane parallel film pair, measured with a differential
amplifier, is proportional to the temperature
difference between the films.

gradient, the charge or electrical potential produced by film 1
is dependent on the local mean temperature change, the
instantaneous acoustic stress field, and electromagnetic noise.
The same is true for film 2 at its local mean temperature.
However, acoustic transients are common to both films due to
their long wavelengths as compared to film separation distance,
and most electromagnetic noise is eliminated by shielding with
the exterior ground plane configuration shown in Figure 1. Thus
the only signals which are not common to both films are those
that reflect differences in mean temperature between the two
films. Subtracting the signals, film 2 from film 1, therefore
produces a signal directly proportion to AT, the temperature
difference between the two films. Since the film separation, d,
and the thermal conductivity of the embedding material, k, are
known, the local instantaneous heat flux is approximately

AT

h(x,t) =k =T

The exact relationship between this expression for the in-depth
heat flux and the true heat flux incident at the transducer
surface is described in the theoretical discussion of sensor
thermal response provided in Section 3 below.
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The thermal response function, and therefore the response
time, depends critically upon the depth of film pair. The depth
x; at which the film pzir is embedded is selected to provide the
most rapid response time while assuring that the film temperature
does not exceed its damage threshold at any time after the onset
of heating. Survivability is determined by the film depth and
the thermal diffusivity of the embedding material, the proximity
and thermal conductivity of the substrate, and the maximum
temperature that the PVDF films can withstand.

In addition to these direct means for measuring the heat
flux, this configuration offers a unique capability for in-situ
testing and calibration by making use of the piezo-electric
nature of the PVDF film. The test can be performed by using an
auxiliary film as an acoustic transmitter and the sensor films as
receivers, as illustrated in Figure 1. By driving the
transmitter with a calibrated electrical input and measuring the
response of the receivers, proper operation of all films can be
verified at any time, including just prior to a live fire test.

The operating frequency band limits for pressure measurements are
0.001 Hz to ~1 MHz.

3. THEORY OF SENSOR RESPONSE

The heat flux sensor is comprised of two PVDF films embedded
close to the surface of a matrix material with thermal
diffusivity comparable to PVDF. However, because it is not
located directly on the surface, the sensor output must be
processed to obtain the true surface temperature and heat flux
histories. The following analysis is provided to demonstrate
that the surface heat flux can indeed be easily determined from
the output of the embedded sensor. To this end, we consider the
response of the film pair to known surface flux conditions.

The instantaneous heat flux at depth x, h(x,t), is
conveniently obtained for any arbitrary surface flux, h,(x=0,t),
by convolution with thermal response function at depth x, R(x,t).
R(x,t) can be considered to be the response of the sensor to a
temporal é§-function heat flux pulse applied at the sensor
surface. Note that since the problem is one-dimensional, the
response function (and the response time) is independent of
sensor area. By convolving the response function with the
surface flux, as illustrated symbolically in Figure 2, the
expected flux signal at depth x is obtained.

Of course, the ultimate application of the transducer is to
determine the surface heat flux from the in-depth measurements,
i.e., the inverse of the convolution operation above, or
ajternately convolution with the inverse response function,

R (x,t). Fortunately, deconvolution is nearly computationally
equivalent to convolution and the calculation is simple,
involving little more than a pair of fast Fourier transforms,
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L
hm{x.t) ho(x=0,1) R(x.Y)
*Is the Convolutional Operator

Figure 2. Symbolic representation of temporal thermal signature
at position x = x_.

similar to digital filtering. Again, symbolically, this
deconvolution is shown in Figure 3.

The function R is very sensitive to the thermal properties
of the materials as well as the layer thicknesses. For the
general case of an n-layer transducer consisting of several
different materials, a detailed multilayer thermal analysis is
required to derive R exactly. Indeed, any arbitrary function of
temperatures and fluxes at any point within the structure is
easily obtained with the multilayer formalism described below.
However, the simple linear deconvolution formalism described
above for computing surface flux still applies. 3Jenerally, the
multilayer thermal analysis consists of straightforward matrix
manipulations to determine the (Fourier or Laplace) transformed
flux and temperature histories at successive layer interfaces

B; Hi4
= Ai
T Ti+t
where H; and T; are heat flux and temperature temporal histories,
respectively, with the ~ sign denoting the transform of the heat

"R (x) =
hm(x.4) ho(x=0.1)

Figure 3. Symbolic representation of the process to obtain the
surface heat flux history using the thermal history
measured at depth and the inverse of the response
function.
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flux and temperature temporal histories. A; is a 2 x 2 matrix
which is a function of material properties, thicknesses, and
frequency. This multilayer thermal analysis was programmed on a
computer and used to compute a response curve for the prototype
transducer.

4. PROTOTYPE SENSOR PERFORMANCE

4.1 gcalibration

Calibration tests were performed with a short pulse CO,
laser. Comparisons were made between the calculated and measured
temperature differencg across the PVDF film pairs in the heat
flux sensor at 1 J/cm“ fluence for calibration. The 1 um pulses
are reasonable representations of a delta-function and are
therefore expected to generate the theoretical response curve
predicted by the multilayer analysis. This calibration was
performed to check predicted against measured response curves,
and to measure the actual thermal properties of the materials. A
typical comparison is shown in Figure 4.

Deconvolution of the response curve from itself should
result in a representation of the input surface heat flux, i.e.,

1.2 T T ]

A0 Experiment
O Theory(1); (pC) = 4.0 J/cc’K

E ® Theory(2); (pC) = 3.5 Jicc'K
L o8}
[72]
o
Q
<
: +
?
N 04
E -
0.0 r Pulsed CO» Laser

1 pus pulse-width
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Figure 4. Calibration signals obtained from prototype heat flux
transducer using pulsed CO, laser as a heat source.

Multilayer analysis calculations are also shown.
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a delta function. Information is lost to noise and bandwidth
limitations, however, which cannot be regained. Thus,
deconvolution of the response function from the measurements
carries inherent limits. The low frequency limit is determined
by either the inverse of the data acquisition period or the
limiting low frequency response of the film, (<0.001 Hz),
whichever is smaller. The high frequency bandwidth limit is
approximately 4D/x“, the inverse thermal diffusion time at depth,
x. Figure Sa is then the band-limited representation of the
laser pulse obtained by deconvolving the response function from
the data. The effect of the upper bandwidth limit can be seen in
the finite rise and fall times of the estirated surface flux.

The ringing is a result of an artificial 60 Hz roll-off
introduced to suppress high frequency noise. The rise time is
~10 ms. Figure 5b is the integrated heat flux. The response
curve has been scaled by the appropfiate calibration constants to
produce the known fluence of 1 J/cm“ determined by conventional
laser pulse calorimetry.

This prototype transducer provides fast thermal response,
~10 ms, large signals and robust operation, and a dynagic range
spanning from well-below the solar constant (<0.1 W/cm‘) to
hundreds of W/cmz. The maximum (sensor da.aage level) accumulated
heat flux capacity, currently about 100 J/cm“ (or 88 BTU/ft2 or
24 cal/cm“) which corresponds to a severe third-degree burn, is
limited only by the size of the heat sink. Combined convectijve
and radiative heat flux tests will now be described.

4.2 Combined Ra tive and Convective Heat Flux Tests

Direct measurement of both convective and total (radiative
plus convective) flux components can be made with specialized
designs, an example of which is shown in Figure 6. This sensor
consists of two distinct sets of interdigitated "comb" film
pairs. One set of "fingers" with a broadband IR/visible
reflecting coating, e.g., aluminum, measures surface average
convective flux only, while the other adsorptively coated comb
measures both convective plus radiant flux. The difference of
these signals thus isolates the radiant flux. The film patterns
are etched at PSI using standard photolithography techniques.

As general test of transducer performance, the comb sensor
was exposed simultaneously to a blast of purely convective
heating (hot air) provided by an ordinary heat gun at close
range, and a COy laser pulse. The experimental data for this
example case is plotted in Figures 7 through 10. The raw signal
voltages from the IR absorbing and reflecting coatings are shown
in Figure 7 as the solid and dashed curves respectively.

Figure 8 is the corrected data for the total heat flux. A
calibration factor is included in the response function to
convert voltage to heat flux. Higher frequency features in the
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Figure 5. a) Band-limited instantaneous surfaci heat flux;
b) integrated heat flux for a 1 J/cm® CO, laser pulse.
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40 H 1] 1 ¥ T
Separated Radiative snd
Convective Components
30 - —
)
o~
s *r 7
2
»
=2
W
8 10} -
T
0
-10 i | i L {
0.0 1.0 20 3.0 40 s.0 8.0
Time (s)

Figure 9. Corrected data for the IR reflecting comb (convective
flux) and inferred radiative flux (total - convective).
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flux history are clearly observable, reflecting the true
bandwidth of the measurement. The location of the laser pulse is
evident at once, but in general the radiative component will not
be so clearly distinguishable. We must rely upon subtraction of
the corrected convective (reflecting comb) flux to isolate the
radiative component. This subtraction has been performed in
Figure 9, in which the purely convective and inferred radiative
heat fluxes are plotted. The component and total flux integrals
are plofted in Figure 10. The total radiative fluence is

~1 J/cm“ as anticipated. The total thermal dose is -8 J/cm2
(which is in the second-degree burn range). Thermal doses in
this range, and several times greater, were neither observed to

stress the transducer, nor to alter the surfaces or calibrations
in any visible way.

5. HEAT FLUX TRANSDUCER DESIGNS IN DEVELOPMENT

PSI has assembled the technology needed to manufacture heat
flux sensor elements, including established photolithography and
spin coating manufacturing techniques. The current PSI heat flux
transducer design in development is shown in an exploded view in
Figure 11. The interdigitated sensors and substrate are in a
rugged, shielded aluminum can with an integral preamplifier that
allows the signals to be sent down a cable over 200 ft long. The
sensing element is replaceable.

The maximum service temperature of poled PVDF is about 100 C
for short periods, so there is the potential damage to the
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Figure 11. Exploded view of PSI heat flux transducer.

sensing element if the films get too hot. Figure 12 shows the
calculated heat flux transducer damage threshold fluence as a
function of the duration of the heat flux pulse, for the PVDF
film thicknesses indicated. A Gaussian pulse shape was assumed
for these computations. The short pulse damage limit is
determined by the fluence required to raise the outer film to the
damage threshold temperature before the copper heat sink becomes
effective. The long pulse damage limit is determined by the
total thermal capacity of the hea’l sink.
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Included in Figure 12 is burn data taken by Takata et al.2
These experiments used a CW CO, laser on pig skin at fixed
irradiance for various exposure times. The numbers to the side
of each symbol provide the burn depth for each of the
experiments. Second-degree burns have damage depths of
approximately 0.10 tc 0.15 mm while a severe third-degree burn
has a damage depth of approximately 1 to 2 mm. Note that the
damage limit for the heat flux transducer is well beyond this
range.
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Figure 12. Sensor damage threshold for various PVDF film
thicknesses. Also shown is experimental data on
tissye damage.

6. SUMMARY

The main features of the prototype transducers are recounted
below.

1. Precise measurements of timeiintegrated heat flux or
fluence to_at least 100 J/cm“, and instantaneous heat

flux (J/cmz-sec) within a bandwidth of 0.001 to 100 Hz
with excellent noise rejection.

2. Sensor area of more than 10 cm? with a capability for

surface-average flux measurement over any desired area
from a few millimeters square to hundreds of square
centimeters, with no loss of response tinme.
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3. Surface preparation and film designs which permit
radiant and convective portions of the thermal
signatures to be independently characterized.

4. Individual film signals proportional to local
temperature changes versus time and containing the
acoustic signature of the event (which is generally
separated in time and frequency band from the thermal
signature).

5. Laboratory calibration of transducer response curves
using pulsed CO, lasers.

6. Acoustic methods for remote field verification of
operation and calibration.

7. A capability to survive live fire events subjecting the
transducer to temperature and heat flux levels much
greater than those associated with third-degree burns.

Such a transducer will provide detailed data on thermal
hazards, and the relationship of these hazards to the events that
produce them in live fire testing.
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Abstract

Various forms of ‘lossy’ and ‘lossless’ encoding have been implemented or proposed to allow
compression of still and motion picture images, with varying degrees of success which in turn
depend on how success is defined. Proponents of various systems claim ‘compression ratios’
which by their nature defy comparison between different system types and suggest there actually
may be something like a free lunch. This paper compares various compression methods as well
as the implications involved in using them and what happens when different systems encounter
the problems associated with the uses of the restored picture.

Key Words: vidco, compression, instrumentation, JPEG/MPEG

1 ‘Real’ Pictures

A picture is a picture of something only when objects in the picture can be recognized by the
‘ultimate recciver’, which may be a human or a machine. As a consequence, a picture consisting
only of a serics of dots is meaningless unless at least some of the dots form larger blobs of shape,
color, and texture. If motion is to be observed, at least two pictures are needed with the object(s)
in motion in different positions, and enough detail to show the change is required. That a picture,
or series of pictures, contains some order (that is, un-randomness) implies that we can transmit or
store and recover all, or at least the important parts, of the picture, without treating the data as
if it were completely random. The difficulty is then in describing what is important in a picture,
and to what accuracy we need to express it.

1.1 Dimensions

A strect address has two dimensions to it, onc in the North-South direction and one in the East-
West direction. That these dirctions are orthogonal is clear when we consider that if we're a block
off on one part of the address, we cannot correct for the error by changing the value of the other
dimension. A still or motion picture has attributes which are orthogonal dimensions:

Vertical resolution Vertical resolution is often taken to be the number of horizontal lines in a
single picture. The lines need not be scanned in any particular order, but they are often

101




scanned from top to bottom and may be interlaced. In the NTSC ‘525 line’ television system,
there are 480 to 483 of them, scanned with odd-numbered lines from top to bottom and then
the even-numbered lines between them from top to bottom again. Vertical resolution can
never be greater than the total number of lines, but can be—and often is—far lower.

Horizontal resolution In an analog television system, changes along the horizontal scanning line
are limited by bandwidth and slew rate of the electronics, and (like the vertical resolution)
by the size and shape of the scanning mechanism. Horizontal resolution can be exprssed in
a number of ways, witk higher numbers used by the manufacturers, giving the user a false
sense of security. Digitized scanning systems can have adjacent picture elements—‘pixels’—
completely independent, something an analog system can’t do, and horizontal resolution is
then due entirely to the number of pixels in a line and the shape (and ‘fill factor’) of the dots.
In all systems, resolution is limited by the optical system which focuses the photographed
scene onto the scanning mechanism.

Grayscale resolution A scene is limited by the the ratio between lightest and darkest element
in it, which may be beyond the range of a human observer. Between the darkest and lightest
points in a picture there may be a continuous range of gray, or many shades which appear
continuous, or no intermediate shades at all, as in the printing process. The brightness range
can be considered to be a linear function, but if considered as a logarithmic density function
instead can be rendered with fewer discrete shades and still appear to be continnecus.

Temporal resolution A picture which changes as a function of time has some form of temporal
resolution, although the entire picture may be taken at a single instant and then displayed
in a single instant or as a swept image, or the time at which the picture is interrogated
may vary with the position of its vertical and horizontal position. Interlace of the vertical
(and possibly horizontal) elements in presentation, repetition of previous information, and
phosphor persistence (a function of brightness and/or color) complicate the definition still
further.

Color resolution In color, the reproduced scene is often altered to compensate for the imperfect
illumination of the original scene, a subjective adjustment made so that the rendered colors
‘look’ right, even though they are not. The difference between a color and black-and-white
involves two more components nature of which can be hue (the difference between red, green,
blue, and orange) and saturation (the difference between white, pink, and red) or some other
combination; the two color components plus the monochrome representation solve three equa-
tions in three unknowns, known as a tristimulus model of color. In instrumentation, there can
be more colors than three or fewer, and ‘colors’ may be outside the range of human vision.
A human eye cannot resolve a red-blue checkerboard at the same distance that a black-white
board can be resolved, nor easily discern between two shades when saturation or illumination
is low, hence entertainment television diminishes color signal resolutions accordingly, which
may be inappropriate for instrumentation television.

For a picture file to contain the maximum amount of information in the mathematical sense, each
of the above dimensions would be totally random. No ‘real’ picture is that chaotic, even a television
receiver tuned between channels, yet only a file consisting of random information in each dimension
makes full use of its communication channel.
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2 The ‘Ultimate Receiver’

‘The ultimate receiver of entertainment television is the human eye, and the intent of the systen is
to provide the most pleasing representation of whatever the program’s producer wants the viewer
to see, whether the resulting scene accurately represents what actually occurred or not. The viewer
cannot examine the picture frame by frame, blow up parts of the picture, or vary the brightness
and color values of parts of the scenes, although to do so would often be quite revealing. The
ultimate receiver of an instrumentation television picture may or may not be a human eye, since
electronic devices exist which can measure times, distances, speeds, count objects, etc., from a
television signal more accurately than a human observer could. A human observer can examine the
resulting scene one picture at a time, and examine parts of the picture by changing the grayscale
or color values and ranges, limited only by the quality of the camera, the display, and the medium
that connects them. The goal of an instrumentation television system is to allow measurement of
something, and the system should be optimized to allow whatever measurements to be made. Even
if the picture were read and displayed ‘perfectly’ (whatever that means), the electronics between
the pickup and display can only degrade system performance, never improve it.

3 The Nature of Compression

While compression has meaning in the analog domain (systems such as NTSC color television are
analog compressors), the interest in instrumentation is in compression of files that result from an
original digital picture or a conversion (assumed perfect) of an analog signal. Compression of such
a file depends on removal of redundancies from the signal. The nature of redundancies are semi-
intuitive—-adjacent film frames look much like one another except where the scenes cut; a single
dot in a photo is surrounded by many more dots of nearly the same color; the average brightness of
a television picture—black-and-white or color—is close to gray. If we use shorter words to describe
the common occurrences than those less common, the overall result will be a smaller file. Removal
of picture attributes that don’t matter to the user is another possibility, but the losses created by
dropping informnation cannot be recovered, and degrade the reconstructed picture in a subtle or
not-so-subtle way.

3.0.1 Compression Ratio

When the size of a compressed file is compared to the size of the uncompressed original, the result
can be called a compression ratio, although the term is misleading if the compression isn’t lossless.
A way to inflate any system’s apparent compression ratio is to start with a file whose resolution is
far higher than the data it represents. Consider a standard television picture (or a VGA screen)
consisting of 640 pixels in the horizontal direction, 480 pixels in the vertical direction, and three
colors cach of which has 8-bit resolution. Since the representation has just over 300,000 pixels, with
each pixel expressed to 24-bit accuracy, we thus need nearly one megabyte of picture information to
describe the picture completely. However, while we have 224, or approximately 16 million possible
colors, we can have only 300,000 possible colors, and only if each pixel were a different color from
all others. We could instead tabulate all the colors in the picture, and assign a unique code to
each one, reducing the number of bits per pixel to no more than nineteen--with no degradation
to the picture whatsoever. We have achieved a 25% lossless compression. There are far less than
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218 colors in an ‘average’ picture, so the ‘compression’ can be far more dramatic, but the actual
amount will vary with picture content.

With any lossless compression system, the amount of compression achieved varies with picture
content, and with the match between the real data and the data expected. Any lossless compression
method—and most lossy types—decrease file size on the average, but do not produce the same size
file for every picture.

3.1 File Size

The reason that we wish to compress a picture file in the first place is that the uncompressed file
resulting from even a single picture is huge; the statement that a picture is worth a thousand words
is an understatement. A digital representation of an uncompressed single frame of television is the
equivalent of several hundred pages of typewritten text. A single television picture displaces around
600 voice circuits in the telephone network under the best of circumstances. A telemetry channel,
be it through a radio link or in a recording medium, is more limited in its capability than needed
to handle uncompressed pictures. Since the file size produced varies with picture content and the
transmission rate is fixed, a method must be used to limit the file size each picture produces to
some maximum, trading resolution for consistent file size. Since the resulting compressed file is of
unknown size until after compression, the system must adjust resolution to keep the transmission
rate constant.

3.2 Overflow/Underflow

The size of the encode buffer should be such that it cannot overflow when fed maximum surprise
at its input while the compression process adjusts resolution to servo the buffer back to normal
condition. Similarly, when the picture becomes less complex and the buffer tends toward empty,
the resolution should increase until the buffer status returns to normal. If the buffer is emptying
even at the highest compressor resolution, the channel must send padding to prevent the buffer
being emptied entirely, which will result in a malfunction.

3.3 Delay or Latency

If the servos that keep the buffer in normal condition operate properly, the user need not know that
a buffer is operating at all, except that the delivered picture is delayed. However, if the encoder
stops transmitting (the missile hits the target and explodes, for example), all data in the transmit
buffer is lost. Teleconferencing systems have delays leading to the conclusion that the person on
the other end is a bit slow-witted; delays in systems where the picture is being used for remote
navigation are more serious. The amount and location of the delay that is tolerable depends on
the use.

3.4 Error Recovery

Most systems assume that the file is received intact. Computers get upset and stop or lock up when
they encounter a single bit error when reading a file. A video decoder must read through errors,
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display something or indicate that it can’t, and recover thereafter. An instrumentation system
starts receiving a signal after transmission has started, so the decoder must operate with what it
gets from the time it starts receiving and onward. Errors due to gaussian noise are randomly spaced,
but even if the error rate is one per hundred bits, the chances of two bits in a row being reccived
incorrectly is slight; error-correction systems for this type of noise are fairly easily built. Dealing
with errors that occur in bursts, however, generally involves transmitting data in a different order
than it was created, and reshuffling back into order at the decoder, increasing delay and buffer size,
so error correction is seldom used.

3.5 Limiting Conditions

While the ‘average’ compression, file size, picture degradation, etc., are of some interest, the item of
greatest concern might be the performance of the system under the conditions where compression
is at its maximum, or when the system is encountering the picture least suited for the system. The
portion of the file that holds the most interesting stuff is likely not an ‘average’ picture.

4 Decimation

The easiest way to ‘compress’ anything is to leave something out in some arbitrary fashion. Trans-
mitting every other horizontal pixel and every other line reduces the raw file size by a factor of
four; the missing lines and dots can cither be regenerated by making the remaining dots bigger or
by tnterpolating the missing ones from the remaining ones nearby. It’s also possible to reduce a
picture rate by transmitting fewer pictures per second and repeating them at a faster rate—movie
theaters get 72 Hz flicker from film with 24 frames per second. It’s also possible to reduce the
grayscale resolution significantly without much difference in average picture quality, as shown in
Figure 1.

The image here was approximately 800x500 pixels, and is rendered at each pixel represented by
about 2 one-bit dots to render the semblance of a grayscale image using Stucki dither; there are
975 dots on each horizontal line. This could be called ‘24:1 compression’, but it isn’t. With color
pictures, reduction of color resolution in space, time, and intensity can be quite extreme without
being obvious.

5 Delta Coding

Delta coding sends the difference between the pixel under consideration and the level predicted
by a mixture of some combination of pixels already known, under the assumption that any pixel’s
brightness is somehow related to those around it.! Since the predicted value is often close to the
actual value much of the time, the difference can be encoded in such a way that no difference
with the predicted value is transmitted with a short code and progressively larger differences are
transmitted with longer codes—a so-called entropy codingtechnique. Another method is to transmit
only a single bit per pixel, its polarity being determined by whether the prediction was lower or

!The difference between any predicted and actual value is of use only if the starting value is known, so the starting
value must either be transmitted occasionally or agreed on prior to transmission.




ixel

Figure 1: One-Bit/Pixel B&W Image from 24-Bit Original Super VGA Image/Pi
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higher than the actual value. The transmitted signal will then toggle between a one and a zero
if the predictor is actually correct, so the step size appears on the display as a granularity. Since
abrupt changes in brightness cause lonuger codes if variable-length codes are used, the resulting file
size will vary with predictor efficiency; one-bit codes produce the same file size for any picture
but cause blur and delay for rapid transitions. Adaptive one-bit coding, which varies step size
dynamically, can decrease granularity in areas where brightness doesn’t change and sharpens the
effects at transitions, but reaction time may cause problems. Delta coding can be used on an analog
signal without digitizing it first, which simplifies implementation. Best results are obtained when
the sampling rate is an integer or an integer-and-a-half multiple of the horizontal sweep rate.

5.1 Vertical and Horizontal Delta Coding

A predictor based on the previous pixel only is the simplest possible kernel, and almost universally
the kernel used for one-bit coding. Delta codes which use variable-length coding to transmit
several possible differences with the predictor may use two previous pixels to change the ordering
of the lengths of entropy codes to increase coding efficiency. The HORACE system described in
RCC/TCG-210 uses two pixels in the horizontal direction with variable-length multilevel coding;
as a consequence of multilevel codiug the file size varies with picture content. To prevent overflow,
the coding resolution is adjusted on a line-by-line basis, which the decoder follows without operator
intervention.

The previous line in a picture can be used as part of the predictor, and even future? lines can
be used to predict a single point, but the effect is similar to predicting a new line based on the
lines around it. Complexity and delay increase with the selection of a more elaborate kernel, and
performance may or may not improve as a result. A screen full of lettering, for example, is more
accurately predicted with the previous one or two pixels in the horizontal direciion than with a
more-elaborate kernel.

5.2 Temporal Delta Coding

A delta coding that transmits the difference between an entire picture and previous {and possible
future) pictures can be built; the result is in the category of interframe coding as opposed to
intraframe coding. Interframe coding works best when the scene doesn’t change at all, and file
size increases rapidly if something actually moves. At least one previous picture must be stored in
its entirety, requiring a large memory on both ends of the link, and because the ivem of interest
in most instrumentation television is the item that moved, interframe coding is seldom used for
instrumentation systems. However, teleconferencing systems, which usually involve ‘talking heads’

and limited movement which can be allowed to blur while the motion continues, might be quite
acceptable.

*The concept of what the future is is negotiable in digital systems, because delays can be introduced so that the
future is available ax ‘now’ is being worked on in the past. The delay introduced depends on how far into the *future’
we need to look.
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5.3 Color Delta Coding

Delta coding deals with ouly one dimension-—brightness——over whatever other dimensions coding
runs. A color image has several (often three) dimensions to it, requiring that the channel carry as
many streams of data as the number of color signals, although not necessarily at the same resolution
in the other dimensions. In the standard HORACE color, a color separation is sent after cach line,
and the user can select the grayscale and horizontal resolution to suit the intended use. The color
separation sent can be alternated from one line to the next or several sent each time, and there's
no restriction on the size of the separation component data, allowing colors which don’t resemble
the brightness image much (such as a radar, infrared, X-ray, etc., image), an anaglyphic 3-D pair,
or two or three entirely different pictures to be sent, as long as they are in synchronization with
one another.

6 Bit Plane Coding

A technique called run-length coding is useful when the value of brightness does not change rapidly
in the coding direction, since the code is transmitted as a number which represents how many of
what level is often shorter than repeating the slowly- or non-changing level over and over. However,
in an analog picture the run lengths encountered often have small changes from pixel to pixel, which
makes the system ineflicient. On the other hand, run-length coding of the individual bits often js
efficient, especially in the most-significant bits. Using a zig-zag coding direction rather than a
simple horizontal or vertical motion often increases the sizes of the groups encoded. An encoding
system based on run-length coding of the individual bit planes can be truncated to a maximum file
length resulting in grayscale resolution being the variable dimension, and signals coded in this way
can be displayed while being decoded, allowing the user to step between frames quickly until the
picture of interest is located.

7 Transform Coding

A television signal is periodic, or nearlv so. in the horizontal, vertical, and temporal dimensions, and
when transmitted in serial fashion produces a signal with energy clustered about the horizontal and
vertical sweep rates. Hence it’s possible to transform the picture into a set of orthonormal functions
and then transmit the magnitudes (and possibly phases) of those functions instead of the picture.
Systems have been built using Fourier, Walsh-Hadamard, Haar, ctc., sets. The cocfficients change
slowly for the low frequencies and more rapidly for the higher frequencies. but the accuracy at which
higher frequencies need to be transmitted is lower than that nceded for the lower frequencies. The
coefficients can be transmitted differentially. Complexity of any transformation is greater than with
other processes, and involves memory at hoth the encoding and decoding ends of the link. Quality
ranges [rom essentially perfect down to terrible; objects in motion and diagonal features generally
fare the worst, and tend to flicker as they move.
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8 Vector Coding

Since the vertical and horizontal directions in a picture are dimmensions, a combination of pixels
taken in a group is a vector in the mathematical sense, since a change in the value in any clement
cannot be corrected by any change in other elements. Visually, these vectors appear as mosaic
tiles, and are often referred as tiles rather than vectors for that reason. A typical vector block used
might be a 4x4, 8x8, or 16x16 group of pixels, with each pixel represented by a single luminance
value or a vector of color values. Just as it is highly unlikely that each pixel in a large picture is
of a different color from all others, so is it unlikely that all the tiles comprising a large picture are
different from each other—or, even if not identical, a far smaller selection of tiles might be produced
which can be used to rebuild the picture to an acceptable approximation. The tiles themselves are
more likely to have pixels all of the same color, or nearly so, than to resemnble color confetti. just as
while all letters of the alphabet occur in normal text, blocks of three containing the, ing, or ses
are more likely than uwum, and qqx never occurs at all. A variable-length code can efficiently send
vectors, whose statistics are more widely distributed than the values of each pixel.

The JPEG —for Joint Photographic Expe. . Group—coding system uses a combination of the tech-
niques discussed above to provide an efficient coding of most pictures. An input picture is first
divided into 8x8 tiles, with one tile representing the luminance value and (if the picture is in color)
the next tile representing one of two color separation components corresponding more or less to
the U and V components used for European color TV.? Each tile is then transform coded with
the discrete cosine transform into 64 components, the lowest representing the DC value (average
brightness) of the tile and the rest indicating spatial frequencies in the vertical, horizontal, and
along diagonals. Not surprisingly, many of the diagonal terms are so near zero in amplitude that
they can be safely ignored, and the picture reconstructed ‘losslessly® For further compression, the
amplitudes of the significant spatial components are transmitted with variable length codes and the
amplitude changes are bracketed—with the bracketing level determining how crude the reconstruc-
tion will be—and the zeros are run-length coded. The coefficients are read out in zig-zag fashion
beginning with the DC term, and for further compression all 64 of them need not be transmitted.
Differing amounts of loss can be assigned to the color separations, which can be bracketed more
broadly and fewer coefficients sent. For any given compression thresholds, the file size will be
variable; scenes with high contrast areas and sharp edges make larger files.

The decoder is told what compression thresholds are used at the start of each picture, and resolution
cannot be adjusted during a picture. If a file is too large, the entire picture is not transmitted, with
the last rows of tiles at greatest risk. Because coding is adjusted for each picture rather than for
cach line or row of tiles, the encoder buffer must be longer and the delay consequently greater than
with the simpler line by line or bit by bit coding adjustments possible with delta coding alone. The
benefit of the increased complexity is that a JPEG file is typically far smaller in size than the files
created by other schemes, which are limited to no less than one bit per pixel. In color, the user is
limited to the color separation ratios allowed by JPEG and to three colors assumed to all contain
essentially the same scene—both liniitations which are fully acceptable for some uses and wildly
inappropriate for others.

%For each tile reconstructed, the luminance value tile uses its corresponding color tile and for the other color
separation uses an average of the tiles on either side.
*Not counting roundoff and truncation errors and what we did to the color separations.
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9 Feature Coding

Feature coding is used to keep track of a countable number of objects in the scene, and stores
them with regard to position, size, color, or whatever. The theory is that, for example, a scene
containing a bouncing red ball is most easily described by keeping track of the size and position of
the ball as it moves, and displaying that information at the receiver with little concern about what
else is in the picture. While the complexity of such a system increases as the number of objects
and with what attributes and precisions we wish to measure, the amount of data that must be
exchanged is minimal. Systems which send teleconferencing data by selecting an appropriate face
and keeping track of about twelve points on the face for transmission have been demonstrated, and
a similar system is used to make animated cartoons. The parts of the picture that aren’t coded
may be distorted or missing altogether, but if what is to be measured is miss distance, feature
coding might be appropriate.

10 Fractal Coding

Perhaps the strangest coding method is that called fractal coding, where shapes, colors, and textures
are drawn by a system not unlike ‘paint by numbers’. The descriptor list can be quite small,
involving things as simple as ‘color bars’ or ‘a field of flowers’. Computer screcn scenes often lend
themselves well to encoding of this type, in part because most scenes are created from primitive
clements and in part because what the screen depicts did not have its origin in nature. In some
sense, the picture thus generated is identical to the one described, although the resemblance is
tenuous if the description is vague or terse. On the other hand, if a tree-bark pattern is placed
where a tree trunk is blocked out, that the tree bark thus reconstructed looks as good as the
original but doesn’t represent it point by point may not matter. A fractal coding system can be
efficient, but reducing something down to its fractal descriptors is the most time-consuming and
computer-intensive technique of all.

11 Conclusion

While we've said often that the type of coding used for pictures, and how to set the knobs on a given
system for best results depends on what is wanted, the statement still seems like a copout. Yet
without knowing what attributes are essential, which are ‘nice to have’, and which are superfluous,
there is no simple answer. The method used should be determined on the basis of the needs of
the user, channel capacity, channel noise performance, cost, and availability. Even with those
limitations, however, there’s something available which can do alinost anything reasonable for any
nser.
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Distribution of Solar Flare Data Using Available Communications
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Abstract

A system is described for distribution of digitized video, tagged alphanumeric data, and
alarm notifications reflecting constantly changing conditions in the solar-terrestrial environment.
Data are delivercd in near real time to users worldwide via existing transmission facilities.
Informaticn on the system is accessible to users anywhere in the world via land-line delivery,
conventional satellite receivers, cable TV systems, and other methods, in a format compatible
¢ with a desktop home computer equipped with a special low-cost data converter and associated
" software. The system can be configured to distribute information to all or just certain users and
 can accommodate a wide variety of data types. Solar images in the visible and X-ray spectrum

are sent in the background using the HORACE data protocol, allowing priority text traffic and
other images to be insert=d as priortity dictates, yet a full picture will be available to most users
within thirty seconds or so from system turn-on.

Key Words: solar, video, compression, data, networking

1 The Problem/Challenge

Solar radiation data is of interest to earth-based users for a number of reasons, since it affects
long-line transmission of power and pipelines as well as radio propagation. Computer images of
the sun in the visible spectrum as well as in the X-ray region, for example, are produced by a
variety of sources worldwide (since the sun doesn’t stay up all day at any one place), and relayed
to Boulder, Colorado in a varicty of formats. The format of any incoming picture is converted to
a standard format which contains a data header, and the picture is then made available for users
through the internet using FTP. There are about four pictures per day, replaced at approximately
six-hour intervals. Other data (such as sunspot maps, X-ray data taken every four seconds, ctc.)
are presently disseminated in a number of ways, including long-distance telephone calls using a live
operator, and computer tape summaries distributed monthly.

The organization that gathers the data is known as the International Ursigram and World Days Ser-
vice [[UWDS], a permanent multinational entity established during the International Geophysical
Year, 1957-8. Eleven data collection locations, called Regional Warning Centers, constantly gather
information from observing facilities in their portions of the world. The Regional Warning Center,
the Space Environment Services Center {part of what used to be the National Bureau of Stan-
dards) in Boulder, Colorado is designated the World Warning Agency for the lUWDS. In addition

Approved for public release; distribution is unlimited.
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to reporting existing conditions, the agency makes forecasts and issues warnings of changes in the
solar-terrestrial environment that could have adverse effects on technological systems. Analogous
to conventional weather reporting, the [UWDS reports ‘space weather’—an environment every bit
as dynamic as terrestrial weather and one with an increasing impact on the entire planet.

The challenge presented, then, is one of distributing the data gathered from various sources and
assembled at Boulder to users throughout the US and worldwide. The pictures, presently 512x512
monocirome images, could be sent through a continuous system which sends the other data as
it comes in pauses inserted between the horizontal lines of the main picture. The data signals
themselves are ‘lines’ of arbitrary length each beginning with a tag to identify the nature of the
data, so the user can examine or save any data considered pertinent and ignore any that isn’t.
The data signals may be ascii text or even binary images, and since there are two eight-bit tag
words at the beginning of each packet, there can be more than 65,000 different tags. The highest
priority for transmission is called an alarm, which notifies everyone receiving the signal that an
urgent message follows; the lowest transmission priority is the solar picture, which, even with a lot
of data traffic, is reapeated every two minutes or so.

2 Horace Compression

The protocol, or format, used for the presentation level of the system is the HORACE video com-
pression system developed for instrumentation video. Unlike some systems developed for two-way
teleconferencing, the HORACE signal can be adjusted at the sending end to optimize horizontal,
temporal, and/or grayscale resolution. The transmitted data contains the information to make
the proper decoding adjustments on the receiving end without operator intervention. Moreover,
HoRrAcCE allows transmitting of picture ID data and timing outside the viewing area, and most
important for this application, allows transmission of data not associated with the picture at all to
be transmitted between horizontal lines. Hence any data with a priority (and in this particular sys-
tem, all data has a higher priority), the latency between the transmission request and transmission
can never be greater than 10 msec or so, worst case at a 64 kb/s transmission rate.!

HORACE compression results in a transmitted stream with approximately two bits per pixel, al-
though the exact number varies with picture complexity. Pictures of higher resolution result in an
overall lowering of the number of bits per pixel, so if the solar image is increased from a 512x512
image to a 1024 x 1024 image, the transmission time would increase by a factor of 2.5-3 rather than
the factor of four increase that the picture takes.

3 Distribution Channels

‘The data network could operate through the telephone distribution network alone, using the 64 kb/s
synchronous distribution that is provided by a single DS-0 telephone channel which (if two-way)
would otherwise carry a voice circuit. Unlike most computer communications, the 64 kb/s rate is
sct not by the sending computer but rather by the telephone network itself, a situation encountered

'Note the difference between a single binary bit, indicated with a small letter b, and an cight-bit byte, indicated
with a capital letter . Transiission media usually deal with serial data, so data rates in b/s are appropriate
mneasures; computers deal with bytes, so byte rates and capacity are significant. What s used here is the standard
convention, but the distinction doesn’t get mentioned as often as it should be.
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with the newer subscriber service ISDN as well. In order that the signal can reach as many users as
possible at lowest cost, the signal is sent through a leased DS-0 circuit to Washington, DC, where
it is sent in the vertical blanking interval on the USIA World Service.

The World Service uses two incompatible television formats, one of which is the NTSC system
used in North America and Japan, and the other is the PAL system used in most of Europe, Asia,
and Africa evcept for France and what we used to call the Eastern Block Countries. Use of the
vertical blanking interval and of the World Service distribution is arbitrary, but the distribution
thus arranged covers most of the planet, although ironically to receive the signal in the CONUS
requires fairly large receiving apertures. The signal could, in principle, be applied to any television
signal distribution that doesn’t I .ve a VBI already, or could be placed on a subcarrier with a
picture or on a single channel per carrier [SCPC] satellite transponder instead, and indeed all these
possibilities are under consideration.

Use of the vertical blanking interval for data distribution is nothing new, and there are numerous
incompatible systems for doing so, many of which are in use even now. The system we propose
takes advantage of the bandwidth and stability offered by reception from a satellite source, but
does not push the technology so far that the error rate goes up too high. The system necessarily
operates at a rate higher than the 64 kb/s rate with which it is fed, so that the drift of either the
NTSC or PAL system frequencies with respect to each other and to the telephone network data
rate are not an issue.

The television system in use in the US is named after the organization that defined the black
and white system in the late 1930s which was accepted by the FCC in 1941, and the compatible
color system accepted by the FCC in 1953. In both cases, the organization which defined the
standards was the National Television System Committee, or NTSC. The US system has 525
lines, 2:1 interlace, and a vertical repetition rate of 60 Hz (or 128 times 60 Hz for color). The
European black-and-white systems had 405, 625, or 819 lines, and used 50 Hz scarning; fullowing
‘standardization’, the European Broadcasting Union settled on a single 625-line, 50 Hz system, but

with two different color systems and undefined spacing between sound and picture carriers.

In any cvent, the systems all are based on vacuum-tube technology from the 1930s, intended to
minimize the number of tubes in the receivers, which were thought to outnumber transmitters by a
large amount. The standards allowed a significant portion of time to the ‘flyback’ operation which
causes the beam to return to the left side of the screen (sort of a ‘carriage return’) and to return
from the bottom of the screen to the top to begin the next vertical scan. The color systems added
in later years took advantage of some of the dead horizontal flyback interval to transmit a color
synchronization signal, and more recently the vertical blanking interval has been used to transmit
such things as captions for the deaf, test signals, and source information. While the number of
‘active’ lines has no formal definition, the usual arrangement is to use 21 lines in each scan for
blanking and non-picture information, leaving 525 ~ (2 x 21) = 483 lines for active picture. Lines
19 and 20 are used for test signals; line 21 for captions. The actual vertical synchronization pulse
has a duration of nine lines, during which color burst is not transmitted, and the lines in blanking
not in use are simply transmitted as black. The vertical blanking interval from lines ten through 18
can be used for data transmissions, so long as the horizontal and color synchronization intervals
are left undisturbed.

In its most pure sense, the master NTSC oscillator is generated from a 5 Mz crystal, multiplied
and divided by the ratio % to produce a frequency of 14.3181818 MHz. The color synchronization
signal is generated by dividing the master oscillator by four, thus producing 3.57954545 MHz; the




master oscillator is divided by 910 to produce the horizontal oscillator frequency of 15,734.26. . . kHz,
and by 238,875 to produce the vertical oscillator frequency of 59.94...Hz. The factors of each of
the divisors can be determined to be

Divisor Factors

4 2,2

910 2,57, 13
238,875 | 3,5,5,5,7,7, 13

There are a number of arrangements which provide all the desired frequencies with a minimum of
divisors, or the synchronization signal can be generated by counting down from the master oscillator
directly. One minimum-count arrangement is shown in Figure 1.

+22 x63 +2 +2 + 3.579545... MHz color sync

S
MH:

~31,468 kHz 2H reference

— =+5 =17 +13 =2 » ~15,734 kHz H syuc

Lv =5 +5 =3 =7 » 59.94...Hz V sync

Figure 1: NTSC Reference Frequency Dividers

The data clock for our purposes can be anything as long as it's high enough to get all the data
through, but clock is most easily recovered if an integer multiple of the horizontal oscillator is used.
Since black-and-white signals start from a master oscillator frequency of two times the horizontal
rate, and the 2x rate can be obtained from a color signal as shown in Figure 1, the twice-horizontal
rate can be used as a starting point for the data clock multiplier. Maximum frequency for the
data clock is limited by the bandwidth of the NTSC distribution system, which is arbitrary but
normally taken to be 4.2 MHz, which is 266 times the horizontal rate; we selected 192 times the
horizontal rate (96 times the 2l rate), which when used in NRZ data transmission is conscequently
less than half what it could be and still be useful; the choice of a lower frequency than that limited
by bandwidth assures better definition of data transitions.

The synchronization signals are all ‘blacker than black’ and represent the portion of the brightness
scale between zero and -40 on an arbitrary 141-point scale. Video is represented by black, at a
level below about +71 points on the scale, white is represented by 100 points on the same scale.
To be not mistaken for sync, any data sent in the vertical blanking interval (or anywhere else, for
that matter), must be in the range of zero to +100. To allow normal functioning of the color and
horizontal sync operations, a time duration of 11 microseconds around those functions must be
kep*. ciear. Each line thus has about 52.5 microseconds of its 63.5 usec nominal duration for data
insertion. Of the 192 data positions made possible by the multiplier chosen, only 158 arc actually
available.
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The number of levels that each data point can take determine the maximum bit rate possible, with
the number of bits per point (‘per symbol’ in communications argot) being the binary (base two)
logarithm of the number of levels. The singal-to-noise ratio of a ‘good’ television picture is at least
40 dB, but data signals are constrained to % of that range, so the signal-to-noise ratio drops to
37 dB, which could allow as many as 70 levels to be transmitted, somewhat more than six bits per
symbol. If the range is restricted to four levels, or two bits per symbol, the likelihood of an error
is decreased to less than one in a million, so error-correction is likely not required.

To compensate for the fact that the data transmission is synchronized to the television master
oscillator and not to the incoming data source, we must allow some of the available lines to be
skipped—that is, contain no data—and be recognized as such. To do this, we require that the first
bit in any line which actually contains data to be a 1, 2, or a 3, not a zero. While this start symbol
could still be used for data with that constrain, we ignore that possibility, transmit (and look for)
a three, and then on a valid line follow with 157 symbols of two-bit data. The maximum bit rate
is thus

lines/ field bits/symbol
63 ~~ =
5,000,000 x — + 238,875 'x8  x157 %2 =150,569.4... b/s (1)
R 22 . Ve
Vvt symbolsfline

a number which is sufficient to accept and transmit data rates including 128 kb/s, twice the isosyn-
chronous 64 kb/s DS-0 rate.

The situation in PAL or SECAM is similar, except that since 50 rather than 60 vertical scans are
sent per second, the rate drops to 125,474 if only lines 10-18 are used. If the two scans are intended
to be closer to identical (so that the highest rate can be used on both, with a minimum of dropped
lines), the multiplier used for PAL/SECAM can be slightly higher. If a multiplier of 230 is used
for PAL/SECAM, 190 symbols per line could be transmitted, and the communications rate would
be 152,125 b/s. A multiplier of 228 or 232 would likely be preferred, however, since a multiple of
four times the horizontal rate has some benefits in PAL and SECAM transmissions.

A decoding apparatus looks first for the leading edge of the horizontal synchronization pulse and
multiplies by the multiplier number, chosen here to be 192 for NTSC. The leading edge of the sync
pulse also zeros a counter which counts from zero to 192. To allow the horizontal and color (if
present) pulses to pass, decoding is not engaged until the count reaches 28 (the start point for the
29th symbol). If this symbol is a three and line count is between ten and 18, then the line contains
data, and data is output as two bits and a strobe for the next 157 symbols. (As an alternative,
the data is fed as a single serial stream using a strobe which makes two pulses per symbol.) The
output data is sent as a burst, fed to a first-in, first-out buffer [FIFO] which smooths data or allows
it to be buffered to an asynchronous data request [DRQ] line in the subsequent equipment.

It should be noted again that there is nothing sacred about the two methods of distribution de-
scribed, and if the world changes to digital television, for example, the delivery method would
change as well (but the major complaint will be in replacing all those television receivers, which
can’t be easily converted either). All that’s necessary is to deliver data to the subscriber at a data
rate high enough to work and not so high that the computer can’t deal with i, and a separate
strobe/clock if the data is not sent at a constant rate.




4 Sender Software

The sending end is a dedicated computer of the desktop size or larger; a desktop IBM PC ‘clone’ can
be used with ease. The function could also be provided along with servicing other users on a larger
time-shared machine. The picture to be transmitted is available to the computer in its memory,
which could very well have been writien to by an external (networked) source. The picture can be
stored in compressed form or uncompressed form, and left to the operator to decide. The sending
computer may or may not display the picture, but if it does, the picture can be read directly from
the display memory and compressed in the process of reading and sending it. Data signals are sent
to the computer through one or more serial or parallel lines. The computer sends the data signals
out with their respective tags in priority order, where the assigned priorities are under the control
of the software. When no data is present, the picture is sent one horizontal line at a time. At the
end of cach line, the computer checks again for any data signals. If there arc any, they’re sent, if
not, or when data transmission ends, the picture transmission continues from where it left off. The
picture transmission carries the picture’s source ID and certain other data. The output signal is in
strict accordance with the RCC/TCG-210 HORACE format.

5 Uplink Data Drop-'n’-Add

The telephone network sends telephone calls in 64 kb/s channels from one point in the country to
another, and calls that need not go coast to coast are removed from the stream in Denver, Omaha,
Chicago, or wherever, and others added; thus the data stream at either coast may contain some
of the same signals but not all of them. In an analogous fashion, the signal sent from Boulder to
Washington, DC, for inclusion into the USIA television signals could have some data packets not
sent and replaced with idle channel signals or new tagged data of the same length or shorter than
the packets removed. But since the data rate on the television transmissions is greater than that
of the Boulder signal, it is also possibie to add more tagged data to either the NTSC or PAL feeds
without removing anything from the stream at all. Using the numbers used here, the added data
could be of an amount greater than that supplied from the Boulder source without overloading
the system. The receiving end won’t know nor care if this added data is present, and won’t get
upset with anthing if the data isn’t there. The channels can still not be filled to capacity because
of the lack of synchronism between the telephone company and the TV master oscillators, and the
possibility that an asynchronous cut in the video signal on either system will result in one vertical
interval being skipped entirely. If multiple distribution channels are used, it’s possible that the
non-IUWDS signals added to each stream will be entirely different.

6 Receiving Hardware

The system described here is predicated on the assumption that there are many receiving facilities
of varying complexity and sophistication, but only one or two sources and distribution systems.
Consequently the systemn is designed to rquire very little at the receiving end for proper operation,
allowing hobbyists to receive and display the solar images “because they're there™ much like weather
photos are decoded now. On the other hand, serious users of any of the data will have access to
what they need in time for it to be of use with very little added effort. A typical receive site would
use an IBM PC ‘clone’ for the decoding, display, alarm, and file-handling functions.
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6.1 Data Conversion

The receive site can be served by a DS-0 64 kB/s data line delivered from the telephone network, in
which case the signal is an exact duplicate of the signal sent from Colorado, although in principle
the drop-"n’-add techniques that might be used on the television system conld be applied on the
telephone distribution as well. Other sites will use the signal provided in the television vertical
interval, which may either involve use of a local subscriber terminal which takes the video signal
down to baseband and extracts the VBI signal from it, as shown in Figure 2.

-~ Baseband video with data

L 4 jssmsmeegp  Baseband video without data

Data
Detector

4
N

r'Smtellit.e

Receiver

t—— Serial binary data

% Data strobe

Figure 2: Typical Satellite Receiver Setup

If the subscriber site is served by a cable TV system or over-the-air local broadcast whicl carries
the picture containing the signal. With a television receiver, tuner, or VCR at the subscriber’s
facility, the baseband signal can be tapped off from the signal without interfering with the normal
operation of the device, as shown in Figure 3.

TV Baseband video loop
Receiver

Figure 3: Typical Cable or Broadcast Receiver Setup

In cither case, the channel of interest would again be demodulated and the video signal fed into the
VBRI extractor, similar to the one in Figure 2. The extractor can also provide an output of video
with the VBI data removed, to prevent confusion if the video signal is to be taped and broadcast
later. It’s also possible that a VBI signal could be demodulated once and fed to multiple users
through a local distribution system.

Whatever distribution method is used, the interface to the display apparatus consists of two signals,
which are the binary digital data itself and a clock or strobe signal, also binary. The data and clock
signals will appear to be smooth (‘synchronous’) from telephone network distribution; from VBI
extraction the signals will occur in bursts at intervals determined by the vertical sweep rate of the
host television system, with smaller interruptions during TV horizontal synchronization.
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6.2 Demultiplexing

Once rendered as a binary signal, a word-alignment box generally external to the computer accepts
the data and clock/strobe signals and produces an eight-bit parallel word and a *data ready’ signal
to send to the computer, which accepts the word and acknowledges it, allowing the alignment box
to prepare to send the next word. The signal can most easily be passed to the computer through
a bi-directional parallel port, available at relatively low cost for almost any computer.? The word
alignment system uses a 24-bit known pattern in the picture line header data and before word tags
to establish the word boundary, and works as shown in Figure 4.

DATA . . s
BIT STROBE :I 24-bit Shift Register

DATA

T WORD

24-bit Magnitude Comparator l————L—-lR SET 1 -8 ——’S;V;?ggg
L” HUJHIHHJ

24-bit Pattern Mask

STEP

Figure 4: HorACE Framing

The word-framing circuit invoives no timers nor oscillators, and can operate at rates far beyond
those expected from the computer and the network, hence the circuit can also be used to frame
HORACE signals from other sources provided the computer is fast enough to accept them.

Software provided for the computer, written in heavily commented C to allow simple user modifica-
tion, directs the picture and the data items the user has selected to files, printers, the screen, and
the alarm signal to the computer’s internal speaker. The computer is not, and need not be, aware
of any prioritization of individual messages established on the network.

The picture received is a 512x512 image in a square frame, a size and shape that differ from
any current computer display standard. A standard VGA display using a basic 256K memory can
display 480 lines of such a picture—essentially all of it, but with only 16 shades of gray representing
the 100 or so actual gradations in the original picture. Since the picture is square, there is space
to onc side of the picture (or on both sides) to display picture source information. The picture can
also be displayed in a more limited (possibly much more limited) fashion on EGA, MCGA, CGA,
and HGA screens, and the software interrogates the computer to determine the display adapter in
use, and to display what it can. Since the limiting item is the display adapter, the full-resolution
picture can be captured and fed to a disk or a network for critical viewing if desired. Display
adapters with 512K or more memory, required to display the entire picture and grayscale range,
are available for less than $150 from practically anywhere that sells computers. If the picture
resolution is increased (as sometimes threatened) to 1024x1024, display adapters would require

?Not alt parallel ports are bidirectional at the data level, although all parallel ports perform some sort of handshake
with external equipment. While the implementation shown here uses the full bidirectional port, a somewhat slower
implementation which foads data in two four-bit ‘nybbles’ can also be produced.
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more than 1 MB of memory, but most users might opt instead for displaying a decimated image or
fooking at 25% of the image at a time, cither of which can be accommodated in software.

Once the computer is turned on and the software for the distribution system enabled, the user
can direct the picture, the picture descriptor information, and each message tag to one or more
destinations, including displays, files (local storage devices and networks}), printers, as input to
other programs, or—as will be the case with most data items—ignore them completely.® As soon
as the program is directed to accept input, all tagged data is directed as the program dictates,
and the picture decoding software begins looking for the start of a picture. Once the beginning of
a picture is found, the picture buffer begins to fill; the picture is not displayed until a complete
picture has been received starting at its beginning. Since a 512x512 picture at 2 bits/pixel requires
524,288 bits to transmit, and assuming that non-picture data is sent half the time, a complete
picture is sent about every 17 seconds. If a system were enabled immediately after the start of a
picture, the first picture would be produced within 34 seconds. If tagged data occupies more than
50% of the channel, or if picture complexity causes the average number of bits per pixel to exceed
two, the time would be greater, but this estimate is more accurate than one preceded by “...your
mileage may vary”.

7 Conclusion

The system described here has possibilities beyond those for which it was envisioned, and a similar
system can be used to send measurement data from one or more places to one or more places for
any desired purpose. By the time this paper is published, we should be able to report further
progress on its acceptance by the potential users and the government suppliers of the data.

YEncrypted data has its tags sent ‘in the clear’, so the data in an encrypted packed could be redirected into a file
by anyone, but the data itself is unreadable without the key. Different keys may be used for different packets, even
if they use the same tan,
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ABSTRACT PAGE

Technical Abstract

ColorCode UnLtd. Corp. is innovating a method of using shades of
colors to store data in a distributed, secure, machine readakl-,
low cost, compressed format. The technique lowers storage cost,
and processes all knowledge bases: text, data, images, sound, even
olfactory and tactile sensory inputs. The information is encoged
using special algorithms into an array of superdots (hueDots ).
Decoding algorithms retranslate the information into comprehensible
form. The databases and information can be stored on paper,
plastic, film, or photopaper. For high speed capture of data from
a multitude of bases, storage is on transparancy color or
monochrome film.

The methodology hinges on the accuracy of solid state technology in
detecting properties of light. Built-in is a mathematical color
calibration technique compensating for consistent distortions
sourced at printer, reader or media, and from eventual fading of
colors.

words : Information storage; High Speed data capture;
compression.

Potential Commercial Applications:

ColorCode technology has a high potential payoff in several major
areas, but in this paper we shall limit ourselves to rapid data
capture from a variety of sensors.
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INTRODUCTION

Current technology for information exchange and distribution
requires either direct interconnectirn among compuiers, or transfer
of physical storage media, e.g. disks, paper or film. The current
highest density of physical information storage repository systems
use ablated microdots (optical means) on metallized plastic media,
implemented today in CDs, CD-ROMs and optical Tapes.

ColorCode is convinced a market exists for a competing storage
technology based on color or monochrome photography. The concept
as explained below makes use of commercial film recorders for
recording, film scanners for retrieval, and commercial film media
for storage.

SUMMARY

Information Capture in Real Time at High Speed is recessary for
recording field intelligence information from probe drones.
Another application is on testing grounds, where much information
is to be transmitted in the very brief time a test is actually
under way. Both these devices gather 1little information for a
lengthy period, and may avoid communication emissions until on
target. In all applications, when in send mode, the amount of
information transmitted is generally much, in a short time.
ColorCode's technology will enable receipt of all the data onto one
medium, in a non-crash prone manner, for very rapid analysis and
use.

Information Capture in Real Time at High Speed is a technology
deriving from the basic ColorCode process. The basic process
consists of transforming information from the bitstream domain into
the color domain. The original information can be text, images,
and sensory outputs of any type including sonic, chemical, tactile,
pressure, radiative or any other. After Analog to Digital
conversion, the resultant bitstream is fed into the software
process we call hueCode. 1In the hueCode process, the bitstream is
transformed into color information. The color information,
together with printing instructions, are transferred to the
printing machine. The printing machine, to which we refer as the
huePrinter, then outputs hardcopy on which appear colored dots or
bars. We refer to the dots as hueDots, and to the bars as hueBars.
The information is now stored on the hardcopy in the form of these
colored dots, and is retrievable using standard image capture
technology such as CCD or CID cameras. The images thus captured
are analysed by the hueReader portion of the hueCode process, and
the original bitstream is reproduced. The original bitstream can
then be output by the appropriate reproducing means to recreate the
text, image, or sensory input.

The speed of information capture obviously depends on the slower of

124




the speeds of the hueCode process and of the printing process. The
hueCode process is rather rapid, thus the bottleneck is actually in
the printing, since it includes many mechanical steps, which are
notoriously slower than signal processing.

The most rapid medium for accepting color information is film. It
is a purely optical imprinting method thus can be well and
repeatably controlled. My friends at the film manufacturing
companies warn me of the vagaries of the film creation procedure
and of the chemistry processes that occur in generating the latent
image and in its development. Nevertheless, these vagaries pale in
comparison with the variances and non-uniformities of any toner,
ink, liquid or dye based technology. Ink printing,
electrophotography (xerography), thermal dye transfer (from ribbon
or other reservoir), ink jet, are all examples of processes with
even greater variability than photography.

In searching for a photographic technique to rapidly capture
hueCoded information, one is confronted with the need to make the
hueDots very small. Smallness is a significant contributor to
speed. However, make too small a hueDot and the ratio between
usable information (signal) in the dot area to noise in the same
and adjacent area, becomes too low for two reasons: geometrical
and color information content. Therefore there are practical
limits to the smallness of the huebots.

The second limit refers to the fact that in a given medium, below
a dot size threshold the amount of color information available
becomes smaller.

The first limit is the geometrical resolution of the film itself.
For instance, a color positive print using standard Polaroid peel-
apart media, has a real resolution limit of about 120 micron
diameter dot. Wet development positives are a little better, about
30 micron diameter dots. These are reflective media, thus can be
used for 1labels onto parts and documents. They have their
application niches. However, if it is speed that is needed, one
must seek it in the transmissive media, negative or positive in
color. Transmissive media can provide the smallest resolution dot.
At least one microphotography film is said to enable a 5 micron
diameter resolution dot size.

By the way, to all the above diameters of resolution dots, one must
add some inter-dot spacing, to keep the dots from cross-talking.
Cross talk would really create more noise than supportable.

Now the problem becomes interesting, since to achieve high
information density using many very small dots in a given area, the
film resolving power must be high. High film resolution is
achieved at the expense of speed. Therefore high information
density and the speed inherent in its capture on a small area is
offset by the slow speed of the film itself. So the quandary is
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how to overcome this slowness, how to expose the film to the
available information laden light for sufficient time to generate
a solid latent image, yet do all this at the speed of incoring data
which can be rapid indeed.

The resolution of this problem is tiile topic of one of ColorCode's
inventions. How we do it cannot be revealed yet, but the result
will be a machine categorized as a Film Recorder, enabling use of
very slow film at high troughput speeds.

Aside from the pure opto-mechanics, there is a second technology
from which ColorCode draws: Data Compression. Many techniques
exist, and more are under development at multitudes of sources.
The bitstream to be hueCoded may be pre-compressed by any of the
appropriate compression techniques.

BACKGROUND

A major current digital ‘optical' storage technology uses
microdots, implemented today in the forms of Compact Disks (CDs),
CD ROMs and digital ‘optical' tapes. The microdots are formed by
ablating or otherwise altering microspots of material, to record
binary digits.

The major players in current optical storage technology are SONY,
3M, and others, that offer large disks, 4" diameter CDs, 3"
diameter, and smaller digital ‘optical' disks. Each disk size
requires its own disk player, which is a relatively large device.

We explored the costs of archiving data by digital microdots stored
on spools of tape containing 1 Terabyte (1 million megabytes) of
data. These current technology archival costs are $ 250,000 for a
Writer/Reader, and $ 10,000 per 1 Terabyte reel (10 Bytes).
ColorCode archival technology based on the high density film
technology is estimated at half the above costs.

ColorCode is not the first entity to have proposed the concept of
storage of information using colors. The coding of resistors using
color bands is well Kknown. Photography and films have been
suggested and studied to carry informaté&p based on their ability
to store shades (intensities) of colors °. However, ColorCode is
the first to address the practicality of reducing distortions,
recurrent noise, slow drift, and color fading. Such reductions
bring the storage of information on color and monochrome film from

the realm of interesting possibility to practical and commercial
reality.

APPROACH

Any pure color is a specific wavelength of 1light having an
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infinitely narrow bandpass, and its intensity 1is 1its signal
amplitude. Other than that the concept of color does not exist in
nature outside the eye-brain combination. The word color as used
to describe this phenomenon relative to human observers requires
three variables to define its wvalue. The most readily known
variables are Hue, Saturation and Intensity. Hue is the perception
of what is innocently called ‘color' in everyday language, and
consists of a multitude of different wavelengths each at its own
intensity. Hue can be best understood as being the human sensed
blend of the array of wavelengths passing through a given filter.
Saturation identifies the breadth of the bandpass around a selected
nominal wavelength, and can be understood as the 1list of
wavelengths that "make it" through a given filter. Intensity
measures the number of photons impinging on the sensor from the
light passing through the filter.

ColorCode deals with Hue and Intensity and is not concerned with
Saturation, since the actual list of the wavelengths being analysed
in their aggregate for Intensity is unimportant beyond the fact
that they pass a particular filter.

A machine reader can recognize the differences between intensities
of light. By use of appropriate filters, this translates into the
ability to differentiate between various shades of colors within
the hues. Thus the machine reader can resolve a colored superdot
into primary colors and their intensities. ColorCode's technology
is based on this ability of a machine reader to separate the hues
and provide constituent color intensities.

SPECTRAL-DYE-DENSITY CURVES

Normatlized dyes to form a visual
density of 1.0 for a viewing
iflumnant of 3200 K

-
(=)

Fig. 2:

Kodachrome' ' 200 Professional Film,
the human eye perceives the blend,
the machine distinguishes each
component at its own signal
amplitude (color intensity):

DIFFUSE SPECTRAL DENSITY
[~
[

400 500 600 700
WAVELENGTH (nm)

As is shown by the diagram above, the 3 composite wavelength spans
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(bandpasses) used in color photography greatly overlap. However,
ColorCode's technology includes a technique for resolving the
constituent colors fyrom dots of hue on film.T The information is
carried in a hueArray of superdots or hueDots (a dot of composite
color). The information is encoded, and optionally encryted, using
a special algorithm. A decoding algorithm with optional
deciphering, present in the reader machine, translates the
information back into a humanly legible form.

Storage Density of hueArrays

The amount of information stored in a hueArray will depend not only
on the number of colors but also on the size of the huecode dot
(spatial resolution) on the film, the size of the array, the
dynamic range (color resolution) of the film at that hueDot size,

the arbitrarily chosen factors of redundancy in the system design,
and other factors.

As a simple example, an array of 20 x 20 huecodes can represent a
string of 2164 base lo‘ﬁpmerals (O thrqﬂgh 9), out of an available
population of (262144) =" 2.606 x 10" . In practice, some of
the available string of 2164 numerals will be allocated to error
checking and other internal data management purposes. We estimate
the number of usable numerals will be about 1400.

Fig. 3: A much enlarged hueArray, representing 740 ASCII characters

The superdots in the image above are 500 microns x 500 micron.
There are 240 dots 1in this matrix, representing 740 ASCII
characters. This is approximately the same information content as
one quarter of a single spaced 8 1/2" by 11" page of text, assuming

the 2000 characters per page from widely used word-processing
systems.

In contrast, if film bacved huedots were 3 microns in diameter (or
square) with 2 micron spacing, each dot-space would occupy an area
of approximately 25 square microns. This would yield a dot density
of 25 million dots per square inch. At this density, allowing for
2% ASCII characters per dot, the information density is 56
megabytes per square inch. An excess of 28,000 pages of
information could be coded and placed in a single square inch.

Compare this with the information density of a CD (WORM), which on
a 4" diameter disk of excellent quality is 725 megabytes, yielding
32 megabytes per square inch, which is only 57% of the information
density of the level G hueArray, (see Table 1 in Appendix).
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For maximum information density, the dot sizes (which here include
spacings) must be minimized, but optimized so the data encoding
accuracy and reliability are not compromised. Table 1 depicts the
information storage capacity of an array of hueCodes that would fit
onto a 1" by 1" area at various dot size and spacing levels.

Area storage efficiency is offset by the need to have borders
around each hueDot that are of relatively large area (a factor of
2 or more). Moreover, below a given dot size, color information is
acually lost. Thus each medium and printing technique (film
recorder) has its own minimum dot size. Once that size limitation
is determined, one can increase information density by increasing
the intensity discrimination of each constituent color.

For monochrome films, the size of the minimum hueDot is small. So
small indeed that for a higher speed of information capture it may
be more practical to use microphotography in monochrome rather than
in color. This is currently under investigation.

HueDot 8ize Reduction, example
On the following page is Fig. 4: ‘Superdot size reduction', an

example of a test done to explore the minimum superdot size on
paper using digital laser printers.
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Current Tools

Current Film Recorder technology generates images at rather low
thruputs. One image in a minute or two is the norm. The intent of
ColorCode is to create a Film Recorder that will overcome this
problem.

Currently, storage of information on film at level F occurs using
any of the widely available color and shades of gray film
recorders. Though not providing the ultimate in dot densities of
level G, these machines are acceptable hueArray printers at level
F. The conservative estimate for the center to center distance of
hueDots using the claimed resolution of the Agfa Matrix Forte (film
recorder) of 2742 rows at 4096 pixels per row, is .009 mm (9
micron). The machine issues 24 bits per pixel. This in theory
will meet the requirements of level F information density, and even
surpass it. However, the machine does create a 25% overlap of dot
edges, decreasable by performing repeated shots at lower light
intensities. It remains to be seen if these machines can be
‘pushed' to a higher information density by using higher resolution
(‘slower') film and/or improving the lens system on the camera
assembled to the machine, and/or altering the software. The goal
of ColorCode is to achieve or surpass level G information density
on transparent films.

Commercial Readers for films (usually 35 mm transparencies) are
also widely available. Some flat bed paper color scanners
incorporate transparency readers. To act as hueArray readers,
these scanners require only ColorCode software.

Prior Art

As mentioned earlier, ColorCode is not the first to have
conceptualized the s;g;age of information using colors. However,
prior investigators did not have the advantage of modern
computerized information analysis. Therefore little if any work
was done to separate random and rapid noise from effects of slow
drift, and non-linearities in transformations from one medium to
another, which are distortions recoverable by calculations. In
‘Related Research' below, is listed work performed by the
submitters of this Program, indicating the advent of powerful
techniques able to correct for signal distortions such as listed
above. The incorporation of calibration dots in the hueArrays
ensures the applicability of such techniques for recovery of
information heretofore deemed irretrievable.

Prior researchers also erred in concluding that storage of
information using colors have inherently a low signal to noise
ratio. Among the errors were the assumptions of linearity inherent
in the use of FouriﬁF transforms in the modelling of photographic
information storage~. Photographic imaging is well known for its
non-linearity, as demonstrated above, taken from a commercial film
publication.
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Current R&D

ColorCode has demonstrated the general concept of storing
information using shades of colors on a variety of media.

Practical limitations to the technology have been determined. The
major limiting factor is the non-availability of commercial
Printers and films capable of achieving the required Resolutions
and recording at speeds practical for information grabbing in real
time.

Level F information density is achievable using color film having
spatial resolutions of 100 lines per mm, and resolving at least 64
shades per each of the 3 individual colors. This is achievable
using current photographic technology.

Level G information density is achievable using color film having
spacial resolutions higher than 200 line pairs per mm (lp/mm) and
resolving 64 discriminate shades per color. The R&D program will
test our assumptions.

Reaching 1level G allows ColorCode to improve upon currently
existing area density of information on CDs by 175%, and improves
more than an order of magnitude in its volume density. The volume
density is much, much higher since the media carrying the hueArrays
is so much thinner than the CD ROM media.

All our explorations in prior art have failed to find work
demonstrating either the possibility or impossibility of attaining
ColorCode goals at levels G or F. All previous work fell short at
not considering the calibration procedures embedded in the
ColorCode process, nor did they actually demonstrate empirically
any negative conclusions.

ColorCode uses media such as color film available commercially for
human eye consumption to store information, thereby ensuring low
film cost. Further experimentation will 1lead to conclusions
regarding what can be expected from improved imaging hardware, used
with ‘slower' (lower ISO number) commmercial color films.

Information Retrieval

The hueArrays on the film are to be read by CCD solid state area or
linear arrays in specially built cameras. The basic modules of
these devices are commercially available. ColorCode has performed
sufficient research to determine that the information retrieval

speeds will be satisfactory. Obviously no more can be said at this
time.

High Speed Information Capture

There are two constituents to rapid capture of information on film.
The first is the rendition of signals from a variety of sources
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simultaneusly, into categorized and organized bitstreams. The
second is exposure of the rather slow chemistry films, to light
modulated by these bitstreams.

The rendition of signals from a variety of sources simultaneusly,
into categorized and organized bitstreams is a task ColorCode will
not tackle. We leave that to groups specialized in that field. We
will take the bitstreams and store them. Then we will retrieve
them, also at high speed. But to organize them requires resources
we do not have available.

The exposure of the rather slow chemistry films to light modulated
by the organized bitstreams will take place in a machine of
ColorCode design. It is a novel type of film recorder enabling
both long duration exposure on slow, high resolution film, and
rapid film motion processing the information stream at high rates.

This machine is as yet subject to secrecy restrictions, thus no
details can be given. Until such a time as the ColorCode film
recorder shall be ready, the recording will be demonstrated on
slower commercial machines.

Currently ColorCode is also concentrating on other applications
such as in the medical and pharmaceutical fields. We are always
ready to discuss possibilities with potential Strategic Partners.
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MICRO-PRESSURE SENSORS

Ben Granath
PCB Piezotronics Inc.
Depew, N.Y.

The capability to make certain high frequency pressure measurements
is often limited by the size, sensitivity and frequency response
characteristics of available commercial pressure sensors.

To meet the needs for such requirements, PCB has developed special
purpose |CP type sensors specifically designed for high frequency, short
wave length shock and acoustic pressure measurements. The unique
performance characteristics of these subminiature sensors with <l mm
diameter sensing elements, include high output to 3V/psi and
exceptionally fast rise time: 0.5 uS for reflected and <2.0 uS for incident
shock wave measurements.

The very high output and fast response of PCB micro-sensors, make
them well suited for low pressure projectile shock wave velocity
measurements and acoustic pressure wave measurements associated with
pyro shock plate motion. A wide range of other high frequency pressure
measurements can also be made.

The following plots show some examples.
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APPLICATION
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132-1320-95

REVISIONS
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> Model No.
ll[n SPECIFICATIONS 132432
ICP Pressure Sensor Revisions
PIEZUTRONKCS
Dynamic Amplitude Range (+5V) psi [Bars] 50 {3.45]
T aximum Pressure psi {Bars] 50 [3.45)
Resolution psi [Bars] 0.005 (0.00035)
Sensitivity (nominal) mV/psi [mV/(Bars)] 100 [1450)
Resonant Frequency kH2 500
Rise Time (reflected) 4 sec 05
Rise Time (incident) (in air) u sec 2
Low Frequency Response (-5%) Hz 8300
ELECTRICAL,
Excitation:
Constant Current mA 2-20
Voltage vDC 18-28
Output Impedance ohms <100
Output Bias + volts 8to 14
Discharge Time Constant (nominal) u sec 60
Polarity Paositive
NVIRO
Temperature Range °F [°C] 0to +175 [-17.7 to +79.4)
P
Sensing Element Ceramic
Sensing Surface Dimensions in [mm) 0.02 x 0.03 [0.51 x 0.76]
Housing Material st. steel 303
Dimensions (D x L) in 0.150 x 0.31
[mm] [3.81 x 7.87]
Sealing Epoxy
Weight oz [gram] 0.1 [2.98]
Connector cable 10-32
NOTES:
[1] Diameter including heat shrink tubing.
[2] Weight including cable and connectar.
(3] Attached 1 ft. twisted pair in heat shrink tubing.
SUPPLIED ACCESSORIES:
None Approved | =5+ =l 1-22. v | SpecNo.
Engineer [Ipck & Jr-z2--iv 132-1320-80
Sales |Daye § }1:22 93 Sheet 1 of 1
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A PROGRAM TO VALIDATE INSPECTION TECHNOLOGY FOR AGING
AIRCRAFT

Patrick L. Walter
Sandia National Laboratories
Albuquerque, NM 8718S

Abstract

This paper provides an overview of a program established at Sandia National Laboratories
by the Federal Aviation Administration (FAA) to validate nondestructive inspection (NDI)
processes for application to aging aircrafi. The paper describes an NDI Validation Center,
an evolving library of specimens with typical defects, a validation process, ongoing related
field experimentation, and current and future work activities.

Introduction

The Aging Aircraft NDI Validation Center (AANC) was established by the Federal
Aviation Administration Technical Center (FAATC) at Sandia National Laboratories
(SNL) in August of 1991. This Center supports the Inspection portion of the FAA's
National Aging Aircraft Program. This national program was mandated by Congress
through the 1988 Aviation Safety Act. While the AANC's funding source is the FAA, its
ultimate customers include the airframe and engine manufacturers, airlines, and third party
maintenance facilities.

The goal of the AANC is to provide independent validation of technologies intended to
enhance the structural inspection of aging commuter and transport aircraft. The existing
oversupply of passenger capacity and poor airline earnings (1), coupled with defense
cutbacks, indicate that technologies validated by the AANC should also attempt to
contribute to the financial health of the aviation industry. The deliverables from the
AANC's validation activities will be an assessment of the reliability of proposed inspection
technologies as well as analyses of the cost benefits to be derived from their
implementation.

Center Key Elements and Status

NDI Validation Center-A ribbon cutting ceremony which officiatly opened the NDI
Validation Center was hosted by SNL on February 10, 1993, at the request of the
FAATC. The Center is housed in a hangar on the west side of Albuquerque International
Airport. This site has close proximity to SNL, ease of access for Center users, and access
to airport repair and maintenance facilities. The Center contains 16,875 square feet of
aircraft storage space, 7,762 square feet of office and storage space, and 99,988 square
feet of outdoor pad space. The Center is intended to replicate a working maintenance
environment where human factors which influence inspection reliability can be controlled.
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It contains test beds for use by private and government sectors in its growing Sample
Defect Library .

Sample Defect Library-This Library contains samples of the major types of damage
encountered in aging aircrafl for use in validating NDI processes. It presently contains
over 100 examples of aircraft repairs, pancel, skin and trames sections, and other structural
elements. The Sample Defect Library contains representative examples of corrosion,
disbonds, and fretting, as well as first and second layer fatigue cracks. A B737-200 with
46,358 cycles, a nonworking JT8D engine, and its complete maintenance records resides
in the Center's Library. By using an entire aircraft, the AANC can assess human factor
issues such as accessability (e.g., on wing inspection), hangar environmental issues, and
inspector-aircraft-NDI equipment interactions. The aircraft can also be used to assess
NDI techniques which require fuselage pressurization. Figure 1 illustrates the
aircraft/hangar environment. Currently, large sections of DC9 fuselage structure are also
being acquired.

Validation Process- The Validation Process (3) consists of an independent, quantitative,
and systematic assessment of both the reliability and the implementation costs of an NDI
process. An NDI process is defined as the NDI systems and procedures used for
inspection; as well as the NDI equipment operator, inspection environment, and the object
being inspected. The phases of the Validation Process are Phase 1. Conceptual, Phase 2.
Preliminary design, Phase 3. Final design, and Phase 4. Field implementation. Validation
activities in Phase | are comprised of identification of the interrogated component, flaw,
and material type; laboratory verification; initial capability assessment; and initial
equipment cost assessments. Phase 2 activities involve laboratory tests, identification and
enumeration of preliminary NDI procedures, inspector requirements, and facility
requirements. Phase 3 includes assessment of factors affecting reliability, demonstration
of feasibility through "blind" procedures, acquisition of inspection time data, and early
field trials. Phase 4 involves preparation of validation samples, finalization of procedures,
field iials with indepcndent inspeciors, field trials with poiential users, assessment of
inspector training needs, and Beta-site testing.

The AANC becomes progressively more involved through Phases 2, 3, and 4 of the
Validation Process. To the extent possible, the environment and conditions affecting
inspection will be incorporated into the validation activities that take place in the AANC's
Validation Center. If necessary, field trials and experiments to provide input into the
reliability and implementation cost assessments will be coordinated at operating airline
facilities. The AANC may train airline personnel in the use of a given NDI process and
loan them equipment for additional feedback. The first NDI instrument to enter the
Validation Process is the Magneto-Optic/Eddy Current Imager (MOI) manufactured by
Physical Rescarch, Inc. This instrument uses a magneto-optic sensor to directly view the
magnetic field images associated with cracks on the surface of a material.

Field Experimentation-A Principal Structural Element (PSE) is defined as that part of
structure whose failure could lead to the loss of the aircraft. All transport aircraft and
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some commuters are now designed to Damage Tolerance Analysis (DTA) requirements,
DTA is the combination of slow crack growth analysis, residual strength calculations, and
NDI procedures (2). FAR 25.571 "Airplane Damage Tolerance Requirements" mandates
design requirements for transport aircraft and Figure 2 illustrates the ingredients that make
up DTA. Probability of Detection (POD), included in Figure 2 as a function of flaw size,
is the fraction of flaws of nominal size, "a", that are expected to be detected in a given
inspection. The POD associated with a given NDI process is a key ingredient in setting
the inspection interval for a PSE. Airframe manufacturers’ determine the POD at their
facility for the NDI process they specify to inspect a given PSE. They then apply
conservatism (4) to account for differences between the POD they determine and what
they expect to exist .n the environment of a field maintenance facility. The question
unanswered is: whit is the actual POD associated with an NDI process at the field
maintenance facility?

At the FAATC's request, the AANC designed and is currently implementing an experiment
to quantitatively assess the reliability (POD) of high-frequency eddy current inspections of
lap splice joints in airline maintenance and inspection facilities. Human factor issues which
can degrade inspector performance are encompasaed in this experiment (5,6). Specific
factors to be studied within the experiment plan include off-angle cracks, unpainted versus
painted surfaces, variation of reference standards, accessibility of the task, time into task
(boredom), work shifts, and differences in specimen definition. Data will be collected
during the experiment on facility conditions such as lighting, noise level, and inspector
training and recency of experience. Figure 3 shows the experimental setup which includes
approximately 76 feet of lap splice. This experiment is traveling to nine maintenance
facilities, three of which are third party (not directly associated with an airline). A human
factors expert and an NDI technician are traveling with the experiment. Science
Applications International Corporation (SAIC) and AEA Technology, Harwell (UK)
participated with SNL in the experiment design. SAIC is fielding the experiment for SNL.

Previously mentioned was that the MOI was the first instrument to enter the Validation
Process. The MOI was originally designed to inspect for surface cracks at rivet sites on
aircraft skin as a competitive technology to high-frequency eddy current probes.
Incorporation of the MOl into this field experiment allows its reliability to be assessed and
directly compared to PODs determined for the high-frequency eddy current inspections.
The Northwestern University Transportation Center (NUTC) is performing a cost benefit
analysis of the MOL

Current Work Activities-The POD of Eddy Current Lap Splice Experiment has traveled to
five maintenance facilities thus far: American Airlines, Dalfort Aviation, Aloha Airlines,
Tramco, and Alaska Airlines. The MOI was integrated into this experiment during stops
at American and Dalfort. Four more facilities will take part in the experiment through
August of 1993.

The FAATC has funded NDI initiatives at Penn State, Wichita State, Carnegie Mellon,
and Johns Hopkins Universities, Grumman Aerospace; and Transport Canada. In
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addition, its other principal center, Center for Aviation Systems Reliability (CASR: lowa
State, Northwestern, and Wayne State Universities), has many NDI initiatives in progress.
Most of these initiatives are in Phase 2 of the Validation Process and will soon be reaching
the AANC for demonstrations or early field trials. Wayne State University recently
completed one week of demonstrations at the AANC using Thermal Wave Imaging on the
B737 aircraft. This imaging is a broad arca technique to locate corrosion and disbonds.

In addition, the AANC is surveying commercially available manual scanners for eddy
current and ultrasonics aircraft inspection as well as commercially available visual
inspection aids (e. g., light sources, shadow Moire, structured light). New Mexico State
University also is working within the AANC on shearography aided inspection. This laser
based inspection technique will be able to map whole strain fields for applications such as
quantifying bond degradation in repair applications.

Work is also continuing on acquiring additional blind samples for the Sample Defect
Library of the Center. A data base is being established for this Library to electronically
catalogue specimen histories and to store inspection results.

Future Work Activities-Experience gained from field experimentation will identify those
key human factor elements to replicate in the Validation Center. This will enable a more
cost effective assessment of the reliability of NDI processes. A program in visual
experimentation will also be initiated. In visual inspection, the human being is the
equivalent of the NDI instrument. [t is difficult to assign a quantitative reliability to visual
flaw inspection. Flaws are detected by many clues such as sight ("smoking rivets"), touch
(rough surface), and smell (leaking fuel vapors). Nevertheless, comparative visual
inspection experimentation may be performed to assess effects such as directivity, stand-
off distance, and inspection aids.

A program will be initiated to baseline the condition of the AANC's B737 aircraft.
Dependent on findings, engineered flaws may be placed in the airframe structure against
which to assess NDI processes. The Sample Defect Library will continue to be expanded
as will its database to accomodate electronic media input as well as to implement data
fusion for comparison among multiple inspection techniques. Techniques will be
developed to pressurize the B737 to operating cabin levels. This will enable validation of
processes associated with NDI techniques such as shearography and acoustic emission
which are dependent on a pressurized aircraft. As the funded NDI initiatives within the
FAATC's program continue to mature, the AANC will become increasingly involved with
field trials and Beta-site testing to interface the FAA's program to the civil aviation
industry.

Conclusion
This paper has described the Aging Aircraft NDI Valiation Center established at Sandia
National Laboratories by the Federal Aviation Administration Technical Center. The

AANC and its Sample Defect Library, integrated into a defined Validation Process, are
allowing the reliability and cost effectiveness of NDI processes to be assessed. The
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AANC is also conducting 2 POD experiment which will provide a quantitative assessment
of the reliability of existing high frequency eddy current lap splice inspections in airline
maintenance facilities. This field experiment will help identify which key human factors to
replicate within the Center to provide a more economical and faster assessment of field
reliability. A program in visual experimentation will soon be initiated. The AANC will
become increasingly involved with field trials and Beta site testing to best interface the
FAA's program to the civil aviation industry.

*This work is supported by the FAA Technical Center, Atlantic City International Airport,
New Jersey.
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Figure 1. Aging Aircraft Test Specimen in Validation
Center
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Figure 3. POD of Eddy Current Lap Splice Experiment
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A CRYOGENIC PRESSURE SENSOR MODULE FOR SPACE SHUTTLE
MAIN ENGINE APPLICATIONS
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ABSTRACT

A muitichannel cryogenic pressure sensor module has been developed and tested over an
extended temperature span from -184 °C to +50 °C and a pressure range of 0 to 5,000 psi. Objectives
of this program are to develop a four-channel pressure sensor module with a pressure range of O to
5,000 psia and an operating temperature region from -253°C to 60 °C. Applications of these modules
are intended for measurements of hydrogen and oxygen fuel line pressure of the Space Shuttie main
engines.

The pressure sensor modules reported in this paper consists of two pressure sensor dice and
two differential-input instrument amplifiers, all of which are packaged in a stainless steel pressure
vessel with feedthrough pins. The pressure sensor dice are piezoresistive type of silicon-on-silicon
structure with an evacuated reference chamber for absolute pressure measurements. The operating
pressure range of the sensor dice is from 0 to 5,800 psia with the maximum pressure rated at
8,700 psia. The two instrumentation amplifiers in the module are not exposed to the pressure
environment, but they are exposed to the cryogenic environment.

The pressure sensor modules exhibit a typical sensitivity of 0.008 mV/V/psi. Typical offset
voltage of these sensors are less than 0.35 percent of full-scale output over a temperature range of
-260°C to 20°C. Maximum static error and nonrepeatability at -184 °C are 0.31 percent and
0.42 percent of full-scale output, respectively. Vibration and shock tests revealed that no detectable
sensor output has been observed up to 80 g's from 20 Hz to 2,000 Hz and 400 g's of a half-wave
sinusoidal shock along the three axes. Exposure of the sensor modules in H, and O, environments at
1800 psi over a period of 31 days showed no sign of sensor performance degradation nor any
observabile change of the sensor materials.

INTRODUCTION

A two-channel cryogenic pressure sensor unit has been developed for measurements of fuel
pressure of Space Shuttie Main Engines (SSME). The pressure sensor unit consists of two
piezoresistive silicon pressure sensor dice and two instrument amplifiers; the pressure sensor dice are
enclosed in a stainless steel pressure vessel, and the amplifiers are mounted on the outside of the
stainless steel pressure vessel. Currently, pressure sensors used for SSME applications are thin-film
deposited strain gage types which were primarily constructed for operations outside of the liquid oxygen
and hydrogen temperatures, -60 °C to +165 °C.

Desired specifications of the pressure sensor units are:

1) Pressure range: 0 - 5000 psia
2) Temp. range: -253 °C - +60 °C
3) Freq. bandwidth: 0 - 2,000 Hz
4) Vibrations/Shock: 80 g's from 25 Hz to 2,00 Hz and 400 g's impulse
5) Accuracy:
a) Max. Static Error: Less than 0.25% of FSO
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b) Max. Nonlinearity: Less than 0.25% of FSO
c) Max. Thermal Error: Less than 0.25% of FSO/C at T=-253 °C
Less than 0.25% of FSO/C at T=+60°C
6) Temp. Coeff. of olfset Voltage: Less than 0.05% of FSO/C

7) Temp. Coeff. of Sensitivity: Less than 0.25% of FSO/C
8) Maximum Hysteresis: Less than 0.5% of FSO
9) Maximum Over Pressure: 8,700 psia for sensor dice
12,000 psi for pressure vessel
10) Long Term Stability: Less than 1% of FSO/30 days
11) Materials Compatibility; High pressure O, and H, environment

The three most important areas in the development of a cryogenic multichannel SSME pressure
sensor unit are silicon pressure sensor dice, cryogenic compatible packaging of the pressure sensor
components, and signal conditioning circuit which is integrated next to the pressure sensor dice. High
pressure hydrogen and oxygen fuel environments at cryogenic temperatures pose a ditferent set of
requirements for the pressure sensors, and they are considered in the following sections.

A cross sectional view of the two channe! pressure sensor unit is shown in figure 1. Two
silicon pressure sensors are attached on a circular Teflon and alumina substrate with a number of holes
which accommodates feedthrough pins of the pressure vessel. The feedthrough pins are soldered to
the substrate for the purposes of electrical connection to the silicon sensor dice and structural support
of the substrate. Electrical connections between the silicon sensar dice and the substrate are made
with ultrasonic bonding of a 0.00075-inch diameter gold wire. Two instrument amplifiers are placed on
a Kevlar/epoxy printed circuit board that is mounted to the outside feedthrough pins of the pressure
vessel.

When the cryogenic pressure sensor unit is exposed to near the temperatures of liquid
hydrogen or oxygen, thermally induced undesirable stress may develop across the bonded interfaces of
dissimilar materials of the sensor unit and cause delamination of the bonded interfaces such as silicon
pressure sensor dice and a substrate on which the silicon sensors are attached. Any induced stress on
the silicon sensor will cause the sensor offset voltage variations that are detrimental to the accuracy of
the overall instrument system. Considerable emphasis is given in selectior: of materials whose
temperature coefficients of expansion profile are similar over a wide range of temperatures. Use of an
absolute measurement pressure sensor, which does not require a reference pressure port, has
eliminated a considerable amount of difficulties associated with introducing a reference port in a high
pressure cryogenic system.

The silicon pressure sensor dice in use have an impurity density in the range of 10®° atoms per
cubic centimeter, which will provide a considerably stable temperature coefficient of offset voltage, with
reduced sensitivity, over a cryogenic temperature range. Most of the commercially available silicon
pressure sensor dice are lightly doped for a higher sensitivity at room temperatures, however, they may
no longer behave as a viable sensor at temperatures below -100 °C. These sensors will show
decrease in the bridge resistance values with decreasing temperature from room temperature to
roughly -100 °C, due to increase in mobility of the charge carriers. Temperatures below -100°C, the
resistance values will increase with decreasing temperature as an effect of charge carrier freeze-out.
These changes in the resistance values cause a considerable variation in offset voltage of the lightly
doped silicon pressure sensors.

An instrument amplifier circuit board consists of two instrument amplifiers and other passive
components associated with the amplifier circuit. These components are not directly exposed to the
cryogenic environment, however, they are located in the outside chamber of the pressure vessel where
the temperature is lower than that of ambient. Prototype pressure sensor units have been constructed
for cryogenic operations and tested repeatedly at -184 °C with the instrument amplifier circuit board
operating for a period of over 4 hours at a time.
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Pressure sensor units have been evaluated to determine their sensitivity, long-term stabutity,
offset voltages over a temperature range of -184 °C to +50 °C, maximum static error and
nonrepeatability. Vibration and shock tests were conducted up to 80's from 20 Hz to 2,000 Hz and
400 g's of a half wave sinusoidal shock along the three axes. Sensor modules were exposed to
gaseous H, and O, environments at 1,800 psi over a period of 30 days, and the sensors have shown
no observable change on their performance characteristics.

TECHNICAL CONSIDERATIONS AND EXPERIMENTAL RESULTS

This section deals with the selection criteria for silicon pressure sensors for cryogenic
applications, bonding/adhesive materials, instrument amplifier circuits compatible with cryogenic
pressure sensor applications, pressure vessel and its frequency response, and experimental resuits.

1. Silicon Pressure Sensor Dice for Cryogenic Applications

Silicon pressure sensor dice have four piezoresistance elements forming a Wheatstone bridge
configuration on a monolithic silicon substrate. Changses in the values of these resistances are
observed as a function of pressure input to the sensor. Properties of these resistors along with
mechanical configuration of the sensor play important roles: sensitivity, thermal properties, accuracy,
hysteresis, and long-term stability.

These tesistors are metalogically diffused into the silicon substrate either by means of thermal
diffusion or ion implantation of impurity atoms into a silicon substrate, and the number of these
impurities determine the density of charge carriers available in the conduction band of the silicon bridge
resistor. As the charge carrier density is increased, piezoresistance and temperature coefficient of
resistance decrease [1]. For a lightly doped pressure sensor, a higher value of piezoresistance
coefficient is obtained but its offset voltage may become undesirably high at cryogenic temperatures.

At temperatures near -200 °C, a lightly doped bridge resistors may increase their resistance values by a
factor of three, and offset voltages of silicon pressure sensors may vary unpredictably [(2]. It is noted
that impurity density of 1x1¢*/cm® is a reasonable compromise for acceptable sensor stability and
sensitivity.

Selected silicon pressure sensor dice for the cryogenic SSME applications have their impurity
density near 1x10%°/cm>, and the pressure sensor dice are micromachined to form a pressure sensing
diaphragm with a support rim. The supporting rim is bonded with gold/tin eutectic material to a silicon
substrate in vacuum, thus making the sensor an absolute type device. Temperature coefficients of
offset voltage of silicon pressure sensors were studied with the sensor dice bonded to a Teflon printed
circuit board with cryogenic adhesive and with others free from the board, and it showed that no
determinable variations in the offset voltages between these two cases were observed over a
temperature span of -184 °C to +50 °C. The maximum offset voitage of these sensors has been less
than 0.35 percent of full scale output from -260 °C to 20 °C, see figure 2.

2. Pressure Sensor Board and Pressure Vessel

The pressure sensor boards are either Teflon based printed circuit boards with copper
electrode or aluminum nitride wafers with thick-film gold electrode. Electrical connections between the
pressure sensor dice and the pressure sensor board were made with 0.00075-inch diameter gold wire
using an ultrasonic wedge bonder. In addition to Teflon based printed circuit board and aluminum
nitride boards, alumina boards were also evaluated. All of these boards have not shown any sign of
degradation or microcracks, after they were exposed to 10 consecutive thermal cycles from room
temperature to liquid nitrogen bath dip.

In view of materials compatibility in high pressure hydrogen and oxygen environments, and the
differences in tempe-. lure coefficients of expansion between silicon with respect to the pressure sensor
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board materials, aluminum nitride and alumina show favorable properties. Temperature coefficient of
expansion of silicon is known to be in the range of 5 to 6 parts-per-million (ppm) per degree C, while
that of aluminum nitride shows 4 ppm/C, Teflon varies from 18 (x-axis) to 13 (y-axis) ppm/C, and
alumina with 5.4 ppm/C. Bonding of silicon pressure sensor dice to the boards was made with gold/tn
(Au/Sn) eutectic and cryogenic adhesive {Crest-7450) for aluminum nitride and Teflon PCB,
respectively.

Use of Au/Sn eutectic sheet requires heating of the silicon sensor dice and the board to 320 °C.
It is noted that a fractional surface area of the silicon pressure sensor dice were bonded to the board
s0 as to minimize unwanted stress generated by the difference in coefficients of thermal expansion of
two dissimilar materials, a typical bonding area is approximately 2 mm x 2 mm.

Crest-7450 is rated by the manufacturer with elongation factor of 1.5 percent and tensile shear
stress of 7,000 psi at -196°C. Room temperature elongation factor of Crest-7450 is 500 percent. Pull
tests conducted in our laboratory showed 3,200 psi tensile shear stress at -184 °C, no attempt has been
made to resolve this discrepancy as the pressure sensor dice would be subjected to shear stress well
below 3,200 psi, as they are absolute sensors. Pull tests of Au/Sn bond with silicon sensor dice could
not be carried out properly as either silicon sensor or aluminum nitride substrate broke off before any
bonding failure across the interface took place.

The pressure vessels have been designed and obtained through a commercial concemn, the
specifications of the vessels are: (1) 12,000 psi maximum operational pressure, (2) operational
temperature range from -253 °C to +60 °C, (3) leak rate less than 10° Torr, (4) shock level of 400 g's
half-wave 4 msec. sinusoid and 80 g's from 20 to 2,000 Hz, (5) vessel material of #316 stainless steel,
and electrical contacts of MIL-123011, class 2, with type 3 gold plating. The vessels have shown
excellent structural integrity throughout the numerous thermal cycles with no leakage at the glass
insulation to metal joints. The vessel has been hydrostatically pressurized to 15,000 psi to evaluate its
structural and sealing integrity after a number of thermal cycles from room temperature to -196 °C.

3. Exposure to Hydrogen and Oxygen Fuel Environments

Though actual exposure of the pressure sensor units to oxygen and hydrogen fuel
environments is in the order of minutes for each mission of Space Shuttle flight, materials used for the
pressure sensor units were selected to assure their compatibility with high pressure gaseousfiquid
oxygen and hydrogen. The materials exposed to the fuel environments are pressure vessel of stainless
steel #316 with glass insulation and gold plated Kovar electrical feedthrough pins. The pressure vessel
contains silicon pressure sensor dice bonded on a copper lined Teflon substrate with a cryogenic
adhesive or a thick-film gold .lectroded aluminum nitride with Au/Sn eutectic material.

Type 300 series stainless steel and copper alloys are known to be compatible for gaseous and
liquid oxygen service. Type 300 stainless steel and copper alloys are approved, NHB 8060.1 criteria,
for use in gaseous oxygen at 10,000 and 6,700 psig at temperatures less than 72 °C, respectively 3],
In liquid oxygen at 1,050 psig, copper alloys and type 300 stainless steel are compatible for service
based upon NHB 8060.1A criteria. Compatibility information on the remaining materials in high
pressure oxygen environments have not been found. In cryogenic gaseous and liquid hydrogen
environments, the materials used for the sensor units are known to be stable.

Upon integration of the pressure sensor units and establishment of the sensor baseline
performance, they were exposed to gaseous oxygen and hydrogen at 1,800 psi for a period of 30 days
each. Comparison of these sensor units' performance after the 30 days period in each gas has shown
no detectable change in sensor characteristics.
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4. Thermal Shock

During the course of normal operations, the pressure sensor units will be exposed to gaseous
or hiquid environment as well as a mixture of both states in some cases. The sensor units may
experience a considerable change in temperature when the state of fuel changes from gas to liquid,
which may be the case when the Space Shuttle main engines are started. Though this sudden change
of temperature and gaseous to liquid state cannot be simulated, a number of subsiratas with siicon
pressure sensor dice were dropped into liquid nitrogen bath and then brought it back to room
temperature for three times, which correspond to a severe thermal shock. Visual observation under
microscope does not reveal any damages or microcracks of the dice, and simple manual sheer tests of
the die to substrate do not indicate any delamination of the die to substrate bond.

5. Instrument Amplifier Circuit Board

The instrument amplifier circuit board consists of two instrumentation amplifiers (AD 524SD)
and a set of resistors. All of these electionic components were tested in liquid nittogen temperature
bafore they were integrated into the board. The cryogenic temperature response shows that the gain
variations of these amplifiers were measured to be less than 0.0026 percent of FSO per degree C [2].
Approximately 50 percent of AD 524S0Ds failed when they were first operated at the liguid nitrogen
temperature. Teledyne 311's have been used with the similar resuits.

6. Vibration Tests

Vibration and mechanical shock tests were conducted at a room temperature and -196 °C. For
the vibration tests, acceleration levels were varied up to 80 g's from 20 Hz to 2,000 Hz along the three
axes while the sensor outputs were monitored. This vibration test has been repeated twice at room
temperatures and also near -196 °C, and no resonant frequency was observed from the sensor outputs.
A series of shock tests at room temperatures and near -196 °C have revealed that the sensor units are
immune to a quarter-wave sinusoidal shock of 4 msec. period reaching the shock level of 400 g's.

7. Long-Term Stability

A long term stability of the pressure sensor units were observed at room temperatures over a
period of 31 days at six pressure set points from 0 to 5,000 psi with an increment of 1,000 psi. On
vach day the pressure sensor unit was turned on and tested immediately at 11 pressure points from
0 to 5,000 psi and back to 0 psi. A long-term stability of 0.56 percent of full-scale output has been
observed over a period of 3tday . Figure 3 shows the 31day long-term stability profile of a pressure
sensor unit. No attempt was made to determine hysteresis of the sensors as the pressure settings
were not made without over- and under-shooting of the desired pressure seftings.

8. Resonance Frequency Estimation of Pressure Vessel

Helmholtz resonance trequencies have been estimated with a final version pressure vessel ol
0.7 inch D x 0.75 inch L cylindrical pressure vessel with -184 "C gaseous media, the resonani
frequencies varied from 200 Hz to 2,500 Hz for the inlet orifice radius of 0.1 inch to 0.25 inch.

9. Pressure Sunsor Performance

A cryagenic two-channel prassure unit was connected to a pressure contioller and data
acquisition system. The pressure sensor unit was placed in an environmental chamber whose
temperature was adjusted from -184 °C to +20 "C. Figure 4 is a typical response of the pressure
sensor units with increasing pressure from 0 to 5,000 psi and returning to 0 psi. Maxamum static error
and nonrepeatability are 0.31 percent and 0.42 percent of full-scale output, respectively.




CONCLUSION AND REMARKS

A cryogenic 2-channel pressure sensor unit for the SSME has been developed and tested over
an extended temperature span from -184°C to +50 °C and a pressure range of 0 to 5,000 psi. The
pressure units have a typical sensitivity of 0.008 mV/V/psi. Maximum offset voltages are less than
0.35 percent of full-scale output over a temperature range of -260 °C to 20 °C. Typical maximum static
error and non-repeatability at -184 °C are 0.31 percent and 0.42 percent of full scale output,
respectively. Long-term stability of this unit is less than 0.56 percent of FSO/31 days. The pressure
sensor units are also immune to a sinusoidal shock up to 400 g's and vibration level of 80 g's from
20 Hz to 2,000 Hz.
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Flight Test Dynamic Data Gathering Using Digital Encoding

by

Paul Villhard
McDonnell Douglas Aarospace
McDonnel! Douglas Corporation

Abstract

A family of anti-aliasing dynamic data filters, minimum recommended sam-
pling rates, and a point by point autoranging digital encoding technigue have
been developed by the McDonnell Douglas Aerospace (MDA) Flight Test Instru-
mentation Department to replace the Frequency Modulation (FM) analog system.
This provides the following advantages to flight test programs: dynamic range
of 90 dB; elimination of overscale; optimization of resolution; time correla-
tion of sampled analog data; automated self documenting setup; encryption of
analog data; repeatable and quantifiable performance; and uniform support,
recording and processing facilities. This paper discusses the dynamic digi-
tal data encoding issues, including parameter bandwidtl; sample rate selec-
tion; and the causes, effects, and elimination of aliasing. It concludes
with a description and typical applications of the Digital Data Acquisition
System (DDAS) Presample Filter and Dynamic Data modules. B3lso, as a compan-
ion effort to the dynamic data studies we have identified 5 anti-aliasing
filters that will accommodate the frequency range of non-dynamic data.

Intxroduction

A digital data acquisition system converts continuous signals .nto a series
of sampled digital values. The objective is to encode the continuous signal
with a finite set of samples which are adequate to preserve both the fre-
quency and amplitude information over a desired bandwidth. To achieve this,
the sample rate and presample filter characteristics must be appropriately
related and carefully selected. To satisfy these requirements for digital
encoding of dynamic data, a family of anti-aliasing filters, minimum recom-
mended sampling rates, and a point by point autoranging digital encoding
technique were developed by the McDonnell Douglas Aerospace (MDA) Flight Test
Instrumentation Department.

This paper discusses digital dynamic data gathering issues, including
parameter bandwidth; sample rate selection; and the causes, effects, and

elimination of aliasing. It concludes with a description and typical
applications of the Digital Data Acgquisition System (DDAS) Presample Filtex
and Dynamic Data modules. These modules and DDAS are planned for use during

the F/A~1BE/F flight test program. (DDAS is a high bit rate programmable PCM
system developed by the MDA Flight Test Department).

Bandwidth

Requirements for dynamic data start with determining the signal measurement
bandwidth. Some of the frequency components will be due to physical phenom-
ena of interest and some due to noise (electrical and environmental). Estab-
lishing the band of frequencies of interest is the basis for establishing
data sampling parameters, including presample filtering characteristics, sam-
pling rates, and post sampling processes, such as digital filtering. Bandwidth
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is established based on measurement objectives, knowledge of the various mea-
surement techniques and their response characteristics.

Sampling & Aliasing

Aliasing is a frequency domain error. It cccurs when the replicated signal
spectrum caused by the sampling process overlaps the bandwidth of interest.
This happens when a continuous signal is periodically sampled and components
of the signal are at frequencies higher than half the sample rate. This is
called the Nyguist rate. An example of this is typically seen in motion
pictures of a rotating spoked wheel or aircraft propeller. As the wheel or
propeller rotates faster, it appears to slow down and stop, ©Or even rotate
backward. The sampling process produced by the discrete picture f£rames
Yaliases” the high rotation speed into the lower frequency interval, Figure 1
is a graphical example of the aliasing process while Figure 2 provides the
mathematical basis.
Original Signal Reconstructed Original Signal
(Aliased Signal)

Composite of Original Signal and Undersampied
Signal, Showing How the Aliased Signal Comes
From the Original Signal

GP31-0103-1-v
Figure 1.
Legend
Bandwidth I Fs = Sample Rate
of interest | | Fi = Folding Frequency
Amplitude I | Original (Fi=12Fs)
| | Signal
Aliased Signal /l : i
(Repilicated Signal !
Spectrm) — F F Fs
Frequency
GP310103-2.
Figure 2.
In Figure 2 the frequency defined as Ff is equal to one half the uniform
sample rate, Fg, and is called the folding £frequency. It gets its name
because all frequencies in the signal are “folded” about Fg. Based on the

relationship between frequency and sample rate, the following identifies fre-
quencies with potential for aliasing:

For any frequency of interest, fj, in the range 0 < f; < F the higher
frequencies aliased with £f; are defined by:

(Fg + £1), (2F + £1), ..., (nFy + £y)
where: Fgs = sample rate (1/t)

t = time between sampled points (1/sample rate)
F¢ = folding frequency (Fg/2)
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For example, if the frequency of interest, £;, is 2000 Hz and the sample
rate chosen is Fg = 8000 samples/second, then data at 2000 Hz is aliased with
6000 Hz, 10000 Hz, 14000 Hz, etc. If there is a component of the sampled
signal at 6000 Hz, 10000 Hz, 14000 Hz, etc. it will appear at 2000 Hz. This
is true for any fregquency components in the interval defined by 0 to 4000 Hz
(Fg) . To provide the required measurement gquality these higher fregquency
components which alias the lower frequency components in the frequency range
of interest must be reduced to an acceptable level. This is done by applying
an anti-aliasing filter to the analog signal prior to sampling.

Aliasing is a concern for all data when spectral or time history informa-
tion is important! Once data is aliased, the true signal cannot be recov-
ered. Aliasing is not detectable in the data but can only be guessed at from
knowledge of the phenomena being measured.

Anti-Aliasing Filtering

Anti-aliasing filtering allows sample rate to be reduced while maintaining
aliasing at a insignificant level. This is a particular concern during ana-
log to digital conversion of high bandwidth data such as vibration (0 to 2000
Hz bandwidth) and acoustic (0 to 10000 Hz bandwidth).

In analog to digital conversion of high bandwidth data, anti~aliasing fil-
ters are applied prior to digital conversion. Ideally, the «nti-aliasing
filter (see Figure 3) will eliminate all frequency comsponents above the high-
est desired frequency, allowing the sample rate to be set to two times the
highest frequency of interest. This is called the Nygquist rate. Unfortu-
nately, analog filters are not perfect, and exhibit characteristics shown in
Figure 4. The actual filter characteristics cause the sample rate require-
ments to be higher than two times the highest frequency of interest.

The key to selection of a proper filter and sample rate is to ensure that
frequencies folded into the frequency range of interest do not compromise the

Ideal World |
Ideal Filter
Characteristic For an Ideal Filter, All Energy Above Ff is
Freq Eliminated, Therefore No Aliasing Occurs
Range of in the Frequency Range of interest.
Interest
]
F Fs
GP3:.0103-3-V
Figure 3.
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Real World |

Actual Filter
Characteristic An Actual Filter Does Not Eliminate All
Energy Above Ft, Therefore Aliasing Can
Occur in the Frequency Range of Interest.

GP31-01034.v

Figure 4.

desired quality of data. As shown in Figures 5 and 6, an anti-aliasing
filter with more rapid attenuation characteristics reduces the sample rate;
while a filter with less rapid attenuation characteristics increases the sam-
prle rate. While systems that offer filters with better attenuation charac-
teristics are more expensive and consume more space than lesser filters, they
provide advantages which must be considered in design of high frequency data
airborne filters. Improved filtering reduces sampling rate, which relaxes
aggregate throughput requirements; ground processing input/cutput bandwidth
requirements; storage requirements; and a relaxation of software require-
ments. All of these were considered when the DDAS Presample Filter module
characteristics for vibration and acoustic measurements were chosen.

[
Basic Fliter, Filter Characteristic
High Sample Rate — |
| Basic Filter Characteristics Forces
R Freq. ; l Sample Rate to Be Higher to
| :tne?:s (t’ | : Alias Range Alleviate Aliasing Effects
l
FH FS1
GP31-0103.5-v
Figure 5.
More Powerful Filter, |
Lower Sample Rate S — ‘/'. Filter Characteristic
F | More Powerlul Filter Charactefistics
A req. . | Allows Sample Rate to be Lowered
ange o I While Still Alleviating Aliasing Etfects
interest Aias Range
Ffz F82 FS1
GP31-0103-6-V
Figure 6.
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DDAS Presample Filter Module

The anti-aliasing filters and minimum recommended sample rates (see Table 1)
chosen for dynamin data measurement applications were the result of a flight
test measurement requirements’ study made by a committee of McDonnell Dougliac
Aerospace and General Dynamics instrumentation, data processing, and struc-

tural dynamics engineers. The £ilters are sixth order with a theoretical
passband ripple of 5% and aliasing of less than 0.1% of full scale. This
specification reguires at least 60 dB attenuation at the lowest £requency
which aliases into the data frequency range. (See Figures 7 and 8}
Table 1.

Fliter Type Passband 3dB Cut-0ft Minimum Sample Rate

Butterworth 2000 Hz 2390 Hz 9500 sampies/sec

Tshebyschev 10000 Hz 11200 Hz | 32500 samplesisec

0

Fg = Sampling Frequency (9,500 Hz)
| Fi = Folding Frequency (4,750 Hz)
| F| = Lowest Frequency Which Can
-20 | Alias Into Data Frequency Range
| (Fg —2.000 = 7,500 Hz)

Amplitude - db  _3q Bandwidth i

of Aliased Range
—40] Interest |
‘_——*-1 i
R Fs
-50 | |
60 ] | LI
0 2K aK 6K 8K 10K 12K

Frequency - Hz GPIT01ETY

Figure 7. Butterworth 6-Pole Frequency Response

0
F¢ = Sampling Frequency {32,500 Hz)
-10 ! Fs = Folding Frequency {16,250 Hz)
Bandwi dthl . Fy = Lowest Frequency Which Can
-20 of | 1 Alias Into Data Frequency

Range (F;~10,000 = 22,500 Hz
Interest { ge Fs )

Amplitude - db  _3q4 -.____.7 ised A
Alias ange
40 | /
1 R Fs
|

| |

60 | L {
0 10K 20K 30K 40K 50K

Frequency - Hz

GP31.0103.8 V

Figure 8. Tshebyschev 6-Pole Frequency Response

164




The filter design was subcontracted to Aydin Vector. The filters are
packaged in a DDAS-compatible module containing 8 channels. They can be
adapted to other filter characteristics without redesign because these char-
acteristics are set by plug-in modules but we recommend the standard set
described in this paper. Cost is about $1000 per channel.

Presample Filter Module (PSFM)

Genezal: The Presample Filter Module’s functional block diagram is given
in Figure 8. The module is a signal conditioner for use with the Dynamic
Data Module (DDM). The module functions as a differential input amplifier,
an anti-aliasing filter, and a simultaneocus sampling unit. Tne buffering
function eliminates the sampling spikes commonly generated by the input mul-
tiplexers used in encoding units, e.g. the DDM. It alsc provides the differ-
ential input capability which is not available in the DDM. The filter cutoff
frequency is selectable for compatibility wirh the desired signal bandwidth
and sample rate. The simultaneous sampling function simplifies the problems
of time correlation of parameters in a sampling system. The DDM generates
the timing signals needed to control this module’s samp’ing operation,
Finally, a constant current source is provided for each channel which elimi-
nates additional hardware when buffered accelerometers are used. It can be
selected or deselected by jumper.

Common Excitation Source

I

Excitation Ground ==}
| To Other Channeis
|

M P N DDAS

|
Excitation Source —[—0 ~— +15VDC
ﬂ-—— To Other Channels

Jumper

—_—_——m T

I Constant Current
Jumper. Source

|
I
I
|
!
I
i
|
I
I A® | |

i I
+ Signal (Input) —r—’\-A\-I !
c c . !
— Signal (Input) —I—Q~Q—I Filter |
|
I
I
I
I
I
|
I
I

Jo
.éumper I Jumper
utput ——-—-o K p

L® N

Sampie/MHold

Ground

!
I
I
I

GRITLI03 12.V

Figure 9. Presample Fiiter Module Functional Biock Diagram




Presample Filter Module Specifications:

Number of Channels:

Input Voltage:

Input Overvoltage Protection:

Input Impedance:

Input Coupling:

Gain:

Gain Accuracy:

Output Offset Voltage:

Filter Characteristics:

Number of poles:

Filter Type/

3 db Cutoff Frequencies:

Filter Type determined by:

Filter Accuracy:

Passband For .5 dB Ripple:

Output Impedance:

Sample Acquisition time:

Output Full Scale

Drocp Rate:

8
+5 mV to +5 V
+35 Volts with power on or off

10 megohms with power on
100K ohms with power off

Direct or capacitive coupling per
channel; internal jumper programming

1, 16, 32, 64; jurper programmable

0.5% FS over operating temperature range;
better than 0.2% FS over the temperature
range of -25°C to +70°C and power
variations of up to +2%

10 mV independent of gain selection;
50 microvolts/°C

6

Butterworth: 12, 48, 120, 480,
2390 Hz

Bessel: 241 Hz

Tschebyschev: 11200 Hz

plug-in modules

+.15 dB (amplitude) and +3° (phase) of the
theoretical response from dc to .9 times
the cutoff frequency maintained over the
full operating environment

Butterworth: 10, 40, 100, 400,
2000 H=z

Bessel: 100 Hz

Tschebyschev: 10000 Hz

2 ohms max.

4 microseconds to (0.1% for a 10 Volt step
input or 15 microseconds to 0.03% for a
10 volt step {(jumper selectable)

+ 5 veolts

800 Mv/sec max for 4 microseconds
acquisgition time; less than 20 Mv/sec
for 15 microsecond acquisition time
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Track and Hold Control: compatible with both CMOS and TTL; a
logic “1” places the Sample and Hold
(S/H) for each channel in the hold mode
while a logic “0” places the S/H in the
track mode

Each channel via jumpering can bypass the

S/H mode

Constant Current 2.2 Ma + 20% per channel;

Excitation Output: requires external 14 to 24VDC or will
operate off internal DDAS +1SVDC; (jumper
selectable)

Status Response: responds over the DDAS Internal Digital

Bus (IBUS) with status words indicating
the current programming, i.e., cutoff
frequency, gain, and jumper configuration
for each channel

Operating Environment: acceleration levels to 15 g’s;
temperature range cof -55°C to +71°C

Physical Size: 1T (.6” x 47 x 57)
Power Dissipation: 3.6 watts (ilSVDC, +5VDC)
Weight: .87 1lbs

Dynamic Data Module (DDM)

General: The Dynamic Data Module’s functional block diagram is given in
Figure 10. The Dynamic Data Module (DDM) is an automatic gain ranging ana-~
log-to-~digital converter designed to operate in conjunction with the Presam-
ple Filter Module (PSFM). The DDM uses an autoranging algorithm (point by
point) that selects the optimum gain for each sample rather than time history
characteristics. Because of this it is equally applicable to steady state
and transient data. The DDM provides a dynamic range of 90 dB, accuracy of
1% full-scale (FS), high speed conversion of over 200K bits/second {(uses a
ILC Data Device Corp. ADC-00403 successive approximation 12 bit, 2 microse-
cond A/D converter), and supports simultaneous sampling. Its primary
application is analog-to~digital conversion of vibration and acoustic datcz.
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Ext Gain

Bilevels Gain Code
Ext >
Gain Autoranger
MUX
Sample
32 Input input 1 and Hold
Signals Amp Front
—> It o2 (®) Gain End
Protectionp= ~1anne Gain MuUX AD = Dpan
MuUX Amps Latch
Signal
Common * FE Start a4
Channel Data Convert =tolon
Latch
\ 4 FE
Data
Channel Track Front-
Lockup Decoded Sampling-Pulse End
Table Corntrol [~
F s External
Simultaneous fame sync Sample/Hold
C&?AM | Sampling Simultaneous Signai
anne Control Sarmnpling Pulse
Double- RAM Output Data BUS  [€=— Data To
—p Buffered interface [€——P Instruction DDAS
RAM 16 —— Control J iBUS
(12 Bits for Data and
4 Bits for Gain Code)
GP31-0103-11-.¥
Figure 10. DDM Functional Block Diagram
DDM Specifications:
Inputs: 32 channels, quasi-differential

Signal) Range:

Accuracy:

Resolution:

Dynamic Range:

Lutoranging Gain:

* Fixed Gain:

* Sample Rate:

+156 Mv to + 5V (Autoranging)

+ 1% of full scale, + 1% of reading

10 bits (encoder is 12 bits but aue to
noise reduces effective resclution)

90 dB

6 steps 1 to 32 (1,
6 steps 1 to 32 (1,
220K sps {(aggregate
or more)

205K sps (aggregate
channels)

140K sps (aggregate
channels)

Note: All channels are sampled

same rate.
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Timing Delay: 1 sample

Simultaneous Sampling: Provides control pulse to the PSFM. It
is derived from the DDAS System Pulse by

synchronous division.

Built In Test: Bit verifies 80% of components

DDAS Interface Data Format: 12 bits for magnitude + 4 bits for gain

Operating Environment : acceleration levels to 15 g’s;

temperature range of -55°C to +71°C

Physical Size: 2T (1.2" x 4" % 57)

Power Dissipation: 7.51 watts
Weight: 1.7 1lbs

* Fixed Gain and Sample Rate are programmable on a module basis.
Applications
Some typical applications of the Presample Filter Module and the Dynamic
Data Module are vibration and acoustic measurements. Examples of these are

given below.

Vibration Measurement

A typical vibration measurement data acquisition channel is made up of a
piezoelectric linear acceleration transducer, a Presample Filter Module
(PSFM), and a Dynamic Data Module (DDM). (See Figure 11.) The combination
of the PSFM and DDM provide a flat response within 5% over the frequency
range of 0 to 2000 Hz and aliasing of less than 0.1% of full scale at a
sampling rate of 10240 samples/second. This sample rate was chosen rather
than the minimum sample rate of 9500 samples/second in order to provide a set
of sample rates (10 x 28 samples/second) compatible with multiplex bus data
processing.

DDAS Remote Data Acquisition Unit\

PSFM
(l-sia
£ Impedance f B
q Converter ¥ {} © +SIG
SIG Out
g SHIn
Piezoelectronic
Linear Acceleration DOM
Transducer q SH Out
SIG in
) Master Bus Bus Adder o Sernal
Abrpoi{:le Controller Senal Serial Line Link
R '9 d ¢ {PCM (Remote Unit interface
ecorder Formatter) Interface) Module
DDAS Central Unit-/
GP31-0103-0.V

Figure 11. Vibration Measurement Channel!
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Typically a small, lightweight, piezoelectric linear accelerometer with
internal electronics reguiring a constant current source is used. It con-
sists of a crystalline guartz element with an internal impedance converter.
The quartz element is an effective capacitor which produces a charge across

its plates proportional to a force applied to the crystal. The internal
impedance converter functions as a charge converter and an emitter-follower
and minimizes line capacitive attenuation effects. Typical specifications

are listed below.

Range + 500 g peak, minimum
Sensitivity 10 mv/g + 5%
Input Bias 9-24 vpC through constant current

excitation (2.2 Ma)

Frequency Range 4 Hz to 15K Hz
Amplitude Linearity + 1%

Output Impedance 100 ohms
Resonant Frequency 80K Hz
Temperature Range ~67°F to 257°F
Weight 10 grams

Transducer signal conditioning is provided by the Presample Filter Module
(PSFM) . It supplies constant current power to the sensor. The same two
lines that provide the constant current power to the sensor are used to bring
back the output voltage signal. This type of operation provides benefits in
applications involving long connecting cables or high electrical noise envi=~
ronments., The input is capacitively coupled to an input amplifier with
selectable gains of 1, 16, 32, or 64. The following filter is a 6-pole
Butterworth anti-aliasing filter with its 3 dB cutoff frequency set at 2390
Hz. The output of the filter goes to a sample and hold circuit. The neces-
sary track-and-hold commands come from the Dynamic Data Module. The data is
sampled at 10240 times per second by the Dynamic Data Module. It is config-
ured to operate at a conversion rate of 220K samples/second (aggregate rate
for 17 channels or more). The combination of the filter characteristics and
the sampling rate provides greater than 60 dB attenuation at the lowest fre-
quency component of 8240 Hz which can alias into the data frequency range of
0 to 2000 Hz.

Acoustic Measurement

A typical acoustic measurement data acquisition channel is made up of a
piezoelectric sound pressure microphone, a Presample Filter Module (PSFM),
and a Dynamic Data Module (DDM). (See Figure 12.) The combination of the
PSFM and DDM provide a flat response within 5% over the freguency range of 0
to 10000 Hz and aliasing of less than 0.1% of full scale at the sampling rate
of 40960 samples/second. This sample rate was chosen rather than the minimum
sample rate of 32,500 samples/second in order to provide a set of sample
rates (10 x 2 samples/second) compatible with multiplex bus data processing.
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DDAS Remote Data Acquisition Unit‘\

n PSFM
S L s —1|- SIG
: =3 > ::j —{ } G + SIG
T SIG Out
SHIn
PCB Piezoelectronics
103A11 Microphone boM
L—{ g om
SIG in
Airbo Master Bus Bus Adder S Serial
'D' .;:le Controller Seral Serial Line Link
R 'g! o ¢ ! (PCM {Remote Unit Intertace
ecorder Formatter) Interface) Module
DDAS Central Unit—/
GPI1-0103-10-Y

Figure 12. Typical Acoustic Measurement

. Typically a small, lightweight, PCB Piezotronics 103A11 microphone with
internal electronics requiring a constant current source is used. It 1is
ptructured with ceramic crystal elements, a microelectronic amplifier, and an
accelerometer to cancel out vibration sensitivity. It has & high output
éensitivity of 500 mv/psi. Typical specifications are listed below.

Range (3V output) 6 psi (186 dB)

Input Bias 9-24 VDC through constant current

excitation (2.2 Ma)

Sensitivity 500 Mv/PSI + 10%

Resonant Frequency 13K Hz

Linearity + 2% Full Scale

Output Impedance 100 ohms

Temperature Range =100°F to 250°F

Weight 2.3 grams

Transducer signal conditioning is provided by the Presample Filter Module
(PSFM) . It supplies constant current power to the sensor. The same two
lines that provide the constant current power to the sensor are used to bring
back the output voltage signal. The input is capacitively coupled to an
input amplifier wi*h selectable gains of 1, 16, 32, or 64. The following
filter is a 6-pole Tshebyschev anti-aliasing filter with its 3 dB cutoff
frequency set at 11200 Hz. The output of the filter goes to a sample and
hold circuit. The necessary track-and~hold commands come from the Dynamic
Data Module. The data is sampled at 40960 times per second by the Dynamic
Data Module. It is configured to operate at a conversion rate of 205K
samples/second (aggregate rate for 5 to 16 channels). The combination of
the filter characteristics and the sampling rate provides greater than 60 dB
attenuation at the lowest frequency component of 30960 Hz which can alias
into the data frequency range of 0 to 10000 Hz.
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DDM vs Non-DDM Vibration Measurement Example

Let’s assume that we have a requirement to measure + 25 g’s using a trans-
ducer with 10mV/g sensitivity. Further, let’s assume that a Non-DDM unit
with a 10 bit effective resolution, full scale input of + 5VDC, and fixed
gains the same as the DDM’s is used.

For + 25 g’s, The transducer’s output will be + 250 mv. To accommodate
this, the gain of the PSFM is set to 16 for both the DDM and the Non~DDM.
This results in a + 4 Volts output for maximum input =+ g’s. Using the

Dynamic Range equatigh given below
Dynamic Range = 20 x Log [ (Vin/Vinpg) x Vingg / Vings/ (R x G) ]

Where: Dynamic Range is in dB
Vin = PSFM output voltage (maximum)
Vinpg = Allowable Full Scale Voltage Input of Non-DDM or DDM
R Resolution of Non-~-DDM or DDM
G Gain of Non-DDM or DDM

[}

and substituting for

Vin i 4 Volts
Vinpg = + 5 Volts
R = 1024

G 1

this results in a Non-DDM Dynamic Range of $8 dB. For the DDM example, all
the values of the equation variables are the same as the Non-DDM values with
the exception of the gain. Due to the DDM’s autoranging capabilities, its
gain ranges from 1 to 32 compared to the Non-DDM’s fixed gain of 1. Sub-
stitution of these values into the Dynamic Range eguation results in a DDM
dynamic range of 88 dB and a 30 dB dynamic improvement when compared to the
Non~DDM example.

Conclusion

Anti-aliasing filtering and dynamic data encoding using point by point
autoranging developed by the MDA Flight Test Instrumentation Department pro-
vides an improvement in data quality of greater than 1000 to 1 when compared
to FM encoding systems. The key to this is the correct choice of anti-alias-
ing filtering and sampling rate. MDA has adopted a standard family of fil-
ters and associated minimum sampling (see Table 2 on trne following page} to
achieve this. The filteirs are sixth order filters with a theoretical pass-
band ripple of 5% and aliasing of less than 0.1% at the specified sample
rate.

172




* Table 2.

Fiiter Type Passband Minimum Sample Rate
Butterworth 10 Hz 48 samples/second
Butterworth 40 Hz 190 samples/second
- Butterworth i 100 Hz 475 samples/second
Bessel 100 Hz 1575 samples/second
Butterworth 400 Hz 1900 samples/second
Butterworth 2000 Hz 9500 samples/second
Tschebyschev 10000 Hz 32500 samples/second

* As a companion effort to the dynamic data studies, we have identified
five (5) additional filters to accommodate the frequency range of non-dynamic
data. These filters along with the dynamic data filters cover the entire
flight test measurement bandwidth spectrum.

Recommendation

It is recommended that the test community adopt a standard family of filters
.nd sample rates. Those listed in Table 2 are offered for consideration.
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STATIC VERSUS DYNAMIC CALIBRATION OF MINIATURE PRESSURE TRANSDUCERS

David Banaszak, Electronics Engineer
Gary A. Dale, Instrumentation Engineer

U. §. Air Force, Wright Laboratory
Flight Dynamics Directorate
Wright-Patterson AFB, OH

Abstract

This paper discusses the techniques and results of the Flight Dynamics
Directorates' evaluation of dynamic pressure transducers for use during a wind
tunnel test of a transport aircraft forebody model. An area of concern was how
the static sensitivities of the transducers compared to the dynamic
sensitivities. To check this, forty-five transducers were evaluated by two
methods. The first method, conducted by the Aeromechanics Division of the
Directorate, consisted of a multipoint static calibration to determine the
transducer’s sensitivity. The second method, conducted by the Structures
Division of the Directorate, involved a dynamic calibration of the transducers.
The results from the two methods were compared with each other and the
manufacturer's sensitivity. Additional static calibrations were done to try to
resolve the discrepancies between the static and manufacture's sensitivity.
Results, conclusions and recommendations are presented.

Background

The Mechanical Instrumentation Group c¢f the Aeromechanics Division reguested
dynamic calibration support from the Instrumentation and Acquisition Group of
the Structura) Dynamics Division for a planned wind tunnel test of a transport
aircraft forebody model., The configuration of the test article was such that
once the transducers were installed, accessibility was very limited, thereby
making in place calibrations impossible. As such, the groups decided to
perform both static and dynamic laboratory calibrations on the 45 pressure
transducers, prior to installing them in the model. An area of concern was how
the static and dynamic sensitivities of the pressure transducers would compare.

Test Item Description

The transducers calibrated were miniature, silicon diaphragm type and
cylindrical in shape, nominally .080 inch diameter by .375 inch long. They
were differential reference type with ranges of 5 psid, 25 psid and 75 psid.
The nominal resonant frequency of the transducers was 125 KHz to 190 KKz,
depending on the differential pressure range.

Instrumentation

A block diagram of the static calibration instrumentation is shown in Figure 1.
As shown, the physical excitation was applied with a dead weight tester.
Transducer excitation voltage was provided by a Kepco power supply and
transducer output was read by a HP 3497A Data Acquisition and Control Unit.
During the calibration process the excitation voltage was periodically checked
to assure stability. The HP 3497A had a 20 channel multiplexer that fed the
unamplified transducer output directly into a digital voltmeter. All
excitation and transducer electrical leads were shielded. The HP 3497A had an
input impedance of greater than 1010 ohms, greater than the minimum 10® ohms
recommended by the transducer manufacturer. A PC based data system records and
reduces the calibration data.
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A block diagram of the dynamic calibration instrumentation is shown in Figure

2. As shown in the figure, the instrumentation consisted of a signal
generator, power amplifier, high pressure microphone calibrator,
instrumentation amplifier, and dual channel FFT analyzer. In addition, a

digital X-Y plotter was used to provide hard copy of the FFT analyzer's screen.
Calibration and Data Reduction

The transducers were given 11 point calibrations for the static calibration
case. The excitation voltage was equal to that shown on the manufacturer's
Certificate of Calibration. After applying excitation power to the transducers
they were typically warmed up over night (approximately 16 hours) to assure
they were thermally stable. In the rare case a transducer did not receive an
over night warm-up, the warm-up was a minimum of 4 hours. The calibration
procedure followed was to begin with zero differential pressure on the
transducer, then it was loaded to 100 percent of full scale in 20% increments
and the loadings repeated, returning to zero differential. The repeat loadings

provide the data necessary to check the hysteresis of the transducer. Each
pressure load was corrected for the difference between standard and local
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